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In this Issue 

That most basic of electronic instruments, the oscilloscope, has gone 
digital in a big way, The 1988 Hewlett-Packard Test and Measurement 
Catalog doesn't list a singfe traditional analog oscilloscope, but there are 
ten different kinds of digitizing oscilloscopes. In a digitizing scope, input 
signals are sampled, the samples are measured by an analog-to-digital 
converter (ADC), and the resulting numbers are stored in a waveform mem- 
ory. This stored data can be used to create a display of the input signal that 
looks like a traditional oscilloscope display, or it can be manipulated digitally 
for various purposes. There are different digitizing scopes because there 
are design trade-offs. In general, if you sample faster you get more bandwidth but you can't 
measure as precisely. You get the most bandwidth if you deal only with repetitive input signals. 
Some digitizing scopes are designed for maximum bandwidth for repetitive inputs, some for 
maximum digitizing speed, and some for maximum fidelity and dynamic range. 

In this last category are the HP 5180T/U, HP 5183T U, and HP 5185T Precision Digitizing 
Oscilloscopes, described on pages 4 to 64. These scopes are waveform recorders paired with 
an analysis and display module. They rate the adjective "precision" because high-fidelity, fully 
specified dynamic performance is a distinguishing characteristic of the waveform recorders they're 
based on. Critical to that performance is the ADC, and two ADC designs are presented in this 
issue. One has a 250-megasample-per-second digitizing rate and S-bit precision (page 39). and 
the other is a 4-megasample-per-second, 12-bit unit (page 15). Other waveform recorder design 
details can be found in the articles on pages 4, 32, and 49, and the article on page 53 explains 
the functions of the analysis and display module. Two unusual capabilities of these scopes are 
adaptive sample rate (page 23) and waveform reconstruction (page 26). The former saves 
waveform memory by automatically reducing the digitizing rate if the frequency content of the 
input signal is below a certain threshold. The latter applies sophisticated interpolation techniques 
when creating a display from the stored waveform data. While most digitizing scopes need ten 
samples to make a cycle of sine wave look right, these can do it with only two and a half samples. 

What gets mounted on a printed circuit board and how it's put there has changed a lot over 
the years. Complexity and density have increased greatly. Manufacturing and testing are fully or 
partially automated. A board designer in this environment is seriously handicapped without an 
effective computer-aided design (CAD) system. Hewlett-Packard's offering in this area consists 
of two software applications for HP 9000 engineering workstations. The HP Engineering Design 
System (HP EDS) captures the designer s schematic diagram and simulates the operation of the 
logic to verify the design functionally. The HP Printed Circuit Design System (HP PCDS) provides 
tools for board layout and generates instructions for automatic manufacturing and testing equip- 
ment. The two applications can exchange data in either direction and they share the same library 
of standard components. 

The story of HP PCDS is told by its designers on pages 65 to 86, beginning with an overview 
of the product and a description of the Design Module, which interacts with the board designer 
to define the board, place components on it, and generate manufacturing outputs. Algorithms for 
autoplacement of components and autorouting of the traces between components are discussed 
in the paper on page 68. Autorouting, considered the most critical element in a printed circuit 
board CAD system, is done by the HP PCDS Autorouter Module. The third of HP PCDS three 
modules, the 8500-component user-modifiable Library Module, is described on page 82. Quality 
assurance issues faced by the design team are covered in the article on page 84. Two special 
needs of HP PCDS and similar CAD systems were addressed by developing related software. 
First, because the productivity gains that a CAD system delivers can be greatly diminished by 
the extra management effort required to keep track of data and coordinate large project teams, 



4 HEWLETT-PACKARD JOURNAL FEBRUARY 193S 

©Copr. 1949-1998 Hewlett-Packard Co. 



the Design System Manager was developed (see page 71). HP PCDS runs in the Design System 
Manager environment along with similar CAD applications. The Design System Manager provides 
application integration (page 80). network support, file security, and control ot multiple versions 
of files. Second, because a CAD system has to send output to a wider-than-usua! variety of 
devices, a special spooler was developed. The spooler is the subject of the paper on page 77. 
Eleven years ago T HP produced its first silrcorvon-sapphire (SOS) integrated circuit, a 16-bit 
microprocessor chip. SOS offered a combination of low power consumption, high speed, hrgh 
circuit density, and static operation that was unmatched by any other IC technology. The hope 
was that the system- level advantages of SOS would offset its relatively high cost. Today. SOS 
is considered too costly for most commercial uses, although it is still used in some applications: 
for example, it's used In satellites because of its radiation hardness. On the other hand, the basic 
idea of building silicon integrated circuits on insulating substrates is alive and well. New silicon-on- 
insulalor (SOI) technologies are being developed using calcium fluoride or silicon dioxide instead 
of sapphire (which is a form of aluminum oxide). Silicon dioxide is especially attractive because 
its a common integrated circuit element and doesn't require special processing equipment. In 
the paper on page 87 we get an introduction to SOI technology and its advantages and team 
about the SOI research being done at HP Laboratories. 

-ft P. Dolan 



Cover 

The ADC hybrid microcircuit of the HP 5185A Waveform Recorder is pictured in front of a 
display from a thermal modeling program that was used to predict the heat transfer characteristics 
of the ADC hybrid and other microcircuits. 



Whet's Ahead 

Scheduled for the April issue are design papers on millimeter-wave components and the HP 
8770A Arbitrary Waveform Synthesizer, There wifl also be three papers from the 1987 HP Software 
Engineering Productivity Conference describing a virtual user software testing tool, a system for 
controlling and measuring the load on the kernel of the HP-UX operating system, and process 
measures to improve R&D scheduling accuracy. Another paper discusses how to adapt the 
various logon mechanisms of AT&T's UNIX" operating system to the manufacturing environment, 



The HP journal flncounge* to,: h an) aflttfa arm wii publ v,t\ Hffieti ApeclM to ba d tttnpsl to oar readers letters muai bo bnei sno are sub|eci 

'o od-i n ■ tewjjm pACkurO journal, 3200 Hlllwiow Avenue Pato Mo. CA 9430*. USA 



FEBRUARY 1938 HEWLETT-PACKARD JOURNAL 5 

)Copr. 1949-1998 Hewlett-Packard Co. 



Precision Digital Oscilloscopes and 
Waveform Recorders 

This precision instrument famdy consists of five digitizing 
oscilloscopes based on three waveform recorders and an 
analysis, display, and I/O section. 

by James L Sorden 



FOR MANY APPLICATIONS, the Functions of an os- 
cilloscope, voltmeter, counter, power meter, and 
spectrum analyzer can be provided by a single mea- 
surement instrument; the precision digitizing oscilloscope. 
In addition to measurements on repetitive signals (the gen- 
erally assumed condition with conventional measurement 
instrumentation), the precision digitizing oscilloscope can 
make measurements on transitu oi single-shot signals, sig- 
nals oil en impractical to analyze with conventional mea- 
surement Innls. 

To be able to function as all of the instruments men- 
tioned, the precision digitizing oscilloscope must meet two 
conditions. First, the fundamental measurement device 
[transducer or analog-to-digital converter) must have a high 
degree of accuracy, fidelity, and dynamic range. Second, 
th.- analysis and input/output functions must be quick, 
comprehensive, and correct, 

The HP 5180T/U. HP5183T/U and HP 5185T Precision 



Digitizing Oscilloscopes combine analysis functions with 
excellent measurement fidelity to characterize single-shot 
or repetitive signals, either simple waveshapes or complex 
modulated analog signals. These instruments have two 
major subsections; (a) the waveform recorder with either 
two or four channels of data acquisition, and [b] the 
analysis, display, and J/O section. The HP 5180T/U (Fig. 
1) uses the 20-MHz HP 5180A Waveform Recorder, 3 which 
has a 10-bit ADC (analog-to-digital converter) and a 16K- 
word memory. The HP 5183T/U (Fig. 2] uses the HP 5 183 A 
Waveform Recorder, w^hich has dual independent 4-MHz. 
12-bit ADCs and 64K words of memory (256K optional). 
The T versions are two-channel instruments and the U 
versions are four-channel instruments that use two of the 
two-channel waveform recorders. The HP 51H5T | Fig. 3) 
uses the HP 51 85 A Waveform Recorder, which has dual 
independent 250-MHz, 8-bit ADCs. 
The measurement strengths of these instruments, 




Fig. 1. The HP 51 807 Precision 

Digitizing Oscilloscope consists of 
an HP 51 80 A Waveform Recorder 
and an analysts, display, and 1>0 
section The HP 51 BOA provides 
20-MHz, 10-bit analog-to* digital 
conversion. 
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coupled with their built-in processing and analysis capabil- 
ities, make them well-suited for measurement systems in 
ATE. production, and R&D environments. In the laboratory, 
the digitizing oscillocope is a stand-alone, interactive in- 
dent. For many ATE and production systems, on the 
other hand, the waveform recorder can be used wit hew! an 
analysis, display, and I section to minimize rack space 
and eliminate front-panel clutter and confusion. 

This article gives an overview of the design of the HP 
5183 A Waveform Recorder. The analysis, display, and I/O 
section that transforms the waveform recorder into digitiz- 
ing oscilloscopes is described in the article on page 53. 
The waveform reconstruction techniques that maximize 
the effective bandwidths of the HP oscilloscopes are dis- 
cussed in the paper on page 26. The design of the HP 51.S5A 
Waveform Recorder is the subject of the papers on pages 
32. 39, and 49. 

HP 5183A Waveform Recorder 

The HP 5183A is a lower-cost waveform recorder. Its 
data acquisition, an a log- to-digital conversi on, and analysis 
techniques make many contributions to the state of the art, 
including adaptive sample rate* dropout trigger, and other 
concepts, These are detailed in the box on page 12 and the 
papers on pages 15 and 23. 

The block diagram of the HP 5 183 A Waveform Recorder 
is typical for waveform recorders. Elements common to 
most recorders are: 

■ Input signal conditioning, including multiple sensitivity 
ranges and high impedance 

■ High-speed transducer (analog-ln-digital converter] 

■ High-speed memory system capable of following the 
ADG output and later replaying data into a digital I/O 



em 

■ Internal and external triggering to define measurement 
time endpoints 

■ Time base and oscillator system to control the ADC 

■ Digital system controller 

■ Digital HP- IB. 

Shown in Fig. 4 is the signal flow functional block dia- 
gram for the HP 51 83 A recorder. 

Input Amplifier System, The input amplifiers consist of a 
pair oJ I -Mil fully conditioned and programmable d iff pren- 
input amplifiers with switchable anti-aliasing filters. 
This high-impedance signal buffering makes it possible to 
monitor the user's system without disturbing its normal 
operation. Since this signal buffering system is built into 
the instrument, it is fully specified [this is not the case if 
external buffering is requited). The switchable low-pass 
anti-aliasing filters prevent undesired aliasing of high-fre- 
quency signals and noise Into the bandwidth of the re- 
corded signal 

Ana log-to- Digita I Converter System. Each of the HP 
5i83A's two channels has its own independent 12 -bit Af)C 
with dc-to-4-MHz sample-and-hold signal conditioning. 
The maximum sample rate is 4 MH/. The two-pass r re- 
verter uses an 8-bit flash ADC with a resultant 4-bit overlap 
(see article, page 15]. From a system designer's point nf 
view, a digitizer is most useful if it can be c locked at arbi- 
trary rates and/or with nonuniform encode sequences. The 
HP 5 183 A ADC can be clocked at any rate from less than 
1 Hz to 4 MHz. 

Precision Digital Trigger 

The second most difficult technical challenge in any 
waveform recorder design (after providing a high-fidelity 




Fig. 2. The HP 5183T Precision 
Digitizing Oscilloscope consists of 

en HP 5183 A Waveform Recorder 
and an anatysis^ display, and I/O 
section. The HP 51 83 A is a low- 
cost recorder that provides 4-MHz, 
1 2-bii 'analog -to- digital conversion. 



FEBRUARY 198B HEWLETT-PACKARD JOURNAL 7 



)Copr. 1949-1998 Hewlett-Packard Co. 



ADC) is to provide an accurate and reliable trigger system. 
All of the products in this family use digital triggering. 
Since the ADC is fully specified and tested, so is the trigger 
circuitry. The exact signal digitized by the ADC is seen by 
the precision digital trigger. There can be no drift or other 
inaccuracies relative to the digitized data. The trigger level 
control and the trigger hysteresis control are fully ad just - 
able.This ensures optimum triggering for each application. 
Dropout Trigger. A triggering technique that allows trigger- 
ing in I he absence of a signal has been implemented in the 
HP 5183 and HP 5185 systems. This feature allows trigger- 
ing on and recording signal sag or total signal loss on signals 
itnil have a normally constant peak amplitude [Fig. 5]. 
When the preset trigger amplitude conditions are not met 
for an interval set by the dropout delay timer, the trigger 
command occurs. The dropout trigger circuit consists of 
conventional trigger detection circuitry plus a special 
timer. The timer is reset with the trigger detection circuitry. 
It the timer circuit does not reset in the time specified by 
the user, then the trigger has not occurred during that time, 
and a dropout trigger signal is sent to the memory, activat- 
ing the normal memory stop circuitry. Some examples of 
dropout trigger applications include: 

■ Ignition systems. Determine the cause of cylinder misfir- 
ings and record the time and waveshape of the signal 
pattern around the misfire. 

■ Communication systems. Determine the cause and 
characteristics of carrier loss or distortion. 

■ Power distribution system monitoring. Two classic 
anomalies on a power distribution system are brownouts 
or line sag, an application for dropout trigger {Fig. 5), 
and high-voltage spikes, an application lor bi-frigger 
mode (Fig. G). 



■ Oscillators. When an oscillator squegs, a measurement 
can be made to determine the time and shape of the 
anomaly. 

■ Magnetic media testing. Digital tape or flexible disc sys- 
tems can be precisely analyzed to see the exact magnetic 
position of data lost. 

High-Frequency Trigger. A class of transients that conven- 
tional trigger circuits do nol handle well is high-frequency 
noise transients that do not exceed the nominal peak-to- 
peak voltage level of the signal. An example of this class 
of noise transients is high-frequency transients on a power 
line system, often generated by switching spikes from in- 
ductive loads. With the adaptive sample rate system, HP 
51 83 Option 301 1 the included high-frequency digital filter 
can be used to detect these transients. Relatively low- 
energy, high-frequency transients can be detected in the 
presence of a much larger low- frequency signal The de- 
tected signal is used to fire the trigger system and initiate 
recording of the transient (Fig. 7), 

Time Base System 

The time base system has the primary function of provid- 
ing flexibility in the ADC sampling rate, permitting longer 
time records at slower sampling rates (assuming one oper- 
ates within the Nyquisl sampling criterion). The HP 5183 
system can switch between its main rate and a second, or 
delayed, rate. This feature is most often used to conserve 
memory or increase measurement time when the operator 
has prior knowledge of the signal bandwidth. Either time 
base can set to any period from 250 ns to 4 seconds in 
250-ns increments, In addition, two new functions, burst 
time base and adaptive sample rate, are available in the 
time base. 




Fig, 3. The HP 5185T Precision 
Digitizing Oscilloscope consists of 
m HP 51 85 A Waveform Recorder 
and an analysis, display, and 110 
section. The HP 5W5A provides 
250-MHz, 8-bit analog-to-digital 
conversion. 
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Fig. 4. HP 51 83 A Waveform Recorder simplified signal flow block diagram. 



Burst Time Base. The burst time base mode allows the 
operator to record a selectable number of data samples 
automatically after a trigger event, The number of samples 
can be any integer from one to the total memory length. 
Alter a rearm delay of two sample points, the HP 5183A 
is ready to record the next burst immediately. This is an 
extremely efficient technique fur recording hundreds or 
thousands of data bursts in a single record. No data is 
recorded between bursts (Fig. 8). 

The circuit consists of a counter in the time base system. 
It is set for a specified number of sample points, then is 
rearmed and wails for the trigger event. A typical applica- 
tion is to analyze peak pulse amplitudes of a series of 
waveforms. Examples include radar return pulse analysis, 
Otto cycle engine instantaneous power peak analysis, and 
digital magnetic media error testing. 
Adaptive Sample Rate. Adaptive sample rate [Option 301) 
automatically slows down the time base when higher sam- 
pling rates are not required, preserving all timing informa- 
tion and signal shape. Details of the signal processing are 
covered in the article on page 23. Adaptive sample rate 
effectively increases memory up to 60 times or up to 30 
million samples. 

Reference Oscillator, The 4-MHz crystal oscillator is art 
extremely critical time base subsystem. It must always 
maintain sufficient purity to ensure the fidelity of the ADC, 
For example, with a 1 -MHz input signal and 12 bits of ADC 
resolution, % bit of noise distortion will be induced by 39 
picoseconds of jitter (Fig. 9], For this reason, the oscillator 
consists of an extremely quiet voltage-controlled oscillator 
in a sophisticated phase-locked loop with a 4-MHz crystal 
reference. The VCO can be locked to a 1-MH^ 4-MHz, or 
10-MHz external high-stability oscillator or to the Option 



010 internal oven oscillator to provide the stability needed 
for mathematically comparing waveform data taken at sig- 
nificantly different times or different temperatures. 2 

Memory System 

The typical waveform recorder memory system consists 
of static read/write memory (SRAM] IC chips controlled 
by a counter and an address register. Although this is a 
satisfactory scheme, SRAM is more expensive, takes more 
power, and is less dense (fewer bits per IC) than dynamic 
read/write memory [DRAM), In a computer architecture, 




Fig. 5. Dropout trigger is a new feature that can capture 
brownouts or unexpected load increases 
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Fig. 6. Bt trigger $m oe used to capture an unexpected toad 
decrease or high- voltage spikes 

where the necessary cycle stealing contra] circuits tor mem 
013 refresh (mandatory foi preserving memory) are rela- 
tively straightforward, DRAM is much less expensive 

fa waveform recorders, access to the memory must be 
assured whenever a sample point is taken. The HP 5183A 
data rate can vary frum nanoseconds to seconds per sample 
point. The memory must start and stop as demanded by 
the usei (a function of memory size and trigger time), In 
addition, the adaptive sample rate system may ask the 
memory system to decimate 63 out of every 64 sample 
points taken. Although a complex digital control problem, 
we chose a DRAM system lor its advantage of greater mem- 
ory size at far lowei cost, 

The HP 5 183 A memory system provides input syn- 
chronization, first in. fiist out (FIFO) buffering, shift regis- 
ter buffering (for delay of AOL data], and output synchroni- 
zation with a minimum amount of hardware [Fig. 10, page 
14]. Among the design contributions in the memory system is 
a unified hardware implementation for a combination FIFO 
buffer and a programmable shift legister having synchro- 
nous input and output capabilities. The design is nut sub- 
ject to errors caused by metastable states of the input and 
output flip-flops, 

Clock Generator, The memory generates an internal clock 
of appruximately 4.b MHz. This frequency is used so that 
the instantaneous data rate of the memory is slightly higher 
than the4-MH/ maximum sample rate. This 0.6-MHz mar- 
gin allow T s for refresh overhead (cycle stealing J. The front 
end of the memory rims on the phase 2 clock and the rest 
runs on phase 1. 

Data Synchronizer. Data from the ADCs (tw r o 12-bit ADC 
data channels) is clucked alternately into 24 -bit registers. 
The data is clocked in by the data clock coming from the 
ADC and clucked out by the phase 2 clock. When a word 
is being read into one register, the previous word is being 
clocked out of the other register This guarantees that the 
data will nut be changing as it is read out, regardless of 
the relative timing of the data clock and the incoherent 



phase 2 cluck. An input flip-flop controls which of the 
registers accepts ADC input data and an outpul flip-flop 
controls which register outputs the data. The two flip-flops 
are connected through a synchronizing flip-flop which pro- 
vides the transition between the two different clucks in the 
system. An exclusive-QR gate generates the output signal 
to indicate whether data is available from the data syn- 
chronizer during the current 4. 6-MHz clock period. The 
adaptive sample rate speed and data valid signals are pTQ 
cessed through similar synchronizers. 
Master FIFO. The master FIFO si ores the adaptive sample 
rate speed hit and control data while the DRAM memory 
is refreshing and then releases it as the DRAM is able to 
accept it. The buffer consists of static RAM, It is written 
to on the phase 2 cluck and read out on the phase 1 clock. 
Four address bits are required. Multiplexers switch the 
data and address between read and write. The addresses 
are generated by two four-bit counters. The write counter 
increments whenever new data comes in and the read 
counter increments whenever data is read out by the 
DRAM, Hence, the read counter is constantly chasing the 
write counter. During refresh periods, I he write cuunter 
continues tu advance and store, while the read counter is 
held, When no new data is coining in, the write counter 
stands still while the read counter catches up. A comparator 
looks at the two addresses and generates an empty signal 
if they are equal, This instructs the DRAM not to try to 
take any mure data. The FIFO has a capacity of 15 words. 
A maximum of 9 words are used during DRAM refresh 
delay. 

The data control signal coming out of the FIFO is routed 
tu a qualifier to determine whether the ADC data should 
be stored. 1 his allows the adaptive sample rate system to 
discard redundant data, This happens downstream from 
the FIFO so as not to upset the counters, Hence, data will 
be written to the DRAMs unless the adaptive sample rate 
system says no. the FIFO is empty, or the DRAMs are in a 
refresh cycle. The adaptive sample rate speed bit is sent 




Fig, 7. High-frequency trigger can capture high-frequency 
transients that do not exceed the nominal peak-to-peak volt- 
age of the si gnat. 
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directly to the DRAM array as a data bit, 

ADC data passes through the slave FIFO. This FIFO is 
similar to the master except that it has ten-bit address 
counters and a 24 x 1024-bit static RAM array. It is iden- 
tified as a slave circuit because the count enable signals 
from the master control its address counters. The read 
counter is preset to either 2 or b4H before making a measure- 
ment. This offset is maintained Indefinitely, resulting in a 
2-word nr ;=>48-word delay pipeline in the data path. This 
circuit can be thought of as a programmable shift register 
of length 2 or 548. The delay of 2 compensates for trigger 
system detection delays. The 548-word delay is invoked 
during adaptive sample rate operation to compensate for 
the delaying effects of the adaptive sample rate low-pass 
and smoothing filters. 

DRAM Array, After the incoming data is synchronized, 
buffered, and pipelined, it is routed to the memory , which 
consists of 64K or 256K 25-bit words of DRAM, The 25 
bits are needed for the two 12-bit ADC data channels plus 
the adaptive sample rate speed bit. Memory refresh is done 
on one row every 10 microseconds. 

DRAM Address Circuitry. The addresses fur the DRAMs 
are generated by an 16-bit data address counter and an 
8-bit refresh counter. A multiplexer selects between the 
refresh address and ihe data address J j ■ a repeating cycle, 
the refresh address is strobed in. The row address is then 
latched and a series oi column addresses is sent. This is 
the page [node of DRAW operation. 

Read Registers. The data played back from the DRAMs is 
read out one byte al a Mine to the data bus. The DRAM 
control circuit generates a sequencing signal to clock new 
data trum (he DRAM into the read registers after the previ- 
ous byte has been accepted. 

DRAM Control Circuit, The DRAM control circuit is a 48- 
state repeating sequence circuit driven by the 4. 6-MHz 
clock. Two periods are devoted to refresh, and two periods 
are devoted to latching the row address. The other 44 
periods are available for writing or reading data. An eight- 
bit counter is hardwired to divide by 46. A decoder circuit 



Fig. 8. Burst time base mode ts 
used to fecord a selectable num- 
ber of samples after a trigger and 

:iop, rearm, ana beg 
cording again after another trig- 
ger Memory is conserved because 
no samples are recorded during 
uninteresting periods between 
bursts Recorded signal (top) for 
input signal (bottom) 



switches the address multiplexer at the appropriate time 
and enables the DRAM RAS and CAS appropriately. 

Other Design Features 

The HP-IB system is a conventional state machine design. 
The high -current ±5V power supplies are secondary 
switching regulator designs- 

The mechanical package design contains a conventional 
card cage but the cage is constructed as a monocoque 
welded aluminum frame. This design yields extremely stifi 
and strong but lightweight packaging. The thermal and 
acoustic, management considerations dictated the use of 
three low-noise cooling fans for maximum reliability and 
low noise. Front-panel keys and annunciators are slaved 
to the display, I/O, and analysis module in the HP 5 J 83T/U 
or to a remote computer when the HP 5 183 A recordej is 
used. 

Acknowledgments 

Many, many people have contributed to success of the 
HP 5180T/U and HP 5i63T/U. I would especially like to 
thank Mark Allen, Phil Ueaver, Mike Detro, )ohn Fen wick, 
Jack Folchi, Rick Karlquist, Nancy Nelson, Doug Nichols, 
and Gelia Vigil, who all served as R&D pi eject managers 
Jim Amnion, Jason Cotton, Bill Daley, Patty Daiinou. Nina 
Delu. Al Gee t Andy Gong, Ron Fejsenstein, Al Foster, Dick 

. -.-m T4) 





/ \ 








t 


vX 


,q 


V T m -*■ 


\*- 



T m =- 



t^q 



dy 



•irf 



Fig. 9. With a 1-MHz input signal and 12-bit resolution, '/* 
bit of noise distortion will be induced by 39 ps of jitter 
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Waveform Recorder Software Design 



The HP 5183A Waveform Recorder is tailored to the measure- 
ment requirements of a computer-controlled general-purpose 
waveform recorder and integrated with measurement application 
specific software. The HP 5183A consists of the precision 
waveform recorder hardware described in the accompanying 
article and measurement control software optimized for high mea- 
surement throughput. 

While the HP 5183A Waveform Recorder and the HP 5183T 
Precision Digitizing Oscilloscope (an HP 5183A with a display 
module) are directed toward different applications, migration 
paths from one application to the other do exist, An example of 
moving from an HP 5193T to an HP 5183A is the development 
of a measurement procedure by a design engineer through in- 
teractive use and testing on the lab bench. When the procedure 
is implemented on an automated production line, the final al- 
gorithm can be implemented with a recorder. The HP 5163A 
offers faster performance and lower cost than the HP 5183T in 
the dedicated test system. Alternatively, measurements taken on 
remote recorders can be sent to a central HP 5183T to be pro- 
cessed using its powerful analysis capabilities. The HP 5183A 
would function as a lower-cost precision transducer, and the HP 
5183T would be the central data reduction processor 

Software Architecture 

The HP 5183A Waveform Recorder software is a library of 
procedures that allow the user to program the setup of the 
waveform recorder and control measurement cycles in the re- 
corder. This software is typically used as procedures loaded with 
the user's software. Users can develop their own custom mea- 
surement systems and use the services provided by the HP 
5183A software. Additional demonstration procedures allow the 
HP 5183A and its computer to function as a digitizing oscillo- 
scope. 

The primary contribution of the software is to provide an inter- 
face between easy-to-program high-level software and the dif- 
ficult-to- program control register set that makes up the hardware. 
The software hides all the detailed information required to pro- 
gram the instruments; the user rs presented with a standard 
procedure-oriented interface, This procedure library is provided 
m the BASIC language for HP 9000 Serres 200/300 Technical 
Computers. 

Architecture. The HP 51 83 A software is implemented as a set 
Of standard procedures that are directly executed when called. 
Support of interrupts and multiprocess concurrency on the host 
computer are independent of the use of these libraries These 
features can be implemented by the user in custom software. 
Interfaces. Parameters passed to library procedures describe 
the operations to be performed by the tibrary, The parameters 
are numeric or ordinal types that correspond to the physical 
parameters of the system where possible, More complex record 
type data structures supported in some languages are not used 
as parameter types. Advantages of this interface are that the 
same design can be ported to other languages or systems with 
minimum revision. It also allows users to program the instrument 
with the same numeric parameters they use to analyze data, 
rather than the ASCII string command embedding required by 
most programmable instruments. 

To maximize usability, the interfaces are designed to be similar 
to other HP instrument controller software systems. In particular-, 
the interfaces are similar to those used in the earlier-generation 



HP 51 800 Waveform Recorder Software and will be compatible 
with future waveform recorders and products. Since the software 
insulates the user from any machine specific interactions with 
the recorder, it will be source code compatible with other 
waveform recorder products. 

Feature Set Extension. The software supports aN hardware ca- 
pabilities of the HP 5183A. Anaiysis or enhanced display capa- 
bilities can be added easily using third-party software. 
Software Data Structures, The HP 51 83A software can be mod- 
eled as two fundamental data structures One data structure 
contains the current recorder state in the form of control codes 
written to the recorder when it is programmed. This low-level or 
bit-level description of the instrument setup is a software image 
of the recorder control registers. This type of data structure con- 
tributes to the hjgh measurement throughput. 

The second fundamental data structure prevents complex in- 
teractions between parameters from introducing any calling order 
dependence on the subprograms. This structure remembers the 
parameters that are interactive^ so the final instrument state can 
be made independent of the library subprogram calling order, 
Recorder State. The recorder state com p fete I y describes me 
state of the waveform recorder. It contains additional information 
required by the software, including instrument number, HP-IB 
select code, and bus address for multiple-instrument systems. 
This data structure is treated as a read-write variable. It is copied 
or rewritten if recorder setup information is internally saved or 
recalled to a tile or to disc. 

A library procedure is provided so the user can easify deter- 
mine the current state of any HP 5183A in a system. This proce- 
dure formats the state information and displays it on the controller 
display. 

For each recorder in a multiple-recorder system, the software 
instantiates a copy of the two data structures. All references to 
the particular instrument being programmed for setup or mea- 
surement are made by setup number. In this way, the number 
of recorders in the system is dynamic, and each recorder is 
separately controllable. 

Software Operations 

In controlling the waveform recorder, the software performs 
certain operations on its data structures. These operations in- 
clude: setup, translate, measurement initialize, calibrate, and 
verify. 

Setup Input Parameters, These operations take user-entered 
values for recorder setup, enter them into the appropriate data 
structures, and update the hardware to reflect the new setup 
state, These operations are implemented as procedures called 
by the user software; value parameters describe the new setup 
state. This layer of software can be modeled as a shell that hides 
the complex hardware register programming task from the user, 

The setup layer is implemented as BASIC subprograms; pa- 
rameters to the subprograms define the hardware capabilities 
controlled by the software. Some checking of the input parame- 
ters is performed Invalid parameters are logged as errors by 
the called subprogram. Error conditions cause the subprogram 
to exit without modifying the setup state. Consistency checks, 
which generate warnings when a parameter is limited or adjusted 
to the nearest allowed hardware value, are deferred to a separate 
subprogram This approach, as opposed to having each subpro- 
gram issue warnings, avoids having the same warning issued 
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more than once and avoids ssu<ng a warning tha l is not warranted 
by the final instrument stare Once the user has made all the 
cnanges to a setup, subprogram BK3chec*c_f*tup can be called 
to do a consistency check 
An example of a setup procedure implemented in BASIC is: 

SUB 883seOft§}u! (INTEGER Selup, Channel, HEAL Range. Offset 
OPTIONAL INTEGER Coupling, Conftg, fitter) 

SettH: Ho32 index to data iatiies for thtsmstrumem 

Channel 1 to 2 

Range 0. 1 lo 50 volts select in 1 -2-5 sequence 

Offset ±2 x range entered in volts 

Coupling 0.1 dc-coupled ac-coupied 

Config i .2,3 single-ended differential disconnected 

r .'e r r 1 filter out >n 

Measurement. These procedures initiate and control a measure- 
ment cycle in the waveform recorder, using the instrument setup 
previously entered At the completion of these procedures, the 
sample data from the waveform recorder has been read into the 
computer memory and is ready for processing by the user soft- 
ware. An example of a measurement cycle using the BASIC 
software is as follows: 

SUB Baastart_meas (Setup) 
REPEAT 
Temp = B83meas_done (Setup) 

UNTIL Temp 

B83transfer_rec (Setup, Channel. Buffer. Header(')) 

Setup index to instrument being controlled 

Channel channel to be transferred 

Buffer I/O path name lo predefined data buffers 

Header(') pointer to an array to JiokJ Ihe waveform header 

Information required to scale the data 

Software is supplied in source code format for BASIC. The BASIC 
system consists of aboul 3000 noncommented source state- 
ments. 

Performance Result* 

In many applications the ability to acquire many waveforms 
rapidly translates directly into reduced production test overhead. 
The measurement throughput numbers shown in the following 
table are typical characteristics and can vary depending on pa- 
rameters such as sample rate, time spent waiting for a trigger, etc 

Meaiuretmnu per Second 

HP HP 9000 

Controller, Veetra' Model Model Model Model Model 

236U 310 320 330 350 



1 024 -Point Blocks 
with Data Trans- 
fer to Controller 



16 



13 



20 



22 



27 



55 



60 



70 



Auto Advance: 

1024 -Point Blocks 29 40 31 

Stored in Internal 

Memory 

'Require* the HP S2300A BASIC Language Processor Card 

Other Systems 

A goal of the HP 5 183 A project was to provide a path for 
porting the software into other systems. The use of a structured 



software design and the implementation in a high-level language 
were key strategies m this process Also, the use of HP language 
extensions to BASIC was minimized 

MS-DOS Systems. Many instrument control and automated test 
systems are being developed m the MS"* -DOS operating system 
for use on personal computers such as the HP Veetra PC or the 
IBM PC Uswifl ?hp hp 823O0A HP BASIC coprocessor C£ 
BASIC 5 runs directly in the PC The HP 51S3A software can 
then be run under BASIC 5 Alt the functionality of the HP 51 83A 
software can be exercised This includes instrument addressing 
and control over the HP- IB, waveform display to the CRT, ana 
the creation of waveform data files on disc Users can combine 
the waveform recorder control software and the superior HP- IB 
I/O processing and fast development time of HP BASIC with the 
industry standard MS-DOS data processing and spreadsheet 
packages to develop their own optimum measurement systems 
and to leverage existing investments in HP-IB and MS-DOS sys- 
tems. 

HP-UXUNIX Systems. HP BASIC 5 allows direct file transfers 
from BASIC to HP-UX or UNIX* operating system environments 
Using these systems, data files from the waveform recorder taken 
with the HP 51S3A software library can be passed directly into 
HP-UX. The full range of UNIX data manipulation and communi- 
cations capabilities can then be used to process the data. For 
example, under the BASIC operating system, data from the 
waveform recorder can be saved in a disc file. From the HP-UX 
operating system, the file can then be processed by any of the 
standard UNIX utilities, such as sort, awk, or grep 

MS-DOS cs a Irademark of Microsoft Corp. 

UNIX is a registered iradema^ of AT&T ,n the US A and oiref countros. 

John Ketcnum 

Project Leader 
Santa Clara Division 
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Fig. 10. HP 51 83 A memory system. 
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Signal Conditioning and Analog-to-Digital 
Conversion for a 4-MHz, 12-Bit Waveform 
Recorder 



by Albert Gee and Ronald W. Young 



THK ANALOG-TO-DIGITAL converter (ADC) in the 
HP 5 183 A Waveform Recorder samples at a rate of 
four million samples per second and provides 12 
bits of amplitude resolution, The 4-MHz sample rate ex- 
ceeds thp minimum 2-MHz rate iNyquist rate) needed for 
adequate characterization of input signals with 1-MHz 
bandwidth. With 12 bits of amplitude data, the ideal signal- 
to-quantization-noise ratio is 74 dB and the resolution is 
±0.05% for full-scale input signals. 

Key features of the analog circuitry include the design 
of a modern discrete operational amplifier, a discrete sam- 
ple-and-hold circuit, series-parallel ADC topology with 
pipelined ADC H ruing, a low-noise oscillator, and pseudo- 
random noise to improve the ADC's linearity. The perfor- 
mance of the input amplifier and ADC systems has been 
thoroughly evaluated and characterized with both static 
and dynamic input signals. The static characterization in- 
volves measuring the transfer function (with a tracking 
loop measurement) to determine the linearity. The dynamic 
performance is analyzed using the DFT [discrete Fourier 
transform), curve fit, and histogram tests. 1 

Digital signal professing techniques can he used on the 
raw digital data to increase the signal-to-noise performance; 



these techniques include averaging multiple measurement* 
and oversampling (with respect tn input signal bandwidth] 
followed hv digital filtering. These issues are discussed in 
detail later in this paper 

Input Amplifier 

Two identical attenuators, one for each input, handle 
the input configuration and coarse ranging while present- 
ing 1-MQ input impedance to the signal sources (see Fig, 
1). In each channel, input clamp circuitry is followed by 
two high-impedance buffers that convert the differential 
signal to a low impedance system This signal is then con- 
verted to a single-ended signal. Two switchable gain stages 
in cascade implement the 1-2-5 variable-gain sequence, 
producing a ±lV-full-scale signal which goes to a switch- 
ahle 1 -MHz anti-aliasing filter and then to the output buffer, 
which incorporates a - 200% offset control The control 
interface circuitry allows input configuration and offset 
calibration from the HP IB through the internal register bus, 

The input configuration has four possible states: ac- 
coupled, dc-cnupled, ground, and reference In the ground 
and reference states, the input BNC is decoupled from the 
attenuator and left floating. The ground state connects the 



To High- 
impedance 
Buff ef 




Fig, 1, HP 51 83 A Waveform Re- 
corder input attenuator 
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local ground to the input of the attenuator, The reference 
state connects a precision reference voltage to the input of 
the attenuator. The voltage reference is selectable from 
±100 mV to ±10V in a 1-2-5 sequence, plus 0V* 

The attenuator provides coarse ranging as 3 selection of 
one of three decade attenuators: -M, -^10, and -^10G\ The 
selected range is terminated with a 1-MO resistor. The -^10 
and -^ 1QQ attenuators have pole- zero compensation for par- 
asitic capacitance, They also have an adjustment to match 
the input capacitance with the *H attenuator. The nominal 
input impedance is 45 pF in parallel with 1 MO. 

The clamp circuitry protects the FET in the high-imped* 
ance buffer from overvoltage, A large series resistor in front 
of the clamps limits the current in the clamp diodes for 
low-frequency overvoltages. For high-frequency overvolt- 
ages the resistor is bypassed with a capacitor to speed up 
the response of the clamp diodes. Two pairs of series diodes 
form the positive and negative clamps. The series diodes 
maintain the low T -leakage characteristic of the circuit after 
repeated high-frequency clamping. The clamps limit the 
FET gate voltage to approximately ±6.5V. 

The high-impedance buffer is a discrete FET-input op 
amp in unity-gain configuration. The discrete op amp is 
used throughout the input amplifier design. A detailed 
description is given later. 

Up to this point in the system, there are two identical 
sets of circuitry, one for each differential input, The two 
signal paths are matched and have identical circuit layouts. 
Another discrete op amp, with similar topology, performs 
the differential-to-single-ended conversion. An active cur- 
rent source is used to bias the gain stage instead of a resistor. 
This increases the common mode rejection of the amplifier. 

Each switchable gain stage is a discrete op amp in nonin- 
verting gain configuration, The first stage switches between 
x5 and xi. The second stage switches between x2 and 
xt. This allows the implementation of a 1-2-5-10 gain 
sequence. The partitioning of the gain is optimized for 
overall noise performance. 

The anti-aliasing filter is a 1-MHz low-pass filter de- 
signed for overall frequency response of - 3 dB at 1 MHz 
and below - 60 dB at 3 MHz, It is a 1 0-pole matched-imped- 
ance elliptical filter. Gaussian to - 6 dB. The filter can be 
bypassed by selecting the alternative signal path t which 
matches the insertion loss of the filter. 

The output stage is another discrete op amp nominally 
in a noninverting gain-of-two configuration. The gain and 
offset adjustments occur at this stage. The offset control 
voltage is introduced at the summing node. The nominal 
output is ±1V with ±2V offset. 

Discrete Operational Amplifier 

Much of the performance of the input amplifier is depen- 
dent upon the performance of the discrete FET-input op 
amp [Fig, 2). The discrete op amp is designed to rely more 
on circuit linearity than feedback to achieve its distortion 
performance and bandwidth. The open-loop gain is approx- 
imately 50 dB, compared to over 100 dB for a typical com- 
mercial op amp. The FET input stage provides for low 
input bias current and the output stage can drive 5 Of I to 
2V peak-to-peak at 1 MHz with low distortion. 

The frequency compensation is symmetric, with one 
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Rg, 2, Discrete FET-input operational amplifier used in the 
input amplifier. 

capacitor from the base to the collector of each pnp transis- 
tor in the emitter-coupled pair in the gain stage. The 
capacitor connected to the low-impedance side of the active 
load introduces a nearly coincident pole-zero pair at low 
frequencies. The capacitor connected to the high-imped- 
ance side of the active load introduces the dominant pole 
for the open-loop frequency response. 

The discrete op amps are optimized for 1-MHz distortion 
performance. The input bias current, which is determined 
by the FET, is less than 100 pA at 25*C. The input offset 
voltage is typically less than 10 mV and has a temperature 
coefficient of 50 ^V7°C. In a unity-gain configuration, the 
bandwidth is 40 MHz. The corresponding harmonic distor- 
tion is less than —75 dBc for a 10-dBm sinusoid input at 
0,95 MHz. The slew rate is 400V/jis. The output noise in 
unity-gain configuration is 8 nV/ VHz at 500 kHz. The op 
amp dissi pates 800 m W in its quiescent state w 1 1 h no I oad . 

Analog-to-Digital Converter 

Fig, 3 shows the simplified block diagram of the series- 
parallel ADC. The components of this sub ranging ADC in- 
clude two sample-and-hold circuits, an analog multiplexer, 
an 8-bit A-to-D converter, a 12-bit D-to-A converter, and 
an error amplifier. The intermediate results of two 8-bit 
A-to-D conversions are combined to form the final high-res- 
olution 12-bit result. 

Sample-and-hold circuit #1 acquires and holds a sample 
of the input signal. This sample is routed via path A to the 
A-to-D converter, where a first-pass conversion produces 
a digital approximation to the analog signal. The precision 
D-to-A rxmvfirfer converts the digital approximation to an 
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analog signal, which is subtracted from the sample-and- 
hold output signal This analog error signal is amplified 
and routed via path B to the A-to-D converter, where a 
second-pass conversion produces the digital error. The sec- 
ond-pass digital error is scaled to compensate for the error 
amplifier gain and is added to the first-pass approximation 
to generate the high -re solution, 12 -bit representation of the 
analog input signal (Fig. 4). 

An error analysis of this system shows I ha I only the 
D-tc-A converter and the sample-and-hold circuit need to 
have 12-bit accuracy. The rest of the system components 
need only have an accuracy consistent with the 8-bit A-to-D 
converter. A benefit of this converter, unlike successive 
approximation ADCs, is that errors in one pass can be cor- 
rected by subsequent passes if there are overlapping bits 
between the passes. This ADC has a speed advantage be- 
cause the D-to-A converter needs to settle only once versus 
twelve times for a successive approximation ADC, 
Pipelined Architecture. Even with its speed advantage, the 
series-parallel topology is nol suffii i^nf to & hn-w fefrfc de- 
sired 4-MHz sampling rate with the chosen components. 
The most time-consuming portion of the conversion cycle 
is waiting for the D-to-A converter and error signal to settle. 
The 4-MHz sampling rate is attained by pipelining the sys- 
tem. The main idea of pipelining is that a repetitive sequen- 
tial process can be converted to a higher-frequency process 
by inserting an appropriate delay element so that opera- 
tions can be performed concurrently. In this case, pipelin- 
ing is implemented by using a second sample-and-hold 
circuit as the delay element, as shown in Fig. 3, The second 
sample-and-hold circuit makes both the current analog 
sample and the next analog sample available concurrently, 
While the error signal for the current sample is settling, a 
first-pass conversion of the next sample is done. 

Fig* 5 gives a detailed example of unpipelined versus 
pipelined timing of the ADC. In the unpipelined case, the 
sequence of events is: acquire the signal, perform the first- 
pass conversion, wait for the error to settle, and then per- 
form the second-pass conversion. In the pipelined case t 
there are two parallel paths. For the first path* the sequence 
of events is: acquire the current signal and then perform 
the first-pass conversion of the current sample. For the 
second path, the sequence is: acquire the previous signal 
and then perform the second-pass conversion of the previ- 
ous sample. For the example given, the sampling rate in- 
creases from 2.5 MHz for the unpipelined case to 4 MHz 
for the pipelined case. 

An additional benefit of pipelining is that the stepwise 
outputs of the second sample-and-hold circuit and the D-to- 



A converter can be timed to change simultaneously. Thus 
the error amplifier is not overdriven and exhibits only a 
very short switching transient. 

Pseudorandom Noise. Since the D-to-A converter deter- 
mines the overall system accuracy, a 12-bit converter is 
used. The eight most-significant bits are used for the first - 
pass digital approximation, The four least -significant bits 
are used to add pseudorandom noise to dither the analog 
error signal as shown in Fig. 3. 

The purpose of pseudorandom noise is to randomize the 
quantization error associated with each ADC code. For in- 
stance, referring to Fig. 6. assume that the error function 
of the ADC transfer function is represented by the first 
graph and that the pseudorandom noise probability densth 
is represented by the second graph. If the pseudorandom 
noise is independent of the input signal, then the resulting 
averaged error function is given by the convolution of the 
two graphs* The ftel rff© t as shcwvti to tfafl flited graph 3 b 
to improve the average linearity of the ADC Since the 
digitally added noise is known exactly, the same noise can 
be subtracted out of the digital result. Therefore, 
pseudorandom noise has all the benefits of analog dither 
plus the important advantage of not contributing any noise 
power to the digitized signal. Thus large amounts of 
pseudorandom noise can be used, and in this case, up to 
16 LSBs (- 4 quantizer bits) of noise are used. Note that 
with the gain ratio (ratio of first-pass gain to second-pass 
gain) mismatched, an attenuated component of the pseudo- 
random noise is present at the digital output. Thus the 
pseudorandom noise can also be used to calibrate the gain 
ratio by grounding the analog input signal and nulling the 
second-pass output for minimum noise power 

Pseudorandom noise is especially useful for repetitive 
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signals that can be averaged, signals that are phase cohere n I 
with the sample clock, or low -level signals where the lji uni- 
tization noise is less likely to be uniformly distributed. An 
example of the last case is shown in Fig. 7 t which compares 
the spectrum of a digitized low-level sine wave with and 
without pseudorandom noise. The randomizing effect of 
the digital dither can be seen by the absence of I he aliased 
harmonics in the pseudorandom noise case, 

ADC Performance 

hi the curve fit test, a sine wave is digitized by the ADC, 
and from the resulting digital data, the best-fit sine wave 
that minimizes the mean squared error is calculated, Nor- 
mally, the frequency used is one that will ensure testing a 
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Fig* 5. Pipelining is used to 
achieve the 4-MHz sampling rate 
in the 12 -hit ADC, The arrows 
show which sampie-and-hoid cir- 
cuit is involved in each conversion 
in the pipelined case. 



majority of the ADC codes and is similar to the intended 
application bandwidth. In the dynamic testing of this par- 
ticular ADC S full-scale sine waves with a nominal fre- 
quency of 1 MHz were used. Fig. 8 shows the resulting 
error In both the time and frequency domains of a curve 
fit test using a test frequency of 0.985 MHz; the number of 
effective bits is 10.65. The apparent performance of a high- 
resolution ADC can easily be limited by the noise of the 
input signal source. An HP 8662A low-noise synthesizer 
(with the output low-pass filtered) was needed to measure 
the number of effective hits accurately. 

The DFT test is effective in separating the noise power 
into distortion (harmonics), environmental sensitivities 
(discrete lines], and white noise (flat noise floor] compo- 
nents. Analyzing the data in the frequency domain is par- 
ticularly useful since nonlinearities present in the ADC 
produce harmonics of the input frequency that are readily 
detected. The harmonics are not restricted to multiples of 
the input frequency, since aliasing folds the higher-order 
harmonics [f x > f s /2) back down lo between and f s /2 as 
given by the following equation: 

f a Kas = l*x ~ h x roundff^fJl 

In Fig. 9 the spectrum of a digitized D. 985-MHz sine wave 
is computed. The highest spurious signal, second-har- 
monic distortion, is below — 70 dBc, 

Integral linearity measures the deviation of the transfer 
iii net ion data from the best fit (minimum mean squared 
error) line through the data. Integral nonlinearity highlights 
global nonlinearities, which can produce high distortion. 
Static differential nonlinearities greater than ±1 LSB indi- 
cate potentially missing codes and nonmonotonicity. Fig. 
10 shows both the integral and static differential nonlinear- 
ity of the ADC to be within ±% LSB. 

For dynamic signals, differential nonlinearity and miss- 
ing codes can be best measured by using the histogram test 
with a sine wave input. The input test frequency should 
be chosen to ensure that all the ADC code levels are tested, 
The ADC raw histogram and linearized histogram results 
in Fig, 11 show the ac differential nonlinearity to be well 
within =1 LSB, 
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In an aperture jitter test, the input signal Is phase-locked 
to the ADC sample clock, and the ADC is set to sample 
only OH the zero crossings (regions of highest slew rate] of 
a high-frequency, high-amplitude sine wave. Experimental 
results for this converter Indicate an rms aperture jitter of 
28 ps or a degradation of 0.3 effective bit for a 1-MHz test 
input. 



Maximizing Performance 

In many instances, the signahto-noise ratio performance 
of the HP 5 183 A can he improved by postprocessing the 
raw digital data with averaging and filtering algorithms. 
These signal processing techniques depend on random 
noise that is uncorrected with the input signal. With the 
injection of pseudorandom noise into the ADC, as D 
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tioned earlier, the quantization noise is randomized with 
respect to the input signal so that the noise can be consid- 
ered white. 

Averaging. If the input signal is repetitive and if the mea- 
surements can be phase-coherently triggered with the input 
signal, then averaging multiple measurements will de- 
crease the noise power of a single measurement by a factor 
equal to the number of measurements averaged (n). Thus 
the signal-to-noise ratio of n averaged waveforms is: 



SNR(n) = 10 logfsignal power/] noise power/n)) 
= 10 log(n) + SNR[H 

For example, with sixteen averages, the SNR can be ex- 
pected to increase by about 12 dB over the SNR of a single 
measurement. With averaging, the noise that is reduced 
can be the noise in the input signal and/or the noise gener- 
ated internally in the digitization process. An example of 
the benefits of averaging is shown in Fig. 12, The upper 
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plot shows the sum of the input signal and noise based on 
one measurement (no averaging)* The lower plot shows the 
result of averaging 64 measurements. The original input 
signal characteristic is now easily discerned. It is important 
to note that averaging techniques to enhance SNR are ulti- 
mately limited by the linearity of the digitizer. 
Oversampling and Postprocessing. The dynamic perfor- 



mance of the HP 51S3A is specified as 10 effective bits at 
1 MHz, This specification is limited by the analog harmonic 
distortion performance at high frequencies. For lower input 
frequencies, the performance increases as the harmonic 
distortion decreases, Performance at lower frequencies is 
limited primarily by quantization noise. Thus f if the input 
frequency is lower than 1 MHz. the number of effective 
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bits will be greater than 10 and lower harmonic distortion 
will be realized, However, an even better signal-to-noise 
ratio can be achieved by removing the high-frequency quan- 
tization noise as well. This can be accomplished by over- 
sampling the signal and externally postprocessing the 
quantized data with a digital low-pass filter to reduce 
the noise bandwidth. If the input signal is oversampled 
(f fl > nf irr n > 2] and if the quantization noise is while, 
then the noise power in the frequency range f s /2 > f > f in 
can be digitally removed. The noise power left is t in /[ij2] 
of the original noise power, which corresponds to an in- 
crease in the number of effective bits as follows; 



Original noise power N = 



_ q" 



12 



12(2 



A 2 



where q is the quantizer resolution and A is the full-scale 
amplitude. Rearranging terms, 

1 A 2 
b„ = original effective bits == — log 2 » 

The filtered noise power is 

I BW J 

where BW tl and BW f are the original and filtered band- 
widths. Therefore- the number of effective bits after filter- 
ing is 



1 



l 



BW n 



For every facto r-of-two reduction in bandwidth (oversam- 
pling by a factor of 2) the number of effective bits can 
increase by Vz bit (if quantization noise is the limitation 
and not ADC distortion), For example, with an input signal 
of 125 kHz maximum and a 12-bit ADC sampling at a rate 
of 4 MHz (BW„ = 2 MHz), this signal processing technique 
increases the ideal 12 -bit ADC to a theoretical performance 
of 14 effective bits, Note that the noise floor in the frequency 
domain does not decrease, but rather the bandwidth is 
reduced. The costs of this technique are a reduction in 
maximum record length and input bandwidth, and addi- 
tional computation time* 

The signal is oversampled by setting the sample rate lo 
nf kl and setting the record length (o n limes the desired 
length. The digital filtering can be done in either the lime 
domain or the frequency domain. We chose a linear-phase 
FIK [finite impulse response) filter with 50 coefficients 
[Fig, 13). The filter is designed to divide the input 
bandwidth by hall the sample rate, To select band widths 
other than *h % the filter is used iteratively in conjunction 
with data decimation (by a factor of two) to reduce the 
sample rate. Since the data is filtered before each decima- 
tion, there is negligible aliasing. With a 100-kHz signal 
[using a low-pass-filtered HP 8662 A), the number of effec- 
tive bits increases to 12,7; this compares with 11.0 effective 
bits without any digital filtering. 

Reference 

1 . Dynamic Performance Testing of A-to-D Converters. Hewlett- 
Packard Product Note 5190A-2. 1982, 



bf= Y lo ^Twr K + - log2 Bw; 
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Adaptive Sample Rate: A First-Generation 
Automatic Time Base 



by Richard W. Page and Nancy W. Nelson 



WHEN CAPTURING TRANSIENT signals, it is 
sir able to use a high sample rate to preserve input 
signal details. This limits the maximum record- 
Lug time of the measurement. In the HP 5 183 A Waveform 
Recorder with Option :101 Adaptive Sample Rate (ASR), 
the input signal is sampled at the selected fast rate only 
when there is significant detail present, and at a much 
slower rate when there is no significant detail. Thus ASR 
maximizes the recording time without compromising sig- 
nal integrity. ASR continuously estimates the input signal's 
bandwidth and switches to a lower sample rate whenever 
possible. 

The ASR circuit computes the ratio of the input signal's 
instantaneons spectral energy below the set threshold fre- 
quency to the total input signal energy. If this ratio is unity, 
all signal energy lies below the threshold frequency and 
the input signal can be down-sampled without any loss of 
information. The ASR circuit fixes the threshold frequency 
to be one hundredth of the Nyquist frequency and allows 
down-sampling by sixty-four. 

Fig. 1 shows a typical ASR output and the input signal 
reconstructed from it demonstrating that the ASR algo- 
rithm preserves the input signal 

ASR Implementation 

Fig, 2 Illustrates the data flow and computations within 
one channel of the ASR circuit, Two channels of ADC data 
are input at the user-selected time base rate. This data is 



filtered by the spectral estimation filters which eliminate 
energy above the threshold frequency- Output from the 
estimation filters is used along with the input signal to 
compute instantaneous energy ratio. This ratio is computed 
by subtracting logarithms of the two signals. The resulting 
difference in logarithms is smoothed and compared to a 
set energy' threshold, If the resulting smoothed ratio esti- 
mate is below the threshold limit, a slow sample rate is 
indicated for the current sample. Buffer control circuitry 
accumulates sample rate decisions over groups of 64 input 
samples and generates the composite fast'slow sample rate 
signal. This signal is used to control the signal thai tells 
the waveform recorder's data memory whether to store data 
or discard data. It is also stored with the data waveform 
memory. Because this fast/slow signal is stored, it is possi- 
ble, for a sufficiently low threshold limit, to reconstruct 
the input signal completely, including all timing informa- 
tion. 

Although the ASR circuit Independently examines and 
computes the required sample rate for each channel, both 
channels are stored at the same rate. Selecting the appro- 
priate trigger source (either channel l t channel 2. or com- 
posite trigger) causes the sample rate decision to be derived 
respectively from channel 1 , channel 2, or the indusivu-OR 
m[ i fie decisions from channel I and channel 2, The ASR 
I in -u it always monitors the input signal and computes a 
sample rate decision, For down-sampling to begin, at least 
256 consecutive ratio tests must indicate that down-sam- 



Current flnslysu Bexup: I 
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Fig. 1. HP 51 831 display of the 
output of the adaptive sample rats 
circuit (bottom) and the recon- 
structed input waveform (top). The 
bottom waveform shows the ac- 
tual memory contents Before the 
trigger point, the input waveform 
is down -sampled, only one out of 
every 84 possible sample values 
is stored, making fhe display ap- 
pear compressed The top wave- 
form shows that the original signal 
can be reconstructed from the 
stored data. 
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Fig- 2. Adaptive sample rate system single-channel data 
flow, 

pling is possible. In addition, the ASR FIFO buffer must 
contain four consecutive blocks of 64 data samples that 
can be down-sampled. This guarantees that at least four 
samples will be stored in memory at I he slow rate once 
down-sampling has been initiated. Down-sampling will 
continue as long as each consecutive block of 64 samples 
indicates that down-sampling is possible (Fig, 3). The ASR 
FIFO buffer delays the input signal to allow the ASR cir- 
cuitry to change the sampling decision from slow to fast 
for the preceding 256 input samples. This ensures that data 
preceding the slow-to-fast sample rate decision is output 
at the fast sample rate, providing maximum detail around 
the sample rate transition. 

The instrument trigger signal is sent to the ASR circuitry 
and used to ensure fast sampling around the trigger sample. 
This guarantees that the trigger sample will be stared in 
memory, The trigger signal is inclusive-ORed with the in- 
stantaneous sample rate decision derived from the energy 
ratio comparison, The ASR FIFO buffer responds to a trigger 
by forcing a slow-to-fast sample rate decision. 

When ASR is disabled, the buffer control circuitry is 
held reset and the sample rate decision is still output to 
the trigger circuit. Setting the trigger condition to high-fre- 
quency trigger allows the trigger circuit to be activated by 
transitions on the sample rate decision line. This feature 
allows the instrument to trigger on transitions from slow 
to fast sample rate as computed by the ASR. This is useful 
because wideband noise is present in many transient cap- 
ture applications before and after the occurrence of the 
transient event. 

The user-selectable noise threshold prevents the ASR 
circuit from computing a fast sample rate decision for Insig- 
nificant noise by forcing all signals below the noise 



threshold to be ignored. The control is user-adjustable over 
25% of the input signal range. Thus, the noise threshold 
control affects signals that are small and near zero volts, 
measured at the ADC, Clearly, if the input signal has a 
large dc bias, the noise threshold control will not be effec- 
tive. A dc component can be eliminated by using ac input 
coupling feature or offset control. A large dc bias will also 
adversely affect the ASR circuit's ability to make the correct 
sample rate decision because this decision is based on an 
energy ratio. 

The ASR circuitry computes partial short-time Fourier 
transforms using a custom CMOS circuit. This circuit is a 
3-ftm-process, 2000-gate gate array with 98% of the gates 
used. The gate array's pipelined arithmetic circuits are 
clocked at a 16-MHz rate. Four additions and tw r o multi- 
plications are computed in 250 ns. One custom CMOS 
circuit is used per input channel. The output of the custom 
CMOS circuit is a measure of the input signal energy below r 
the threshold frequency. It is used to compute the energy 
ratio. 

Instantaneous energy comparison results are computed 
by subtracting the logarithms of the squared magnitude of 
the input signal and the squared magnitude of the CMOS 
gate array output [short-time Fourier transform). These in- 
stantaneous results are statistically noisy. To remove the 
variance from the energy comparison, the instantaneous 
energy comparison results are passed through a time divi- 
sion multiplexed digital smoothing filter. This digital filter 
is a single-pole low-pass filter, 

Signal Processing Theory 

The ASR circuit computes spectral energy estimates by 
means of a partial calculation of the short-time Fourier 
transform (STFT), which is defined as: 



X(k.n) = J w(t-n)x(t]W N {k T t) 



(1) 



where w[t) is the N-sample window beginning at time n. 
x(t) is the input sequence t and 

W N (k 5 t) * exp{ - j2-rrkt7N) 

Here the sampling frequency is normalized to 1 Hz and 
It = l/f s - 1. 
The STFT estimates spectral components by computing 
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Fig. 4, Time function, sliding window, and windowed time 
function for short-term Fourier transform computations. 



the discrete Fourier transform of the input signal multiplied 
by a sliding window (Fig. 4]. The window w[t) determines 
r i Filter shape that indicates how the spectral estimates are 
smeared by the finite observation time and how much 
spectral leakage will occur as a result of the window shape, 

The STFT for bin k can be viewed as the output of a 
linear system whose input is the frequency-shifted (mod- 
ulated) signal x(t]W N [k P tJ. The response is determined en- 
tirely by thf window function. The STFT is equivalent to 
a bank of identical low-pass filters operating on the N se- 

(ptettces x[t]W N (k t E), k = 0, 1 N-l (see Fig. 5). The 

output power from each low-pass filter is equal to the input 
power contained in I lie band centered about co = 2Trk/N 
as viewed through the spectral weighting function induced 
by the sliding window. 

The filter bank analogy provides a convenient framework 
for examining spectral estimators* The analysis filter's main 
lobe width determines the ability to resolve components. 
Sidelobe behavior determines leakage (scalloping loss or 
picket fence effect]. The ability to track variations in the 
input spectrum depends on the estimation window and 
the filter bank output sample rate. Longer time windows 
result in improved spectral resolution but reduced ability 
to track nonstationary behavior. 

The total signal energy for the ratio test beginning at time 
n is given by Parseval's relation: 



E(n) - 'V |X[k,n]| z = V |x(t)w(t-n)| 2 
The energy threshold T L is: 



(2) 




»i.[n| 



*x<o,m 



»X(1.n) 



Xtk.n) 



W N (k,t) 

F»g> 5. The short-term Fourter transform & equivalent to a 

bank of identical tow-pass filters operating on N weighted 
input sequences, 

The threshold frequency fjn) can be computed from 
equation 3 by solving for f t JnJ with T L fixed. Alternatively, 
T L can be computed for a fixed value of f L [nJ< Fixing f ( (nj 
and computing T L requires less hardware. The current 
adaptive sample rate implementation assumes a fixed value 
of fj (n) and computes T L , A comparison is made between 
the computed value of T L and a fixed value. If T L is greater 
than or equal to this fixed value, the sample rate is reduced. 
The fixed value is chosen such that 90% of the input energy 
will be included in the band from dc to fiJn). 
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Waveform Reconstruction Techniques for 
Precision Digitizing Oscilloscopes 



by Richard W. Page and Allen S. Foster 



WAVEFORM RECONSTRUCTION algorithms 
allow digitizing oscilloscopes to produce unam- 
biguous displays, even when sampling near the 
Nyquist limit. In theory, a signal can be reconstructed from 
its samples if the sampling rate is greater than twice the 
highest frequency present in the signal. In other words. 
slightly more than two samples per cycle are theoretically 
enough to reconstruct a sine wave. In practice, one usually 
needs to sample at two or more times this Nyquist rate to 
get a reasonably faithful reproduction of a waveform from 
its samples. That is, the signal bandwidth usually cannot 
exceed about 50% of the digitizer bandwidth. 

With special waveform reconstruction techniques, how- 
ever, over 80% of the digitizer bandwidth can be viewed. 
The result is a lower-cost digitizing circuit and better use 
of high-speed acquisition memory. Fig. 1 shows an HP 
5180T display of a sinusoid captured using 10 points per 
cycle without reconstruction. Fig, 2 shows a sinusoid cap- 
tured using 2.5 points per cycle with reconstruction. The 
display of t he higher-frequency sinusoid (2.5 points per 
cycle) is equal in fidelity to Fig. 1. In this case, waveform 
reconstruction increases the usable bandwidth by a factor 
of 4. 

Comparing the reconstructed waveform to the raw data 
shown in Fig. 3 , it is apparent that waveform reconstruction 
enhances postcapture processing. In particular, reconstruc- 
tion allows examination of the fine structure in the data. 
Display measurement accuracy is increased for zero cross- 



ing, fieak value, and time interval determination measure- 
ments. Waveform reconstruction provides optimum view- 
abie bandwidth for a given digitizing rat& 

Without reconstruction, the display is typically an en- 
velope of the minimum and maximum sample values, Fig- 
4 illustrates what can happen. The signal is sampled at 
four points per cycle. When it changes phase, its amplitude 
appears to drop by 3 dB. This phenomenon arises because 
linear interpolation (connect the points) has been used to 
reconstruct the signal from its sample values. As the signal 
is oversampled by a larger margin, linear interpolation re- 
construction becomes increasingly more reasonable and 
accurate. At five times the Nyquist rate, 10 points per cycle 
for sinusoids, linear interpolation is accurate within 5%. 
At this level of accuracy, reconstruction errors are accept- 
able. This has led to the "minimum ten sample points per 
cycle" rule in digitizing oscilloscopes for reasonable dis- 
plays, However, the sampling theorem tells us that all of 
the signal information is preserved when we sample at 
slightly more than two points per cycle. 

Representation of Signals 

A signal can be modeled as a function of time, that is t a 
rule that assigns a value to the signal for all values of time, 
or by a collection of sample values taken at uniform inter- 
vals. The Nyquist-Shannon sampling theorem establishes 
a link between these representations. Nyquist showed that 
a sinusoid can be represented by its samples, provided 
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Fig. 1, HP 5180T display of a 
sinusoid captured using 10 points 
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more than two samples per period are taken. Shannon 
showed that any band-limited signal can be represented 
by its samples, provided the sample frequency is greater 
than twice the frequency of Ihe highest Fourier component 
present in the signal. Let x[t) be a band -limited signal with 
Fourier transform X{c*j}. Since x(tj is band-limited, X(ui) = 
for oj > o* max . The sampling theorem states that x(t) is 
related to the sample sequence x(nT] for all sample inter- 
vals T < Tr/4j0 miJX by the formula: 



where 



sin TTX 



According to the sampling theorem, a signal can be sparsely 
sampled , yet exact reconstruction is possible by applying 
equation 1. Without reconstruction, such a sample se- 
quence is very difficult to interpret. For example, consider 
again the signal shown in Fig. 4: 



■D 

x(t)= X x(nT)sinc^[t-nT]J (1) 



x(t] = COS (tilt + <b) 
sampled four times per cycle [two times the Nyquist rate]- 
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Fig, 4. When the top waveform ts sampled at four points per 
cycle and displayed using linear interpolation (middle), its 
amplitude appears to drop by 3 dB when it changes phase 
(bottom). 

When <f> = 0, the sample sequence is fl. O r — 1, 0, ...}. 
Connecting the sample points with line segments yields a 
triangular waveform. When <£ = tt/4, the sample sequence 
is {V2/2, V2/2, -V2I2, -VT/2, ...} which interpolates 
to a trapezoidal waveform whose amplitude differs from 
x{t] by 3 dB< Thus the visual interpretation of an unrecon- 
structed waveform sampled at twice the Nyquist rate is 
largely dependent on the phase relationship between the 
sampling process and the signal. 

Interpolation as a Filtering Process 

The spectrum of a sampled waveform is the sum of 
shifted replicas of the waveform's spectrum. Replication 
of the spectrum occurs every 2tt/T radians per second, in- 
troducing symmetry about the points a> = nir/T. The spec- 
tral images will not overlap if a signal is sampled according 
to the sampling theorem. The resulting spectrum in the 
interval to tt/T will be identical to the original spectrum. 
Exact reconstruction is possible in this case by passing the 
sample sequence through an ideal low-pass filter, as im- 
plied by the Shannon -Nyquist reconstruction formula. 

As the sample frequency is increased above the Nyquist 
limit, spectrum images are spread farther apart. At 10 points 
per cycle, there is no significant energy between tt/5T and 
9 tt/5T\ which eases the requirements on the reconstruction 
filter. 

Interpolation can be used to alter the sampled signal 
spectrum given a signal sampled near the Nyquist limit. 
The resulting spectrum will be the same as if the original 
sample rate had been higher. The digital interpolating filter 
must compute t say, R — 1 evenly spaced values between sam- 
ple points and must not alter the original sample values. 

It is convenient to model the process of interpolation as 
a polyphase filter. The impulse response for each subf liter 
and the interpolation error at each interpolated point can 



be independently calculated. Each subfiJter is a linear, 
time-invariant system, even though the general input-nut- 
put relationship for a 1-to-R interpolator is a periodically 
time- varying filter with period R. 1 
Each subf liter performs a computation of the form: 

'. 
yJn)= ^ xfk]h A [n-k). X = Q t l.,.„R-l (2) 



According to l he interpolation condition requiring yjn] 
x(n), we have: 



hjnj - 



1 n = 



otherwise 



The problem has been reduced to designing R- 1 sepa- 
rate, linear, time-invariant systems. Interpolatingfilters can 
be broken down into two large classes: 
* Filters having h A (n) of finite duration 
■ Filters having h A (n) of infinite duration. 
These are called finite impulse response (FIR) and infinite 
impulse response (IIRJ filters, respectively. The FIR struc- 
ture offers the advantage of precisely linear phase indepen- 
dent of the magnitude response. The majority of interpolat- 
ing filter design techniques generate FLR designs. 

A finite impulse response interpolator is described by a 
convolution equation identical to equation 2 except that 
the limits of summation are finite. In the HP 5180T, HP 
5183T, and 5185T Precision Digitizing Oscilloscopes, di- 
rect implementation of the convolution sum yields the 
tapped delay line structure shown in Fig. 5. At each sample 
time, y(n) is the weighted sum of L input samples, where 
L is the number of weights or taps. The filter tap weights 
can be obtained by several methods including polynomial 
(Lagrange) or minimum norm methods. 

Since the outputs of the R subfilters are orthogonal the 
FIR polyphase interpolator can be modeled as a single filter. 
The input sequence must be augmented with R — 1 zero 
values (zero padding) to maintain orthogonality of the sub- 
filter outputs. The model clearly indicates the filter delay 
and the number of output samples generated before the 
filter impulse response dies out. Often, the data sequence 
to be interpolated is available and filter coefficients can be 
viewed as a weighting sequence rather than an impulse 
response. While the polyphase model is computationally 
more efficient, the single-filter model with zero padding 
illustrates the amount of data consumed by the interpolator. 









Fig. 5. Waveform reconstruction in the HP 51 SOT. HP5183T, 
and HP 5185T oscilloscopes is implemented by a tapped 

delay fine. 
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The longer the weighting sequence, the more data is con- 
sumed- This problem Is alleviated by extrapolation of the 
data record. However, interpolation errors increase as ex- 
trapolated data is added to the computation. 

Given a digitizer with dynamic performance specified 
up to the Nyquist limit, reconstruction algorithms can be 
used to increase the usable bandwidth. In the following 
examples, the HP 5 180 A and the HP 51 83 A digitizers were 
used. 

Fig, 6a shows a sinusoid at 88% of the Nyquist frequency, 
I samples per cycle. Without interpolation, the result- 
ing display gives the appearance of an amplitude mod- 
ulated sinusoid. Interpolation by four shows the correct 
envelope. Fig. 6b shows the same waveform expanded. 



Notice that it is difficult to recognize that the input signal 
is sinusoidal without interpolation. Interpolation restores 
the signal and produces a displayed waveform typical of 
an analog oscilloscope display. 

Fig. 7 shows the video sync portion of a single scan line 
sampled at four times the color burst frequency, Recon- 
struction allows the amplitude and duration of the sync 
signal to be measured accurately. Colors and their inten- 
sities are easy to measure with reconstruction. Similarly, 
phase change in the color burst signal can be seen with 
the phase transition expanded {Figs. 8 and 9). 

It is often desirable to sample at less than the maximum 

digitizing rate. For example, storing a complete sector of 

ble disc data in a digital oscilloscope memory ma) 
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Fig. 6. (a) A sinusoid sampled at 

88% of the Nyquist rate without in- 
terpolation and with interpolation 
by four (b) Same waveform ex- 
panded 
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necessitate sampling very close to the Nyquist limit. Fig. 
10 shows a typical disc dropout captured from a flexible 
disc read head signal. The reconstructed waveform clearly 
indicates the exact voltage levels and zero crossing inter- 
vals. 

Conclusion 

The maximum sample rate, dynamic performance, and 
reconstruction strategy of a digitizing oscilloscope deter- 
mine its bandwidth, The dynamic performance specifica- 
tion determines the sampling accuracy near the Nyquist 
rate, Waveform reconstruction allows signals sampled near 
the Nyquist limit to be displayed with accuracy approach- 



ing the sampler-imposed limits. The reconstruction al- 
gorithm accuracy can be specified as a design parameter. 
Speed of operation, reconstruction filter impulse response 
length, and reconstruction accuracy are Interrelated. It is 
easy to design a reconstruction filter that interpolates by 
four (1Q points per cycle at 80% of the Nyquist rate) and 
is accurate to 0.5% over a band extending from to 80% 
of the Nyquist rate. Reconstruction is also useful when 
memory constraints dictate sampling slower than the 
minimum digitizer rate. A good reconstruction algorithm 
allows the user to take maximum advantage of the digitizing 
oscilloscope's memory by allowing sampling near the 
Nyquist limit. 



Tr+c* 1 ; "TV I " 

Traco Z: "TV 1 ' 

Tr*ce 3: 'RNRlyIiSI' 

Tr, cc 4: "HNHLYSISa* 



M TV^ J* ; 

X : G-4B0E 

V : saaE-3 








-6 Cjl/div ; Zenrh £5 5 \ Pout 
[VJ/d«v ; Canter EZ5E-3 


□ n £05 




a AflArtrtArtrtAAflAflrtAAA 


1 1 


wmmmm 

i i i 


J 


J j 1 



■ TV L • ; 
X : E.400E- 
T : Z0SE-3 


RDC : Inlorcc 1 atttd *X 
-fi CjJ^div [ Zoom Z5S ; Pos 
(Wd»v ? Cantor 225E-3 


- 


on £05 




* "< f' A t\ A A A A ft A A rt A t\ A / 


(i 








I 


"^fflWWWMW 

. i - i i . 



CONFIG 


CONFIG 


con~: B 


CONFIG 


TRRCE 1 


TRRCE Z 


TRRCE I 


TRRCE £ 


TRRCE 3 


TRRCE 4 


DOT L_INj 


DOT LlNJ 



X-F ILL 1 X-FIL L g X-F ILL 3 X-F lLL 4 
|QFF| QN OFF LONJ jOFFj ON ^FF] ON 



trrce 3 trrce 4 
dot Cin] dot £Tn! 



Fig. 8. Phase change in the color 
burst signal without and with re- 
Construct! on 



30 HEWLETT-PACKARD JOURNAL FEBRUARY T988 



)Copr. 1949-1998 Hewlett-Packard Co. 



True Zi 


BNfB_¥SI51 * 


Tf»eo 4 : 





TV 1 * ; C*QC 

K i 1 



— - - _ - "* ; Paj 







4 



: . : - - pc . - »a 4x 

Jl^iw ; Zoo™ 54 ; Pcirtion 314 
Z30E , _='--r 225E-3 



k ^\aaaaaaaaaaAAAA/\ 



CONFIG 



CONFIG 
TBFICE Z 



CONFIX 
TffHCE 3 



CONFIG 



X-F ILL l K-FIL L g X-FILJ- 3 X-F ILL 4 

E>FFJ ON OFF pfij 0fT] ON EJFf] ON 



trace I TRACE £ 

DOT (TIn) DOT t_IN| 

TRflCE 3 TRACE 4 

DOT £T^ DOT QNf 



Fig. 9. 

signal. 



Detail view of color burst 



Reference 

1. R.E. Crochiere arid L.R. Rabiner f Mnftjrate Digital Signal Pro- 
cessing, Prentice-Hall. 1983, 

Bibliography 

1 . G, Oetken, et aL "New Results in the Design of Digital Inter- 
polators/' IEEE Transactions on Acoustics, Speech, and Signal 
Process ing> Vol, ASSP-23, no. 3, June 1975 f pp. 301-308. 

2. T.A. Kamstad, "Digital Methods for Conversion between Arbi- 
trary Sampling Frequencies." IEEE Transactions on Acoustics, 
Speech, and Signal Processing, Vol, ASSP-32, no. 3 T June 1984, 
pp. 577-591. 



DISC_J - i HOC 
; l.GSGE-S f»Vdi^ : Zoom B4 ; PasitiQi 
¥ i Z00E-3 (V>/diV ; Center £] T a?5E-3 




i 



_1_ 



_i_ 



i 



"DISC_I" : RQC i Interpol mted 4* 

J. i L.Ga0E-S tjJ/div ; Zbbri 64 ► Position 340 

X i 200E-3 CV)^dlv ; Center L4.aG2££-3 




Fig. 10. A typical disc dropout 
without and with reconstruction. 



FEBRUARY TS88 HEWLETT-PACKARD JOURNAL 31 



)Copr. 1949-1998 Hewlett-Packard Co. 



Digital Design of a High-Speed 
Waveform Recorder 

Operation from dc to 250 MHz, where a clock cycle is only 
four nanoseconds long t makes timing a major concern in 
the design of the HP 51 85 A Waveform Recorder, 

by Rayman W. Pon, Steven C. Bird, and Patrick D. Deane 



ANY LIMITED-TIME-DURATION measurement-^ 
t:ounler with a very short gate time, the spectrum 
of an RF burst, the energy of a transient spike — is 
poorly made if it includes parts of the signal not relevant 
to the information being measured. Waveform recorders 
solve this problem by providing the ability to make mea- 
surements over limited, controllable periods of time, This 
article examines how the design of the HP 5 185 A Waveform 
Recorder digital hardware provides the ability to capture 
and focus upon the portion of the signal conveying the 
desired information. 

Design Overview 

The block diagram of a basic waveform recorder includes 
an analog-to-digital converter (ADC), a master clock that 
commands the ADC to sample the input, a memory for 
storage of digitized data, and trigger and control circuits 
to start and stop storage of data into memory. Enhance- 
ments to the basic system include signal conditioning cir- 



cuitry t a time hase to control the rate of data storage into 
memory, and some means of communication with a com- 
puter. 

The HP 5 185 A Waveform Recorder operates at sample 
rates up to 250 MHz with 8-bit resolution. Its two indepen- 
dent channels, each with 125-MHz analog bandwidth and 
64K-word memory depth, combine flexible signal condi- 
tioning and versatile time base and triggering modes with 
superior dynamic performance to allow measurements that 
were formerly difficult or impossible, It is designed to op- 
erate with an analysis and display unit as part of an HP 
5185T Digitizing Oscilloscope system, or with an external 
computer using control software. 

Input Conditioning. Both input channels can be switched 
to either 1-MO or 5fHl input impedance. Full-scale range 
on the signal inputs extends from 50 mV peak to 20 V peak; 
these ranges are available in a standard 1-2-5 sequence 
when the instrument is configured as an HP 5185T t or in 
a continuous sequence when used as an HP 5 185 A. Each 
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Fig. 1. HP 5135A high-speed digital system arcmecture 
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channel offers ac or dc coupling operation and calibrated 
offset control. Each channel also has a selectable low-pass 
filteF thai reduces the noise floor and provides for anti-alias- 
ing when digilizing at the highest sample rate. 
Sampling Control. Several features allow the user more 
ible control of the sampling process. The internal oscil- 
lator can be pi -ci to an external reference frequency 
of 1, 2, 5 t or 10 MHz applied to the EXT REF input The 
ess can be setto 250 megasamples per second 
or to 125/N megasamples per second* where X == 1,2,3,,.., 
61441, using the internal time base. Using an external gat- 
ing signal, the sampling process can be turned on and off 
in the gated time base mode, or the user can seize control 
of the sampling process completely by supplying a signal 
to 1 he EXT ENCODE input 

Signal Capture. One of the most useful features of a 
waveform r js the ability to capture d signal both 

before and after a trigger event. Waveform recorders allow 
the user to select the time relationship between when a 
trigger event occurs and the end of the digitized data record, 
Several triggering modes are available. Positive, negative, 
positive-negative, bi-trigger, and dropout trigger are analo- 
gous to the triggering ontheHP5183A Waveform Recorder 
(see article* page 6). The trigger level and hysteresis are 
selectable. A high-impedance external trigger channel with 
Selectable trigger level is also available. Tbe TRIG OUT signal 
available on the rear panel can be used to inform other 
instruments in a test system that a trigger event has oc- 
curred. 

Digital System 

The purpose of the digital circuitry in the HP 5185 A [see 
Fig, 1) is to store, for each channel, at a rate determined 
by the user, up to 64K samples from the 250-megasample- 
per-second data stream created by the quantizer IC on the 
ADC hybrid until instructed to stop storage at a precisely 
knows I hue correlated with a trigger event. 

Given a steady stream of digitized data from the ADC, 
the basic measurement is defined by the process shown in 
Fig. 2. After a minimum number of data points are stored 
to memory to satisfy the desired pretrigger requirements, 
the trigger circuitry is enabled, Data continues to be stored 
while the trigger circuitry examines th« analog input to see 
whether tin? trigger conditions have been met. Once the 
tnj^er event is detected, the post-trigger delay counters 
ensure that data continues to be stored to memory until 
the data r < ord is full. At that point the measurement is 
complete and the record can be retrieved from the memory. 

Some applications do not require the signal to be sampled 
at 250 MHz. A slower sample rate allows signal capture 
over a longer time period. An obvious approach would 
have been to operate the ADC hybrid clock at a lower rate. 
However, adding more circuitry between the SAW [surface- 
acoustic-wave) oscillator and the ADC hybrid clock input 
would significantly increase the clock jitter. Instead, the 
ADC output digital data stream can be undersampled to 
lower the effective sample rate without adding noise to the 
measurement. This undersampling of the data occurs at 
latches in the memory section by means of reduced-fre- 
quency memory clocks. 

Portions of the digital system required special care in 



design and implementation. Storing data at arbitrary rates 
up to 250 MHz in a useful manner requires careful consid- 
eration of each step along the path from She ADC to ihe 
memory. Since the speed with <ns must 

be made on a 250-megasample-per-second data stream 
eliminates the possibility of any microprocessor control, 
dedicated high-speed digital hardware, together with a spe- 
og-digital high-speed trig- n. maintains 

precise real-time control during a measurement. Finally, 
starting and stopping the 250-megasample-per-second 
measurement in the two channels warrants special atten- 
tion to ensure synchronous data storage. 



Timing Issues 

Consider I he general data transfer loop shown in Fig. 3. 
The transmitter serves as the reference point for the timing 
analysis. Two separate paths, the data path and the clock 
path, are traversed before signals converge on a receiver. 
The timing analysis begins by determining the relationship 
between the transmitter data output and the clock path 
input. The Intermediate element timing analysis includes 
everything between the transmitter and the receiver in- 
cluding IC propagation delays and trace delays. The re- 
ceiver imposes a set of timing requirements on arriving 
signals, such as selu p and hold ti mes at the receiver inputs. 

This genera] model provides a framework for expressing 
a fundamental requirement of all synchronous digital 
designs: 

The sum of timing uncertainties in a daln transfer 
loop must be less than the data valid time til /he 
transmitter, derated by Ihe receiver setup and hold 
rem j ire merits, to gun run fee error-free data transfer 
under nil t.onditi 

The timing uncertainties In the data transfer loop include 
variances in transmitter clock-lu-data propagation d<l,i\ 
and variances in the propagation delay difference bet ween 
the clock and data paths of all intermediate circuitry. The 
uncertainties encompass chip-to-chip variations from rlil 
forcnt IC lots and differential drift over temperature. Krror- 
free data transfers can be achieved if the fundamental re- 
quirement is met. as long as the analysis of timing uncer- 
tainties does not stop with just the timing information given 
on the IC vendor's datasheets. Physical constraints usually 
dictate Ihe need for some additional timing margin. For 
instance, when the data path is N bits wide, if the physical 
layout forces compromises such that the trace routing for 
ill N lines is not identii al, then the differences in trace 
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Fig. 2. Basic HP 51B5A measurement sequence. 
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Fig. 3, General data transfer loop. 

delays must be accounted for as an additional uncertainty. 
Similarly, unequal capacitive loading on lines will tiller 
signal propagation delay in ways that axe sometimes dif- 
ficult to model > adding to timing uncertainty. 

For low-speed designs, the timing uncertainties as- 
sociated with presently available IC technologies are much 
less than the data valid time, so the requirement is easily 
satisfied. In high-speed designs, however, the significance 
of this requirement is much more pronounced. The diffi- 
culty of data transfer through a 250-MHz system with min- 
imal processing can be illustrated with the following ECL 
parameters: 1 

Min Mix 



Transmitter c!ock-£o-data delay 
Data logic delay 

Clocking! (delay 
Receiver setup time 
Receiver hold time 
Receiver setup-hold window 

Required data valid time at transmitter 



n. n 


l.H 


l.U 


0.4 


1.4 


1.0 


0.4 


1.4 


1.0 


0,7 






0,8 




1.5 



4,5 ns 



The requirement that data be valid for 4.5 ns for even 
the simplest circuits in a system with data changing every 
4 ns demonstrates the futility of attempting to design a 
system for 250-MHz operation using standard off-the-shelf 
ICs. Consequently, a custom high-speed deceleration IC 
was developed to receive the 250-MHz data stream gener- 
ated by the quantizer IC on the ADC hybrid. Built in a 
proprietary HP 5 -GHz bipolar process, 2 this IC reduces 
prupagation delay uncertainty and integrates intermediate 
logic. Designed into this IC is circuitry to decelerate both 
the clock and data by a factor of two, turning a 250-MHz 
h i ft data at the IC input into two 125-MHz streams 
of data at the output. The data valid times at the IC outputs 
approach 8 ns, easing the timing margins for the rest of the 
digital system. 

DC-to-250-MHz Operation 

The design of the HP 5 lft5A digital system is complicated 
by the tact that it operates not only at a 250-megasample- 
per-second data storage rate but may also operate at lower 
rates, set either by the internal time base [which allows 
data storage at rates that are integer suhmultiples of 125 
MHz) or by the user-supplied external encode signal* In 
fact, the external encode input makes possible full-spec- 
trum sampling from dc to 250 MHz, allowing the user to 
tailor the sampling process to specific needs. Full-spectrum 
sampling implies not only sampling at any specific fre- 
quency between dc and 250 MHz, but also sampling in the 



more general case with a signal whose spectrum lies within 
1 1 iiit range. This allows nonuniform sampling signals, such 
as linear or logarithmic sweeps or chirps- Satisfying the 
4 -us fundamental timing requiremenl ensures reliable data 
transfers only at 250 MHz. Ku 1 1 -sped rum operation up to 
this rate imposes a second liming requirement: the digital 
system must be insensitive to the system clock period 
Timing must be controlled so lhat clocks and data vfclid 
windows always have a Hxed lime relationship at the re- 
ceiver inpuL 

The timing diagram in Fig. 4 represents a circuit that is 
sensitive to the clock period. The transmitter clock at torn 
propagates through the clock path and arrives at the re* 
ceiver input as the clock edge D, Similarly, assume that 
data correlated with the time transmitter clock arrives at 
the receiver as data C Since the clock edges always fall 
within the data valid windows, 250-MHz data transfers 
will be successful, in the sense that the clocks never attempt 
to capture uncertain data. However, as the clock frequency 
is reduced below 250 MHz (Fig. 5), the D-clock-to-C-data 
timing relationship stays fixed, while the clock edge E 
moves rij^ht and data A moves left, reflecting the increasing 
clock period, Data transfer errors begin to occur as clock 
E causes the receiver to capture ihe uncertain data at H r , 

If the frequency is reduced further, data S. originally 
captured by clock E h will be captured by clock D. Although 
this results in the capture of valid data, the time relation- 
ship between the clock and the data has now changed. 
Since the data is eventually stored into a memory and the 
clock path also drives the address control for the memory 
system, the result will be that valid data samples wilJ in 
deed be stored, but at memory locations that are off by oi\r 
compared lo (he 250-MHz case. 

Clock period dependent liming problems can be avoided 
by properly delaying I he clock with respect to the data. In 
the example, either the data trace delay can be reduced or 
the clock trace delay can be increased, placing the clock 
edge D within the B data valid window. The functionality 
of the revised circuit is now insensitive to clock frequency 
changes. 

The clo< k still has not quite been optimally positioned. 
Assume that the circuit has just been powered up. If the 
time transmitter clock is the first clock in the svsterm 



Time (ns) 




Shaded areas indicate uncertain data. 

Rg« 4, Clock and data signals of a transfer loop- The trans- 
mitter clock at time causes clock edge D and data Cat ihe 
receiver 
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Printed Circuit Board Transmission Lines 



Unhke the HP 51 B5A h mc- tems today require noifiing 

more Z to *C However, m a 250- 

hAHz system, every pi did trace *s as important 10 

Aem timing as the ICs performing, the logjc funcisQiiB Op- 
eration with wideband logic within these short cioek cycles re- 
quires that the designer treat the interconnects as transmission 
lines, paying particular attention to propagation delay, reflections 
and crosstalk. 

Signals can become distorted by the presence of either reflec- 
tions or crosstalk along the printed circuit traces Reflections 
occur when a fast edge travefs along a I me and hits a discontinuity 
in the characteristic impedance of the iine or in the termination 
of the line Crosstalk occurs when two or more lines are close 
enough together that a portion of the signal on one line will 
capaatively couple onto the other lines. Both reflections and 
crosstalk reduce system noise margin, which can be as tow as 
130 mV for standard ECL Since the logic swing of ECL «s about 
850 mV, a reflection of 15% that happens at the wrong time can 
wipe out this noise margin The result can be latching an incorrect 
logic levei or double docking a flip-flop. 

To minimize reflections and crosstalk and to have predictable 
trace delays, every high-speed interconnect in the HP5185A is 
designed as a microstnp transmission line Multilayer boards 
with Traces on the outer layers and solid ground planes on the 
adjacent inner layers are used. The characteri stic im pedance Z 
of a lossless micros trip transmission line i s V L, C and propa- 
gation delay per unit length, T Lil is Vt^C^ where Lp and C are 
respectively, the inductance and capacitance per unit of trace 
length, The tolerances of both Z c . and T d depend on physical 
parameters such as trace width trace height, distance of the 
trace from the ground plane, and dielectric constat.; i 

Most high-speed systems are designed with Z$ equal to 50, 
68, or 75 ohms Even though a 50fl system uses more power 
it was sefected over the others because 

■ It is better suited to available board geometries (i e., the board 
dimensional tolerances and dielectric uniformity have less of 
an effect on Z and T d of the transmission line) 

■ Higher capacitive coupling to ground means that for a given 
irace-to- trace spacing, the capacitive coupling from adjacent 
lines induces less crosstalk 

■ Rise and fall times have Jess degradation for a given capacitive 
load on the line, C fj . because the time constant Z U C P is smaller 
When a transmission line is terminated in its characteristic 

impedance, no reflections occur and the signal is undistorted 



Special termination resistor ar- 

veiopeo for the HP 5185A These not only have a fraction of the 

parasitic inductance usuaJiy assocra 

tors, but aJso include a built-in bypass capacitor betwe 

-2V termination d ground Using these comp: 

the reflection coefficient is limited to 6% given the worst-case 

tolerances for whch Z Q vanes from 44 to 56 ohms 

Ideally a printed circuit board transmission fine termination 
resistor is located al the very end of the trace with an gate inputs 
directly attached to the trace without significant branch length 
Failure to do this results in stubs that can look either inductive 
or capacitive depending upon both the length of stub ana trie 
frequency involved Since the HP 5185A is specified to work 
from dc to 250 MHz. special care was taken to detect and reduce 
the number of stubs and other undesired discontinuities by 
sweeping all high-speed traces over the entire frequency range 
of interest 

System timing can be compromised by having unpredictable 
propagation delays in the interconnect lines. All critical line delays 
were measured to uncover any timing skews resulting from phys- 
ical layout compromises This also uncovered effects such as 
parasitic loading, that would alter the trace delays from their 
theoretical values. The controlled nature of these transmission 
lines allowed them to be used as delay elements in the clock 
distribution and transfer loop circuitry 

In one situation, the physical layout dictated the need for four 
small one-quarter-inch stubs on the 250-MHz 50H clock line to 
the four surface-mounted custom deceleration ICs The capaci- 
tive loading from the stubs and the loading from the inputs caused 
a nonuniform characteristic impedance along the tine. By care- 
fully modeling the capacitance of each stub and load and optimiz- 
ing the spacing between loads the capacitive parasitic can be 
treated as a distributed capacitance C d that modifies the ca- 
p acitance per unit length C The equation for Z Q then becomes 
\ L,, (C + C^) A narrower trace than usual was chosen to raise 
L and lower o When combined with the distributed C d , the 
effect was to bring the line back to a 5011 characteristic imped- 
ance, maintaining signal integrity. 
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then data C is the first valid data. Any data points before 
point G represent the power-up characteristics of the cir- 
cuitry and not true measurement information, If clock D, 
the first clock seen by the receiver, is allowed to act on 
data B. invalid data will be propagated throughout the sys- 
tem at power-up. Other initialization circuitry or software 
intelligence is then required to tell the system to ignore 
such points. 

Proper positioning of the dock with respect to the data 
requires that the clock be delayed so that cluck [.) captures 
data C. This type ol pipelined system, wtm h relies on the 
Nth clock edge acting upon the Nth data point, with both 
clock and data rippling ihruugh the system from stage to 
stage, ensures insensitivily to clock frequency changes and 



also prevents the inadvertent storage of invalid data. 

Pipeline Partitioning 

The use of the custom deceleration U is allows the remain- 
ili-t iif the digital system to run on a 125-MHz clock. This 
still leaves only an 8-ns cycle time for data storage into 
memory, trigger detection, time base control, and overall 
measurement control Even with hiuji speed ECL logic, the 
cumulative timing uncertainty associated with the amount 
of logic needed to achieve the required functionality and 
( mitrol quickly exceeds the fl-ns data valid time. The solu- 
tion is to partition the pipeline into smaller segments to 
reduce the amount of intermediate logic present in each 
limp this is done by judicious placement of registers 
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Fig. 5. As the frequency of the clock in Fig, 4 is reduced, 
data transfer errors occur. 

throughout the pipeline in such a way that each of the 
smaller segments still satisfies the fundamental timing 
requirement. 

On occasion, the intermediate logic may contain identi- 
cal elemenls in bath the data logic: and clock logic blocks 
in Fig. 3. If these two logic elements originate from the 
same IC package (yielding propagation delay tracking] and 
if the IC's propagation delay from a low to a high state, 
Tpih- matches the propagation delay from a high to a low 
state. T p[]l , then it is possible to eliminate consideration oi 
both logic elements in the cumulative timing analysis ©j 
the loop. Element timing then tracks, and more functional- 
ity can be designed into this segment of I he pipeline. In 
practice, gate propagation delays will not exactly track on 
mi IC and T plh will nol exactly track T phl , However, the 
error, if any, represents only a fraction of the cumulative 
timing saved by this technique. 

A useful property of ECL logic is the ability to tie outputs 
directly together in a wired-OR connection, 3 Provided that 
the outputs are dose together on the board to minimize 
reflections, this feature makes it possible to add more func- 
tionality without extra logic gates. This technique, used 
extensively in the trigger detection circuitry, eliminates 
the timing uncertainty associated with physical gates, and 
thereby requires fewer partition stages- 
Data Deceleration 

[Jala deceleration is used to store the 250-MHz data 
stream from the ADC into a 64K-word memory. The decel- 
eration scheme splits the 250-MHz data stream into 16 data 
streams, each at a reduced rate, 250/16 MHz, allowing the 
use of medium-speed static RAM. 

Deceleration occurs in three stages, The first and most 
difficult stage, using the custom deceleration IC, takes the 
250-MHz data stream from the ADC and splits it into two 
125-MHz data streams. The custom deceleration IC data 
path is three bits wide. Four such ICs are required to handle 
the 12-bit-wide ADC output, which consists of eight data 
hits, two trigger bits, and underflow and overflow bits. 

A one-bit representation of the first deceleration stage is 
shown in Fig, 6. A divider circuit uses the 250-MHz clock 
from the quantizer IC on the ADC hybrid to generate a 
125-MHz clock. The rising edge of this clock latches one 
bit of the digitized word from the ADC into a flip-flop. FFa. 
Four nanoseconds later, the falling edge of the 125-MHz 



clock latches the data from FFa frito another -flip-flop-, FFb, 
At the same time, this falling edge hitches a bit from the 
next digitized word into a third flip-flop, II (. Sim.e ibi- 
process occurs in parallel with I he oilier 1 1 bits of the ADC 
output, the result is two phases oi data aligned in time, 
phase 1 and phase 2, each at 125 MHz and each 12 bits 
wide, A buffered version of the 125-MHz clock is also out- 
put, allowing the close timing relationship between the 
clock and data to be used by the succeeding data transfer 
loojj. 

The second deceleration stage, operating paly on the 
8 liil digitized data for subsequent memory sluj'rige, parti- 
tions each of the decelerated phases by another factor of 
two. Off-the-shelf high-speed ECL ICs are used for this 
process, with special care in the design and implementa- 
tion to accommodate the 8-ns cycle time. 

This deceleration process can be continued for two more 
divirie-by-two stages to provide the net division by lb 
needed. However, each deceleration stage requires twice 
as many registers as the preceding stage, so the divide-by- 
eight and tiivide-by-16 stages would need 24 ( - 8 + 16) 
additional ft- bit registers. Instead, another custom HP IC 
provides a direct factor-of-four deceleration and a built-in 
ECL-to-TTL translation to reduce thelC^ ount dramatically. 
The combined deceleration multiplies the data cycle time 
to 64 ns 14 ns x 16), enough time to satisiy medi urn -speed 
sialic RAM requirements. 

Analog-Digital Trigger 

A versatile yet reliable trigger circuit is a key factor in 
any waveform recorder design. The HP 51BGA/T and HP 
5 183 AT described elsewhere in this issue feature a digital 
triggering technique. Each sample of the digitized input 
signal is compared with programmed hysteresis and trigger 
levels using digital N-bit comparators. By cumpiirison, typ- 
ical analog trigger schemes are prone to errors caused by 
gain or offset drift differences between the trigger path and 
the measurement path. The asynchronous nature of an 
analog trigger also makes time correlation between the trig- 
ger event and the captured data samples uncertain. 

Implementing a purely digital trigger for the HP 5185A 
with ofi-t he-shelf technology is unrealistic. Propagation de- 
lays of the 8-bil digital comparators and trigger decoders 
required to do the job far exceed the 4-ns cycle time. A 
digital trigger using (lie two phases of 125-mega5ample-per- 
second data from the deceleration ICs would require four 
8-bit comparators. These would increase the fan out of each 
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line on the high-speed data bus and would either com- 
promise the bus routing and loading or require an addi- 
tiunal buffer IC in an already tight situation. 

TV - " ^ger implementation in the HP 5185A 

(Fig, 7) is both an analog and a digital trigger. The quantizer 
IC contains two additional comparators connected to the 
analog input line. The comparator reference levels are set 
rding to the programmed trigger level and hysteresis. 
The accuracy of these dc levels, the intimate connection 
4ger comparators to the analog input line t and the 
excellent tracking of the trigger comparators with the com- 
parators used in the analog-io-digital conversion process 
ensure that little error will exist. Latching of these threshold 
comparator outputs, called HT [high trigger) and LT [low 
trigger], occurs at the same time the analog input signal is 
sampled by the quantizer, 

The HT and LT signals are split, along with the data, into 
two 125-megasamule-per-second phases using the custom 
deceleration lCs. The decelerated trigger signals then serve 
as inputs to dedicated digital state machines which imple- 
ment the %'arious trigger modes* Each state machine con- 
tains a statu: control signal which selects the state machine 
corresponding to the trigger mode chosen. A high-speed 
control signal enables the selected state machine only after 
the pretrigger delay has been satisfied. 

Each state machine contains two main sections, the hys- 
teresis decoderfJip-flop and the trigger decoder/flip-flop. 
Tl te hysteresis decoder scans the phase 1 and phase 2 sig- 
nals for a hysteresis event, In the positive trigger mode, i i m 
example, a hysteresis event happens the first time the input 
waveform is sampled below the lower threshold setting. 
Once a hysteresis event is detected, the hysteresis i lip-flop 
is latched and the trigger decoder is enabled. The trigger 
decoder then scans the phase 1 and phase 2 signals iui i 



trigger. The trigger decoder can also bypass the hysteresis 
flip-flop. If the phase 1 and phase 2 signals meet the trigger 
and hysteresis conditions simultaneously, then the tr _ _ 
decoder causes a trigger to occur immediately. 

Once a trigger is detected, the trigger flip-flop output is 
fed back to the trigger decoder to freeze the flip-f lop 
current state. Information present at the instant of the trig- 
ger event is needed to decode which of the two phases of 
data caused the trigger 

Two-Channel Synchronous Data Storage 

Within a single measurement channel of the HP 5185A. 
the clock, data, and trigger information are pipelined to- 
gether throughout the entire high-speed digital system to 
preserve critical signal timing relationships, thereby reduc- 
ing cumulative timing uncertainty. When two such 
pipelined measurement channels are combined to form a 
synchronous two-channel system, the unavoidable buildup 
of timing uncertainty between channels leads to the need 
for some special clocking techniques to ensure synchro- 
nous starting and stopping of a two-channel measurement. 

Synchronous startup of the 250-MHz clock for both chan- 
nels ensures synchronous startup of the measurement, but 
involves more than sirnniy turning on an oscillator or gating 
a free-running clock. The inherent problem with these 
methods is the possibility of generating partial or incom- 
plete clock pulses upon startup, If these "runt 1 ' pulses are 
interpreted differently by the two channels, the channels 
will lose synchronization. 

The de-teeter circuit (Fig. 8) uses custom high-speed flip- 
flops to deliver identical full- width pulses to both chan- 
nels. Any metastable condition appearing at the first flip- 
flop output as a result of the trailing edge of the asynchron- 
ous RECORD control line has an extremely short duration. 
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The short propagation delay of the second flip-flop also 
ensures that the first clock pulse will have full width, Iden- 
tical clock timing is provided to both channels by means 
of the OR gates, identically connected, which originate from 
the same IC package. 

In light of the number of logic elements appealing within 
the clock paths of each channel, attempting to stop the 
dual-channel measurement synchronously within the 8-ns 
digital system clock period is a futile effort. Instead, a clock 
decelerated to one-sixteenth the sample rate forms the biisis 
for the valid measurement stop intervals. Synchronizalinn 
of the decelerated clock with the 125-MHz digital system 
clock within each channel maintains coherence within the 
channel. 
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Fig. S. Synchronous startup of the docks in the two HP 5 185A 
channels is guaranteed by a de -teeter circuit at the output 
of the 250 MHz SAW oscillator 
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Specifications for the flip-flop guarantee that the propaga- 
tion delay of the first flip-flop, the probable metastable 
duration, and the setup time of the second flip-flop sum 
to less th.m 1.8 ns t well within the 4-ns clock period, This 
ensures that the trailing edge of the second flip-flop output 
will be synchronous with the leading edge of the next clock. 
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Waveform Recorder Design for Dynamic 
Performance 

Quantizer on-chip delays and delay mismatches, low-order 
distortion in the input amplifier, and low levels of phase noise 
in the sampling clock can have significant effects on 
performance, 

by Brian J. Frohring, Bruce E, Peetz, Mark A, Unkrich, and Steven C. Bird 



IN THK PAST, fast, wideband waveform recorders have 
■ upt pace with their lower-speed cousins in mea- 
surement Bdelity, Therefore, the primary design objec- 
tive of the HP 51.85A Waveform Recorder was superior 
dynamic performance, requiring careful design of all sub- 
systems affecting measurement performance. This article 
describes the key considerations involved in the design of 
the major analog components, We also discuss the most 
useful parameter for verifying dynamic performance, effec- 
tive bits, 

The essentia! elements of the analog-to-digital measure- 
ment system for one channel are shown in Fig- 1. The HP 
5185A provides two identical digitizing channels driven 
by the common 250-MHz SAW (surface-acoustic-wave) ref- 
erence oscillator. Each channel includes several custom 
migrated circuits designed to provide the required mea- 
surement performance and feature set, 

The 8-bit quantizer IC is the foundation of I he measure- 
ment system. Minimizing on-chip delays and delay mis- 
matches was a major consideration in designing this device 
for optimal dynamic performance. Matching requirements 
were salisfied through the choice of converter architecture, 
( ..ill design optimization, and chip layout. One of the per 
fnmiam:e characteristics resulting from this design effort 
is the absence of missing codes for hill-scale bipiil signals 
through ino MHz. The relationship oi on-chip matching 
to performance and the mechanisms that create harmonic 
distortion will he covered later in this article, Harmonic 
distortion resulting from the nonlinear nature of the quan- 
tizer input capacitance is also analyzed* 

The attenuator, preamp hybrid, and op amp [C condition 
malog input signal, providing continuously variable 
gain across all input ranges for optimum signal-to-noise 
performance. A selectable low-pass filter is useful to pre- 
vent aliasing of the input signal and high-frequency noise 
while digitizing ;if the maximum rate, the general design 
requirements for these analog signal conditioning compo- 
nents are discussed and an analysis of low-order distortion 
io the differential input stage of the preamp IC is presented. 

Phase noise in the sampling clock can degrade dynamic 
performance. We therefore describe the relation between 
various types and sources of phase noise and the effects 
of this noise on amplitude errors when sampling high-sJew- 
rate signals. We then discuss considerations related to the 
choice of oscillator topology, circuit design, and compo- 



nent selection to achieve the requii nuance in the 

SAW reference oscillator, that is, less than 2 ps nns phase 
jitter. 

Finally, we review how dynamic performance is mea- 
sured and outline the closed -form sine wave curve fitting 
algorithm used in production testing of the HP ril85A. 

Analog-to-Digital Conversion 

The analog-to-digital conversion function is the most 
critical in the signal path of any waveform recorder. Realiz- 
ing the dvonniif, performance objectives for the HP 5185A 
Waveform Recorder required careful minimization of the 
sources of error. 

Many analog-to-digital converter ardiilei lures require 
the use of a separate sample-and-hnld circuit to sample the 
input waveform for subsequent conversion to a digital 
value. In I lie HP 51 85 A, both the analog sampling and the 
analog-to^digitaJ conversion functions are provided by a 
single monolithic integrated circuit* the quantizer. This 
i n< nit performs a new conversion every 4 ns. 
ADC Hybrid* A custom bipolar operational amplifier IC 
functions as a fixed-gain amplifer to drive the25-pFcapaci- 
tive load presented by the quantizer input. It converts the 
differential output of the preamp hybrid to a single-ended 
signal at the quantizer input, realizinu a gain of B7 with a 
bandwidth greater than 220 MHz. The custom operational 
amplifier and quantizer arc mounted in a thin-film hybrid 
package which is de>< ribwl in the arlii U- Oil pagi 
Chip Architecture, The block diagram of the quantizer is 
shown in Fig, 2. This is the architecture of a clffl 
analog- to-digital converter, having ore 1 ■ omparator for each 
quantization threshold to he encoded. The buffer/latches, 
-! r >^ for the 8-bit conversion* sample the anafnu input signal 
and output a "thermometer' code representation of th' J 
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Fig. 2. 8-M quantizer IC block diagram. 

value of the input signal at the sampling instant, The decod- 
ing logic converts this rather inefficient [256-hii] digital 
code to an 8-bit binary code. Although circuit efficiencies 
1 f>ukJ be achieved by shitting some of the encoding I unc- 
tion ahead of the sampling comparator stage, 1 this more 
conventional approach equalizes the delay paths for all 
encoded states. Analog decoding before the first stage 
lati lies usually requires nunidenlical cells with the resul- 
tant risk of adding code dependent delays to the input 
signal before sampling, to achieve a nearly square chip 
layout, the IC is divided into two 7-bit converter subsec- 
tions. 

The four extra comparators (the bottom ones in Fig. 2] 
represent a slight departure from the conventional flash 
architecture. These are identical to the sampling com- 
parators and provide input signal threshold detection 
matched in time to the sampling process accomplished by 
the converter's main comparator bank. Two of these pro- 
vide analog-digital trigger detection with hysteresis, and 
the other two are used for analog underflow and overflow 
detection. 

Design Considerations 

The key design considerations for maximizing the 
dynamic performance of the quantizer were: 

■ Layout of the input comparators and associated intercon- 
nect for optimum delay and load matching 

■ Selection of an error- tolerant encoding scheme providing 



:iiiiU bed Raiding r>n 8je input I Minparators 
■ Comparator design to minimize the sampling latch re- 
general [011 time constant, thus minimizing the probabil- 
ity of internal ambiguous logic levels which may result 
in output bit errors. 
Variable Comparator Delay, When a flash analog-to-digital 
converter is integrated, the propagation delay of two iden- 
tical gates on the same circuit may differ. It tin pn >p .nation 
delay variance among comparators is large, errors can occur 
when the analog input is sampled. The signal corruplion 
becomes significant when the delay difference between 
two comparators becomes so great that, for high-slew-rate 
signals, two consecutive comparators switch in the wrong 
order, resulting in an invalid state of the thermometer code 
at the output of the sampling comparators. For a full-scale 
125-MHz sinusoidal input converted to 8 bits, this mis- 
match amounts to about 10 ps + 

To reduce the variability of the comparator delays, the 
buffer and latch transistors in the signal path tire biased at 
currents below that of the f T peak. At low collector currents, 
f T is dependent on transit time, thermal voltage, and collec- 
tor current (Fig. 3), while at higher collector currents, the 
Kirk effect" limits f T . Biasing the transistors at the f T peak 
would make f T , and hence the delay, dependent on both 
transit time and Kirk effect. Although the reduced bias 
approach makes the average propagation delay greater, it 
reduces the comparator delay variance by eliminating the 
device matching requirements far the Kirk effect. 
Encoding. To reduce further the effect of comparator delay 
mismatch, a compact encoding scheme was chosen thai 
produces the most benign results for likely invalid stales. 
Based on simulations of several techniques for binary and 
nonbiliary encoding, the optimal approach produces an 
8- bit binary code at the quantizer output. 

As mentioned previously, the 8-bit converter is divided 
into I wo 7-bit subsections. The first-level encoding for each 
subsection converts the 128-bit [hermomeler code gener- 
ated by the bank of comparators into a 3 2 -bit intermediate 
code, 

The first-level encoding scheme significantly reduces 
metal interconnect by allowing the comparator cells to be 
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Fig. 4. Comparators are interleaved by four tn the quantizer 
IC input network. 

adjacent to the first-level logic cells, thus saving die area. 
In addition, the scheme maintains equal loading on the 
comparators tn avoid ni is matched propagation delay. The 
encoding I u a 7-bit subsection is given by the following 
Boolean togic relation: 



Bin | = (C[ntC(n + 32|) + (Cfn + 64]C(n +- 9BJ) 

where H(n] is the nth bil of the partially encoded word, 
C[x] is the niilpul of the \lh comparator, and n ranges from 
1 through 32, This scheme allows comparators to be inter- 
leaved by four on the chip layout as shown in Fig. 4, yield- 
ing a benefit of longer metal runs on the resistor ladder to 
improve matching of the one-ohnvper-tap values. For the 
final conversion, the encoding algorithm that proved most 
tolerant to invalid states was implemented. 
Regeneration Time Constant, For any binarj encoding 
technique, two or more output bits may change for a single 
input threshold transition. If Ihe inpul signal level is close 
to the HiSt-Stage sampling latch balance point at such a 
threshold transition, the comparator output may not have 
regenerated to a valid logic level when the output latch 
stage is latched, H the encoding logic for any two of the 
aih't ted output bits interprets this level differently, an er- 
roneous output cods can result. Given a uniformly distrib- 
uted input, the likelihood P of an error can be derived;'* 



Aq 



ID 



where V a is the ambiguous voltage range of the comparator 
output togic level, A is the analog gain of the comparator, 
q is the voltage span between two adjacent input com- 
parator thresholds, T is the time available to latch, which 
is constrained by the time between the input comparator 
and output latch clocks, and t is the comparator positive 
feedback (regeneration) time constant. 

^ry scheme was chosen to minimize the vari- 
able comparator delay problem, the comparator (Fig. 5) is 
designed to minimize P in equation 1 above. In a typical 
latch. R5 and R6 are effectively zero-valued and only R3 
and R4 can be varied. In such a configuration, larger values 
of R3 and R4 increase the positive feedback loop gain but 
have the undesirable effect of increasing latch recovery 
time, the time required for the comparator to go from a 
latched state to tracking the input with no memory of its 
previous state. Splitting the latch load resistors is key to 
achieving an optimal trade-off among latch gain, regenera- 
tion time constant t. and latch recovery time. The sum of 
resistors R3 and R5 (identical to R4 and RB, respet tivelyi 
is mede large to increase the positive feedback loop gain, 
thus decreasing t. An independent choice of R3 optimizes 
latch recovery time. For a fixed sampling period, reducing 
the latch recovery time increases the time a%'ailable to latch, 
T. 

Systematic Comparator Delay Mismatch, On a chip large 
enough to house 256 comparators, the mismatch in the 
propagation of the input and latch signals can generate 
significant amounts of error. These signals are rouled on 
separate lumped RC lines. Because of the RG characteristic 
and the short length of the line, no attempt was made to 
terminate the line in its characteristic impedance. Model- 
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Fig. 5. Quantizer IC comparator ce// schematic. 
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ing the lumped M(jtm-r.:jrcLiit line ;is ri distributed system, 
the velocity oi propagation for a line that is short compared 
to the wavelength of the applied frequency is: 4 



velocity - 



YT 



[2] 



where s is complex frequency, y is line position (y = at 
the end of the line}, and y is the line characteristic. The 
line characteristic is dominated by distributed metal resis- 
tance, distributed metal capacitance, and lumped transistor 
capacitance. Inductance is negligible in the frequency range 
of interest on 1C metal traces for the purposes of propagation 
delay. Distributing the transistor capacitance, the line 
characteristic is given by: 

y * VRCs (3) 

Substituting equation 3 into equation 2 gives the velocity: 



velocity = 



RCy 



[41 



By integrating the inverse of equation 4 from some point y , 
on the line to the end of the line, the propagation delay is 

found 1 



delay = 



RGyf 



Optimal matching of RC between the input line and the 
latch line is achieved by running both lines on the same 
layer of metal and matching the transistors connected to 
the line. Nonideal matching would be seen as eight 
parabolic lumps over the input range of the converter. The 
number eight arises from the interleaving of comparators 
by four (Fig. 4) in each of the two 7-bit subsections. Beat 
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Fig. 6. Beat frequency plot for a signal at 125 MHz - 100 
Hz sampled at 250 MHz. 



frequency testing 5 can be used to measure this effect/ J Ij- 
plot in Fig- 6 shows such a test under the most severe 
conditions—sampling at the maximum rate with an input 
frequency near half the sampling rate. The data has been 
decimated by plotting every other point to realize an effec- 
tive sampling rate of 125 MHz. As expected, the nonlinear 
delay shows up as parabolic distortion, which can just be 
perceived riding on the rising edge of the sine wave, This 
amounts to mismatch un the order of 10 ps over the entire 
line. Analytically, this kind of non linearity can be treated 
as frequency modulation by Bessel functions, 6 giving 
energy in the 21st, 23rd, and 25th harmonics for a full-scale 
inputs 

Distortion Sources. As can be seen in Fig. 7 t both second 
and third harmonic distortion increase at high input fre- 
quencies. Second-order distortion HD 2 is a result of the 
nonlinear base-collector capacitance C ir of Ql in the input 
latch (Fig. 5) and Ihe finite source resistance driving C v , 
This source resistance results from the op amp output im- 
pedance and series resistance in the op amp/quantizer in- 
terconnect network, Analysis using Volterra series gives 
the result: 



V n u>C pl R 



2Vl + (2*aC m RJ a 

where V r , is the magnitude of the fundamental, w is the 
input frequency, C^ is the linear voltage coefficient, that 
is, the coefficient of the V 1 term in a power series expansion 
of Cj c (V). Cjf, is the constant term in the power series expan- 
sion of C jc (V] P and R is the source resistance. Since the 
source is inductive as well as resistive, R could be replaced 
with a more complex expression that takes the inductance 
of the source into account. 

Third-order distortion arises from multiple sources. In 
addition to the nonlinear RC mechanism just discussed, 
the latching of high-slew rate signals by finite-rise-time 
latch signals can generate third -order distortion. This latter 
effect can be understood by referring to the simple latch 

'Beat Frequency tesling te a lectins que of undersamplsnQ a high-frequency input sine wave 
at a ratp slightfy offset From ihe input frequency The input frequency r& mixed lo a lower 
frequency wnere H can be viewed &1 ue!d 
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of Fig. 3. If the latch command is in the track mode, all of 
the current passes through the lefthand differential pair 
and the output follows ihe input, As the latch command 
state is slowly changed, some current starts to flow in the 
righthand pair. The input-output transfer function starts 
exhibiting hysteresis because of the positive feedback of 
the righthand pair. As more current is switched, the amount 
of hysteresis increases until the circuit is fully latched. If 
the latch command is switched at full speed, the circuit 
still passes through the period of increasing hysteresis, 
although quickly. 

A quasistatic analysis of the two upper pairs in Fig. 8 
results in the hysteresis boundary: 

V, = 2V r tanh MUr'lj) ~ 0WW tanll (V, 2V t j] (5 1 

where V, is the hysteresis boundary as viewed from the 
input, V, is the thermal voltage, I t is the total comparator 
stage current, ] t is the sum of the emitter currents in the 
righthand pair. I 2 is the sum of the emitter currents in the 
lefthand pair, and Vj is the logic level. I t R L , Assuming that 
the currents l t and \ 2 switch uniformly with time, equation 
5 is plotted as a function of lime in Fig. 9. Also plotted in 
Fig. 9 are lines representing two signals, one quickly vary- 
ing, the other slowly. As long as a signal stays within the 
area labeled "latched region" after initially entering this 
area, the signal will be latched correctly. But if a signal 
enters the latched region and then leaves it before being 
latched, it will be latched incorrectly. 

To see how errors arise, first consider a slow -moving 
signal. Since it enters the hysteresis boundary from below 
and later is latched low, we can think of the sample instant 
as occurring near the onset of the hysteresis, before point 
A in Fig. 9. Now consider the fast -moving signal. It also 
enters the hysteresis boundary from below but passes above 
the hysteresis boundary before being latched, resulting in 
a high value. In this case, the sampling instant is effectively 
after poinJ B in Fig. 9. later than for the slow-moving signal. 
Since I his speed dependent delay occurs equally for both 
rising and falling inputs, it results in odd-harmonic distor- 
tion. 



Input | 
Voltage 





J# ^ Hysteresis 
Boundary 



Fig. 9. Hysteresis boundary versus ume for the latch of Fig. 8. 

Assuming that signals are constant-slew ramps over the 
input range near the comparator threshold, and that tail 
currents switch uniformly with time, the projected error 
boundary based on equation 5 is : 



VittO - (t, - tj 



dv, 
dt 



Fig. 8. Simple latch. 



where Vj is given by equation 5, t, is the time that describes 
the states of currents t x and l 2 when a constant-slew signal 
is tangent to the hysteresis boundary, and t is the time 
that describes the states of currents I, and I 2 at the onset 
of hysteresis. 

This hysteresis-based source of distortion can be reduced 
by using lower values of Rl through R4 (Fig. 5), which 
reduces the slew rate seen by the sampling latch circuitry. 
The split load scheme of the latch portion is parlhatlarlv 
helpful in keeping R3 and R4 low, 

Distortion in the Signal Conditioning Path 

Having taken great care to realize unsurpassed dynamic 
performance in the 8-bil quantizer, we could not allow the 
analog signal conditioning path to compromise this perfor- 
mance, Components in the analog chain are therefore de- 
signed with aggressive goals lor low distortion, low noise, 
a ml wide bandwidth, The input stage of the preamp pro- 
vides a useful vehicle for discussion of several design issues 
related to distortion. 

A high signal-to-noise ratio Is desirable to minimize the 
rms noise during a measurement. Increasing (he signal 
levels to maximize the signal-to-noise ratio must be bal- 
anced with the errors introduced by the resulting increased 
levels of distortion, Second-order harmonic distortion is 
proportional to the input signal level and third-order dis- 
tortion is proportional to the square of the input signal 
level. 

Preamp Hybrid. The preamp [Fig. 10) is based on a pair 
oi i ustom bipolar integrated circuits produced in HP's 5- 
GHz-f T high-frequency bipolar process, The input cascode 
transconductance of the amplifier is selectable for three 
values in a 1-2-4 .sequence by effectively switching the 
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Fig, 10. Simplified input preamplifier schematic diagram. 

value of the emitter degeneration resistance R. With one 
of the inputs increment idly grounded, the single-ended-to- 
differential conversion is performed. Examining distortion 
from this stage, the simplified transfer function for the 
emitter degenerated differential pair of transistors Ql and 
Q2 can be derived from: 



Av = 2V.tanh~ 



(#] 



+ RAi 



where Av is the differential base voltage V^ — V h Q 2 , V t 
is the thermal voltage. Ai is the differential collector current 
Icqi — tc*2* R ls th ft emitter degeneration resistance, and I 
is the emitter and collector bias current ignoring /3 effects . 
Using a Taylor series expansion and collecting the terms, 



Av 



(t'-) 



Ai + 



121" 



Ai 3 



801 



-AP - 



Inverting this equation gives the transfer function: 
I V t I 



Ai 



Av 



Av 3 + . , , 



V t + RJ " v 12(V t + RI) 4 

The output differential current is of the form 



(7) 



W 



where 



Ai = a t Av + a 2 Av 2 + a a Av 3 + 



1 



0) 



1 V t + RI 

h = 

-V f I 



12(V, + RT) 4 



Assuming a sine wave input, Av - AsinMh no offset, 
arid low distortion levels such that second and I bird -order 
harmonic distortion are dominated by the second and third- 
order nonlinearities, respectively, the distortion terms are: 



HD 2 



HI 3, 



1± 
4ij 



2a! 



A^ 



% 



48fV t + RI) 3 



(10) 



(11) 



For the maximally stressed gain range and operating con- 
ditions of I = 8 mA, R = 170 . V\ = 26 mV at 25 Q C. and 
maximum input level A = 50 mV t the dominant distortion 
term is HD 3 = - 70 dB. In practice, HDv is generated by 
internal mismatches and offsets in the input signal result- 
ing in distortion terms up to the level of HD ; ^ but these 
have been ignored in the analysis- 

SAW Oscillator 

An important source of error in any high-speed analog-to- 
digital converter is the phase noise, or cycle-to-cycle jitter, 
of the oscillator that provides the master sampling clock. 
Time jitter of the clock alters the time between successive 
samples in a random fashion. This time jitter can be directly 
related to amplitude errors at the output of the ADQ If the 
jitter of the oscillator is too high, it contributes to sampling 
errors (amplitude noise) lor points sampled on the high- 
slew-rate portions of input signals. As a practical design 
goal T the jitter of the oscillator should be low enough to 
produce no more than Vzq of amplitude error under the 
worst-case conditions, where q is the average voltage span 
between adjacent comparator thresholds. 

The worst-case phase noise requirements for the master 
reference oscillator of the HP 5 185 A are strict. Assuming 
that the Nyquist sampling theorem is not being violated, 
the worst 'case conditions are: 

* Sampling at sine wave zero crossings 

* Maximum sample rate of 250 megasampies per second 

■ Input frequency of 125 MHz 

■ Full-scale signal at the input 

■ Maximum memory record length of 64K words. 
Under these conditions the jitter requirement corre- 
sponding to amplitude noise of no more than V£ LSB is 2 
ps rms, which is computed from the following equation; 

1 



7Tf |n (2.5) 
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Fig. 11, Ttme-cfomain phase noise requirement for the HP 
5185A. 

where f m is the input frequency, N is the number of bits, 
.ind 2.5 is taken to be a peak-to-rms conversion for a Gaus- 
sian distribution. This jitter requirement must be held for 
the duration of a worst-case measurement, which is four 
nanoseconds per sample times 64 K samples per measure- 
ment, or approximately one quarter of a millisecond The 
white phase noise floor, shown in Fig. 11, defines the jitter 
performance requirement under worst-ease conditions. 
This plot shows rms jitter o\(t) versus time t. where t is 
the total measurement duration. Note that the worst-case 
requirement is relaxed for lower input frequencies and sam- 
ple rates. 

The time-domain plot erf Fig. 11 can be transformed into 
a frequency-domain plot of the phase noise requirements^ 
Fig, 12 is such a plot showing the SSB phase noise spectral 
power density (in dBc/Hz) as a function of offset from the 
carrier (in Hz), Fig. 12 shows that the 2-ps noise floor re- 
quirement derived in the time domain transforms into a 
noise floor of 148 dB/Hz below the carrier in the frequency 
domain. 

The requirements i:;ui In: directly compared uith the 
measured phase noise performaiu e oi the HP5185A oscil- 
lator, also shown in Fig. 12. The overall system perfor- 
mance is dependent upon the integral of the phase noise 
margin over the full bandwidth of the system. The cumula- 
tive margin is large compared to the cumulative loss of the 
corner violation shown, so the corner violation has little 
effect on the overall system performance. (The narrowband 
spikes in the lOu-kHz-lo-40-MHz range are artifacts of the 
measurement system.) 

SAW Oscillator Phase-Locked Limp. Fig. 13 shows a block 
diagram of the surface-ocnustic-wave (SAW) phase-locked 
loop (PLLJ. The heart of this circuit is the voltage-con trolled 
oscillator [VCO]. The SAW VCO provides the sampling 
clock to the ADC in each channel. 

The major components of the VCO circuit use custom 
technology. The crystal is a SAW device developed for this 
product ;it Hewlett-Packard's Santa Rosa Technology 
Center/' The SAW device was selected because of its excel- 
lent phase noise characteristics. It is a fundamental-mode 
device, which can be modeled as an LC series-resonant 
circuit, allowing a simpler design than most RF oscillators. 

The active device chosen for the SAW VCO is a differen- 
tial amplifier made from custom emitter-coupled logic fab- 
ricated at the Santa Clara Technology Center. This differen- 
tial amplifier was selected for its low phase noise floor and 



because it can deliver fast edge speeds (t 20 B0 ** 350 ps). 
.Maintaining fast edge speeds throughout the sampling 
clock chain minimizes the phase noise contribution of each 
stage in the chain. To preserve the quality of the VCO 
output the encode multiplexer, synchronizer, and output 
drivers axe also implemented In custom emitter-coupled 
logic. 

The phase-locked loop operates in the same fashion as 
most conventional phase-locked loops. Phase-locking al- 
lows the VCO to take on the superior aging and temperature 
stability of the reference (internal or external! while retain- 
ing its own short-term stability. Phase-locking to an exter- 
nal reference also allows the user to stabilize the phase 
relationship between the sample clock and the input 
waveform, provided that the input waveform is coherent 
with the reference. 

Design Considerations. The noise process that dominates 
the SAW phase-locked loop jitter performance is the white 
phase noise process. This process is a result of the noise 
floor of the differential amplifier used in the SAW VCO. 
Buffer stages between the VCO and the ABC sampling clock 
input also degrade the noise floor of the sample clock. This 
degradation can be calculated using a root- sum -squares 
formula. For example, adding a second stage with a noise 
floor identical to the VCO noise floor will degrade the noise 
floor of the sample clock by 3 dB. A third stage will degrade 
the noise floor by an additional 1.77 dB, and so on. There- 
fore, minimi zi ng the nu ruber of bu f f er stages i s important. 

The differential amplifier, like all amplifiers, has 1/f 
noise around dc and has some inherent non linearities- In 
an oscillator, these nonlinearities mix the 1/f noise onto 
the carrier. The SAW resonator, modeled as a second-order 
bandpass filter, produces a 1/f 2 process. Mixing 1/f with 
1/f 2 produces the 1/f 3 phase noise process shown in Fig. 
12. Consideration must be given to both the amplifier 
linearity and the Qof the crystal since together they deter- 
mine the corner frequency between the white phase noise 
floor process and the 1/f* process. This corner frequency 
becomes more important for longer measurement dura- 
lions. 
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Fig. 12. Frequency -domain phase noise requirement and 
actual performance 
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There in another noise floor closer to the carrier — the 
noise floor of the phase detector. This noise floor and the 
l/P 1 process meet at an offset from I ho carrier pi approxi- 
mately 100 Hz. This offset provides the optimal bandwidth 
for the low-pass filter that follows the phase detector. If 
the bandwidth is too wide, the 1/f 3 performance of the 
SAW resonator will be degraded. If it is too narrow, the 
phase del eel or performance will be degraded. 

The pulling range of a VCO is the amount by which the 
VCO frequency can be shifted from I he nominal frequency 
by varying the input control voltage. The pulling range 
must be large enough to compensate for the aging rate of 
the SAW resonator, the temperature dependence of the 
SAW device's parameters, and center frequency tolerances 
in the SAW manufacturing process. However, when the 
pulling range is increased, it is at the expense of the overall 
Q of the circuit. This increases the phase noise in the 1/f * 
region and pushes the corner frequency outward. The pull- 
ing range of the SAW oscillator is maximized through the 
use of back-to-back, low^capacitance varactnr diodes in 
series with the SAW 7 resonator in the oscillator feedback 
loop. 

Making Effective Bits Measurements 

Effective bits is a figure of merit used to quantify the 
contributions of aU forms of distortion and noise added by 
the measurement process; quantization error (differential 
nonlinearilies, missing codes, and aperture uncertainly], 
integral non linearity (harmonic distortion), and system 
noise (additive noise and spurious non harmonic spectral 
components], The method of measuring effective bits de- 
scribed in previous publications^ In and now generally (but 
not universally) used for specifying the performance of 
digitizing instruments uses sine wave curve fitting, The 
lest technique involves making a measurement of a single- 
frequency sinusoidal input, estimating the actual input by 
fitting a sine wave to the data using a least-mean-squared- 



error algorithm, then calculating the residual rms error in 
the measured data relative to the fit sinusoid. Effective bits 
is then defined as follows: 



(hacluaJ 1 
L ideal / 



Effective bits = N — log 



where N is the number of bits of resolution of I he digitizer 
being tested , K Hf tLM | is the residual rms error in the measured 
data after subtracting the fit sine wave, and E idea] is the 
expected value of the rms error an ideal N-bit quantizer 
adds to a uniformly distributed input signal, q/VTI, where 
q is the voltage span between adjacent comparator thresh- 
olds. 

Since the effective bits parameter is sensitive to all forms 
of distortion and noise, it is important that care be taken 
to ensure that the lest system used to evaluate the perfor- 
mance of an instrument under test makes no significant 
contribution to the detected rms error. 

The basic lest setup required to measure the effective 
bits performance of a given instrument is shown in Fig. 
14. The bandpass filter is present to reduce harmonic dis- 
tortion components from the generator output to a negli- 
gible level and to ensure that no signal-generator-produced 
or coupled low-frequency noise is present at the input to 
J he instrument under test. The major sources of potential 
errors in the measurement of effective bits are signal 
generator phase noise aod amplitude errors (inaccuracy of 
the signal generator output, losses in the bandpass filter. 
and cable losses). 

Signal generator phase noise represents a deviation from 
the ideal sine wave assumed to be present at the input. 
The nearly uniform sampling of the instrument under test 
translates signal generator phase noise into amplitude er- 
rors, which are most pronounced near zero crossings. These 
errors are readily detected in effective bits measurements. 
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Fig, 13, 250-MHz SAW oscillator phase -locked loop system, 
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Fig. 14, Effective bits test setup 



tionaJ amplifier in ihe ADC hybrid was designed by James 
Kang, who also contributed to the design of the quantizer. 
Most of the quantizer circuitry was designed by Brian 
Hamilton. John Schmttz refined the critical oscillator-to- 
quantizer timing. The assistance and technology of the 
Santa Clara Technology Center are greatly appreciated. The 
fixed -frequency sine wave curve fit method was derived 
by Ron Potter, 



An HP 8662A Synthesized Signal Generator is used in all 
HP 5 185 A test systems at the factory because of its excellent 
phase noise characteristics. 

Since the effective bits parameter measures distortion as 
well as noise, testing will he sensitive to variations in the 
input amplitude when measurement distortion is not neg- 
ligible. This generally occurs at higher input frequencies. 
The absolute accuracy of the synthesized signal generator, 
specified at ^1 dB, plus attenuation of the fundamental 
by the bandpass filter, require amplitude compensation of 
the generator output to provide the proper amplitude at 
the input of the instrument under test. In production test- 
ing, these losses are corrected by identifying the amplitude 
settings that result in the proper signal amplitude at the 
instrument under test. This is accomplished through an 
automated calibration procedure usinu. an HP 438 A Power 
Meter with HP 848 2 A Power Sensors. Amplitude errors of 
a few dB are reduced to well under =0.5 dB through this 
calibration process, 
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Fixed-Frequency Sine Wave Curve Fit 



Estimation of the rms error contributed by the quantization 
process is the purpose ot sine wave curve fitting. A sinusoid lit 
to the input data using a least-mean-squares algorithm is as- 
sumed to represent the actual input signal presented to the digi- 
tizer being tested As discussed in the accompanying article, 
the effective bits parameter is based on the rms noise power 
present in the error signal — the difference between the digitized 
data and the fit sinusoid — over the period of the measurement 
record. 

Any fitting algorithm fits a sine wave of the following form 



VJn) = V D + V a cos C27rf in nT E 



+ ■« 



A generalized fitting algorithm requires fitting the parameters 
V G i V e , f ini and <f> in the above equation. Such fitting algorithms 
are iterative and therefore time-consuming and prone to undesir- 
able convergence behavior because of the nonlinear relation 
between parameters. 

Connecting the EXT REF input of the instrument under test to 
the signal generator reference output phase-locks the sampling 
process to the input signal. The frequency of the input sinusoid 
is thus known to sufficient accuracy to enable use of a simplified 
sinusoidal curve fitting algorithm. 

To derive the simplified algorithm, fit a sinusoid of the follow- 
ing form to the input data; 

x r = Acos(uitn) + Bsin(wt n ) -+- C 

where u> is 2-n-f,,.,. f m being the known input frequency, and the t r . 
are the sample times. 

Given a data record y n of M samples of the input sinusoid 
measured at limes t n (in practice, uniformly separated by the 
sampling interval, T 5fimp i e ), the total residual error e of the rnea- 
sured data relative to the fit sine wave is given by; 



*:* J""** 



*k) 2 = % [y k -Acos(u)t,)-Bsin(tot k )-C] 2 
k=i 



Setting the partial derivatives with respect to the parameters 
being fit to zero gives: 



0= — = -2 X [Vw -Acos(«t K )-Bsrn(u>t k )-C]cos{t*>tJ 

5 A k=1 



O^t^ =-2 2 [y k -Acos(wt k )-Bsin(ait h )-C3sin(^t k } 



0=-=: =-2 2 [Yk-Acos(wt k )-B5in(o4)-C] 

"^ k=T 



Defining a M = cos (wt K ) and £ h = sin (iut k ) gives 



M M M m 

X V^k = A X «£ + B X »kA + C X a * 

k=1 k=1 k=i 



M M M M 

X ttA = A X <*A + B^ + C^, 

k=i k = 1 k=1 



X y* 



M M 

; X « k + B X &+CM 



The fit parameters are thus given by the solution to the linear 
equation 



which is 



where: 



Y = UX 



X - U" 1 Y 
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Adding one more sum, 



£ ° = 1 # 



The total residual error is given by; 

€ = €o - 2AY, - 2BY 2 - 2CY 3 
+ A 2 Un + 2ABU 12 + 2ACU 13 
-»- B*LI 2a + 2BCU 23 + MC 3 

and the rms error is then- 



V5 



M 



Using this fixed-frequency curve fit has reduced test computation 
time by a significant factor over the previousfy used variable-fre- 
quency curve fit 10 Fixed-frequency sine wave curve fitting is a 
closed-form, noniteratjve solution ensuring convergence. The 
fixed-frequency curve fit thus provides a faster, more reliable 
measure of effective bits performance. 
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Packaging a High-Performance 
250-Megasample-per-Second Analog-to 
Digital Converter 

by Patrick D. Deane. Simcoe Walmsley, Jr v and Farid Dibachi 



CUSTOM INTEGRATED CIRCUITS in the analog 
signal path make the superior measurement perfor- 
mance of the HP 5 185 A Waveform Recorder possible. 
As integrated circuits deliver higher levels of performance, 
particularly at high frequencies, greater care must be taken 
to ensure that this performance b not squandered by compo- 
nent packaging. The fundamental objective of the packaging 
scheme used in the HP 51 85 A was to achieve maximum 
performance from the custom chip set. taking into account 
not only electrical performance hut also reliability, produc- 
ibility, and serviceability. 

Previous high-performance anaJog-to-digltaJ converter 
[ADC) measurement systems have used either thick-film or 
thin-film hybrid technology. Several modifications of stan- 
dard thin-film hybrid technology were developed to achieve 
the performance goals of the HP 5 185 A. 

Packaging Requirements and System Objectives 

The objective of the HP 5185A Is to provide an 8-bit . 250- 
megasample-per-second analog-lo-digilal conversion s> 
with superior distortion, noise, and pulse response charac- 
teristius. 

Basic initial requirements imposed on the ADC packaging 
scheme were: 

■ Analog signal paths of I lie circuit must have frequency 
response significantly better than the system bandwidth 
of 125 MHz, 

■ Digital and clock paths of the circuit must accommodate 
250-MHz signals with transition times as low as 500 ps 
and [iii I si' widths of 1 :\ ns. 

■ Integrated circuit junction temperatures must be less than 
125*C at the maximum instrument ambient temperature 
of 55 Q C. 

■ Circuits must be removable from the large-area printed 
circuit board that supplies I/O paths, control, and power. 

A block diagram of the circuitry on the ADC hybrid is 
shown in Fig. 1. As integrated circuits were designed to meet 
system objectives* each imposed its own requirements on 
the circuit packaging, The quantizer IC, the heart of the HP 
5185A t was designed for maximum dynamic performance, 
Implemented as a flash converter, it consumes 14 watts- Its 
high current requirements [for example, one supply draws 
2A) made it necessary to feed power to alt four corners of 
the IC. The part is very lar^e for a 5-GHz-f, chip, 0.220 inch 
square. The subnanosecond edges OH input clocks and data 
outputs call for careful consideration of transmission line 
termination and crosstalk issues. 

An operational amplifier IC with a 2-CHz gain- 
bandwidth product was specifically designed to drive the 



quantizer ICTs large input capacitance of 25 pF. To achieve 
the required performance, the op amp requires external 
pnp transistors and small-area precision resistors. Its out- 
put is physically close to the quantizer input to minimize 
high-frequency distortion (see article* page 39). 

Requirements for external pnp transistors and tight-toler- 
ance resistors naturally led to a choice of either thick-film 
or thin-film hybrid technology. Aside from their cost ad- 
vantages, thick-film circuits combine good resistors with 
the possibility of conductive vias to a backside ground 
plane and ti overs. Thick-film conductors also 

have lower series resistance than thin-film conductors, 
Thin-film technology offers resistors with better tolerance 
and drift specifications. Thin-film resistors also require 
Jess substrate area, which Lowers parasitics and allows 
tighter packing of the circuits. The ideal would be a com- 
bination process offering the resistors and small features 
of thin-film technology along with the trace crossovers, 
conductive vias to substrate backside, and high-conductiv- 
ity traces oi thick film. 

Substrate Technology 

The substrate process developed for tne ADC hybrid of 
the HP 5185A is a mod if it -at ion of thin-film techm 
that combines the advantages of thin-film resistors with 
conductive vias to a backside metallization pattern. This 
I mi kside metal pattern can be used both as a large ground 
plane and as a cross-under for top-layer crossing traces, 
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Fig, 1 , ADC hybnd block diagram The eieclncal and thermal 
requirements of the hybnd packaging scheme revolve around 
the quantizer /C. 
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The |iriMiMM pitting process also allows unusually thick 
gold for a thin-film process. 

Substrate processing begins with an un metallized 
ceramic substrate. Top and bottom surfaces of the substrate 
are treated with materials to prevent laser slag from ac- 
cumulating, A laser is then used to cut holes in the substrate 
where the vias will he located. 

Creation of vias in thin-film technology has much strir fcef 
requirements than in thick-film technology, Sputtering thin 
metal films onto a substrate requires a smooth substrate 
surface, For sputtered metal to stick to the laser-drilled 
holes, the inside surfaces of the holes must be smooth and 
free of cracks. To achieve the desired surface, a cleaning 
and refining step is performed after laser drilling. 

Thin films of Ta 2 N resistor material, a TiW adhesion 
layer, and gold are in turn sputtered onto the substrate, 
taking special care to ensure that the films are sputtered 
inside the holes. 

Negative photoresist is applied with a roller coater and 
then exposed through a mask with the conductor pattern 
on it. After the unexposed resist is washed aw T ay, the re- 
maining resist is used as a plating mask, Metal areas not 
covered with developed photoresist are plated up from an 
initial gold thickness of a few hundred nanometers to 5 to 
10 /im ihickness, After plating, the resist is removed and 
a quick gold etch removes the gold from areas that are not 
conductors. This plating process produces a thin-film trace 
with very high conductivity and excellent line definition 
(Fig- 2). 

Thin-film resistors are then formed using the resistor 
mask, After oven stabilization, these resistors are trimmed 
to their final values using a pulsed current technique. 




Thermal Performance 

In addition to slate-ol-lhe-art substrate technology, a dif- 
ferent approach had to be taken in the thermal design of 
the package. Standard chip-on-substrate hybrid technology 
cannot accommodate the 14W power dissipation of I he 
quantizer. 

The reliability of an electrical component is an inverse 
function of operating temperature. Since the quantizer IC 
dissipates 14 IV of power and is 0.220 inch square, it domi- 
nates the requirements for the thermal performance of the 
package. To maintain JC reliability, the design goal was to 
keep temperatures on the ICs below 125°C at a 55"C am- 
bient. For a 14 W IC P this requires that the junction-to-air 
thermal impedance be less than 5°C/W. By comparison, 
standard ECL flatpacks or ceramic chip carriers have ther- 
mal impedances of 5U to l(]fJ : OW, depending on air flow. 
Standard thick-film or thin-film hybrid packaging tech- 
niques are also inadequate, since they typically involve 
epoxy die attach to a ceramic substrate in intimate contact 
with a large-area heat sink. The quantizer die temperature, 
when mounted to a 2-inch-square alumina substrate, can 
be approximated using a simple one-dimensional model 
(Table I] T assuming that either n on conductive epoxy (Case 
#1) or conductive epoxy (Case #2] is used for quantizer 
die attach, and assuming that the rest of the circuitry on 
the hybrid dissipates 2W* 

Table I 

ADC Thermal Analysis 
Standard Hybrid Packaging 





Thermal Z 


Power 


Temperature Rise 




°(C/wart] 


(watts) 


Case#l 


Case #2 


Nun conductive epoxy 


4.8 


14 


67°C 




Conductive epoxy 


1.0 


14 




14°C 


Alumina 


0.9 


14 


13°C 


13 C C 


Al u m i na/heal sink 


4.2 


14 


59°C 


59"C 


Heat sink/aii 


2.0 


16 


32 a C 


32 U C 


function temperature rise above ambi 


ient: 


171 n C 


inrt; 




Requirement: 


<70 Q C 





Fig. 2. 420 x magnified photograph of spiral inductor traces 

on the preamp hybrid. The traces are 50 fxm wtde on a lOO-pm 
pitch and are 10 pm thick. Pattern plating gives the advan- 
tages of thin-film technology with a factor of 20 improvement 
in trace conductivity. 



The table shows that the elimination of nonconductive 
die attach material is a necessary but not sufficient condi- 
tion to meet the requirement that the IC operates at a tem- 
perature no greater than 70°C above ambient. Given an 
optimum heat sink design and the use of conductive epoxy, 
the only remaining thermal impedances that can be im- 
proved upon are those of the alumina substrate and the 
i interface between the substrate and the heat sink. 

The thermal performance of both the substrate and the 
interface to the heat sink b a direct result of the mediocre 
heat conductivity of alumina (Table il). Substitution of a 
metal for the alumina in the thermal path has the obvious 
advantage of an order-of-magnitude better thermal conduc- 
tivity, which lowers the heat rise across the bulk material. 
More important, the improved heat spreading angle that 
results leads to a much larger effective area at the interface 
with the heat sink, A similar scheme of direct attachment 
of the silicon die to a low thermal impedance via a metal 
spreader is used in several commercially available VLSI 
pin-grid array packages. 
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Table If 
Thermal Conductivities of Selected Materials 1 



Material 


Thermal Conduct! vitv 




(wattfr'cm-^C) 


Alumina 


_ 


Aluminum 




Bervilia 


1.969 


Copper 


3.937 


Diamond 


6.299 


Glass 


0.008 


Silicon (doped] 


0.984 


Tungsten 


1.969 



The structure ultimately chosen for the HP 5 185 A ADC 
hybrid (Fig. 3] achieves opt i muni thermal performance 
while preserving the advantages of thin-film substrate tech- 
nology. A thin-film alumina substrate, having a laser drilled 
hole slightly larger than the quantizer die, is processed to 
form the hybrid resistor and conductor patterns. This sub- 
strate is attached lo a metal plate using nonconductive 
epoxy. The quantiser IC is attached through the hole in 
the substrate directly to the metal plate using a conductive 
epaxy. The metal plate acts as a heat spreader in intimate 
thermal contact with a very good heat sink to complete the 
thermal path. 

Many alternatives were evaluated during the packaging 
investigation. Simple one-dimensional thermal analysis 
had its place in the design process; it eliminated techniques 
having no chance of success. However, reality takes the 
form of a three-dimensional hybrid with several heat 
sources and is much more difficult to analyze. Real heat 
transfer problems require a solution to differential equa- 
tions for which closed-form solutions do not exist. By 
simplifying the boundary conditions and by using Green's 
function, it was possible to develop a program to solve the 
three-dimensional heat transfer problem for a multilayer 
structure using a convergent infinite series.^ * Fig. 4 shows 
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Fig, 3, The ADC hybrid assembly scheme provides excellent 

thermal conductivity and electrical performance and allows 
easy removal from the printed circuit board for service. 



the type of result obtainable from this program (another 
example is shown in the cover photograph J. Running under 
HP-UX, the program allowed the hybrid designers to test 
assumptions about heat sink design, chip placement, and 
chip attach techniques while monitoring component tern- 
peratures. Thermal data taken later from actual hybrids 
confirmed that the model was correct to within 5 a G 

Attachment of a large-area IC to metal has another set of 
problems/ The thermal coefficient of expansion of silicon 
is 3 ppm/°C. Typically, metals have coefficients of expan- 
sion of about 20 ppm/'C. If a hard solder is used to attach 
the IC to the metal, stresses built up as the temperature 
changes lead to cracking of the silicon die. If soft solder or 
conductive epoxy is used to attach the die to the metal, 
thermal cycling leads to work hardening of the die attach 
material Eventually, cracks form in the die attach material, 
resulting in increased chip temperature because the ther- 
mal impedance of the joint has increased. For circuits that 
are sensitive to temperature, this will lead to performance 
drift over time. Eventually, the IC will either detach itself 
completely from the metal or fail because of elevated junc- 
tion temperatures. 

To meet the requirements of metal-like thermal conduc- 
tivity and limited differential thermal expansion h a sintered 
tungsten- cop per heat spreader was chosen. These metals 
are being used as heat spreaders in state-of-the-art elec- 
tronic packages because of their combination of thermal 
conductivity and thermal coefficient of expansion, The co- 
efficient of 9.5 ppm/°C is a good match to alumina (8 ppm/°C) 
and a much better match to silicon than other metals. 

Interconnect 

The ADC hybrid requires a large number of connections 
to the printed circuit board supporting it, The interconnect 
system must meet high-frequency and high-current electri- 
cal performance requirements, The realities of production 
and field repair of the instrument also require the ahiJih 
to remove and replace hybrids without the risk of destroy- 
ing either the hybrid or the printed circuit board. 

Analog signals being measured by the HP 5 185 A have 
nominal band widths greater than 125 MHz. Clock and data 
signals to and from the ADC hybrid are 100K ECLdike 
signals with subnanosecond rise times. In a system with 
only a few I/O pins, special RF connectors might be a good 




Fig. 4, A special thermal modeling program gives realistic 
thermal predictions. 
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approach- However, the ADC hybrid has I wo RF signal 
inputs, one RF signal output, four high-speed ECL clock 
inputs, 12 ECL data line outputs, two ECL clock outputs, 
and over 30 dc power and reference lines. 

Since the only chance for success in a broadband mea- 
surement system is to preserve a uniform transmission en- 
vironment i -ci lines with any significant length, a planar 
connector was developed to preserve the characteristics of 
nontrolled-impedance lines. It uses a metal pattern of 0.005- 
in lines on 0.01 0-in centers that connects the 500 transmis- 
sion tines on the hybrid to the printed circuit board, This 
metal pattern is plated on a dielectric and backed by an 
nlaslomer, A metal backing plate presses the elastomer 
tightly against the contacts (see Fig, 3], 

Past designs of connectors relying on compressed el as- 
tomeric pressure contacts demonstrated tw r o problems. In- 
sufficient strength in the backing plate can lead to contact 
failure caused by deformation of the backing member. The 
HP ^185 A hybrid connector system uses a very strong metal 
backing plate with a span of less than an inch between the 
screws holding it in place. Another class of connector prob- 
lems is caused by contaminants deposited on the printed 
circuit board copper during board fabrication. If a standard 
thin gold flash plating (about 3 /u-in] is used, contaminants 
can work their way to the surface in time, causing a rise 
in connector resistance. This problem has been avoided by 
plating the contacts on the printed circuil board with over 
40 /iin of gold. 

The final connector design easily accommodates the 
0.100-in pitch of the hybrid I/O lines. Early prototypes 
using the same concepts handled lines on a 0,025-in pitch, 
but required precise alignment during assembly. Other 
published connector designs 5 can accommodate a 0,025-in 
pitch, but require unusually precise alignment betw r een the 
circuit image and the holes on the printed circuit board, 
Since 50Q microstrip transmission lines on a 0.02 5- in 
alumina substrate are 0,025 in wide, and since a 3-to-l 
space-to- trace ratio gives good crosstalk performance, 0.100 
In is a satisfactory line pitch, The connector design allows 



the ADC hybrid to be replaced by removing eight screws. 

Conclusion 

The n;suhing packaging system provides for good trans- 
mission line matching, good thermal matching, high pin 
count, and ease of removal, while maintaining less than a 
5 6 C/W [hernial impedance. Pictured in Fig. 5, the ADC 
hybrid has 46 conductive vias for low-impedance connec- 
tions to ground and for pow r er routing on the hybrid, and 
71 I/O lines on CUOU-in centers. The HP 5185A preamp 
hybrid (Fig. 6) uses the same interconnect system. Although 
no conductive vias are required on this circuit, the same 
pattern plating process used on the ADC substrate allows 
the use of 50-^m traces for the spiral inductors in the upper 
right corner, without sacrificing low T series resistance. 
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Fig. 5. ADC hybrid. Machining the substrate provides 46 
conductive vsas tor ground and power distribution and allows 
the quantizer IC to be attached directly to a heat spreader. 



Fig. 6, Preamplifier hybrid. Spiral inductors etched onto the 
substrate (upper right) make a six-pole transitional filter realiz- 
able in a portion of the 1 .5-m-square hybrid. 
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Precision Digitizing Oscilloscope 
Waveform Analysis, Display, and 
Input/Output 



by Douglas C. Nichols 



THE HP S180T7U HP 5183T/U, and HP 5185T Preci- 
sion Digitizing Oscilloscopes each consist of a wave- 
form recorder and an analysis, display, and 10 mod- 
ule. The waveform recorder is the HP 5180A, the HP 51 83 A. 
or the HP 5 185 A. For all of the precision digitizing oscillo- 
scopes, the analysis, display, and I/O module is the HP 
51U89A. 

The display is a 9-inch -diagonal 2048 x 2048-point ad~ 
dressable vector CRT display that generates high-resolution 
text and waveform images (Fig. 1]. The precision, wide 
dynamic range, and high fidelity of this instrument family 
demanded a display of this quality. This display lets the 
user view fine detail that can nut be seen on a conventional 
limited-resolution raster-scan CRT. A fast refresh memory 
system supports the vector display > as shown in the 
simplified diagram of the hardware architecture of the 
analysis, display, and I/O module, Fig. 2. 

System control is managed by a real-time multitasking 
operating system that simultaneously handles multiple 
processes such as keyboard entry, data analysis, and 
waveform display- Real-time refers to the machine's ability 
to respond to external events including waveform triggers, 
measurement complete signals, lime clock interrupts, HP- 
IB commands, and keystrokes. These events cause inter- 
rupt-driven software routines to be executed internally, 
External user interfaces are high-level and user-friendly. 
Softkey menus and CRT status displays are used for Local 
entries. High-level ASCII keyword strings are used for re- 
mote entry. 

A 6803 microprocessor manages all front- panel intuits 
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Fig. 2. Hardware architecture of the HP 51 089 A Analysis, 
Display* and HO Module 

including hard key and data entry knob control firmware 
and scanning control for the touchscreen display- Finger 
presses on the CRT display are detected when the finger 
interrupts a matrix of infrared LED sources and phototran- 
sistor detectors- The bezel is molded from an IR-transparenl 
polycarbonate. The solid construction protects the photo- 
electronics from the effects of dust, fingerprints, and lwsii 
mihient light conditions, Tor better legibility in brighl sun- 
light, the CRT face is covered by a fine conductive mesh 
sunscreen. The sunscreen also provides greater resistance 
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Fig. f. The HP 51 089 A Analysis. 

Display t and I/O Module /s used 
with the HP 518QA, HP 51 83 A, or 
HP 5 185 A Waveform Recorders 
for precision digitizing oscillo- 
scope applications The display is 
a 9-inoh-diagonai 2048x2048- 
point vector display capable of 
showing finer detail than a raster- 
scan CRT. 
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Fig. 3* The HP 51 089 A takes control of the measurement 
process. Waveform traffic is controiied by the waveform man- 
ager 

iu electrostatic discharge. 

When the analysis, display, and I/O module is used with 
the HP 518QA, HP 5183A, or HP 5185A Waveform Record- 
er, the HP 5iQB9A's microcomputer takes control of the 
overall measurement process [Fig. 3). Following capture 
of a waveform, the result is transferred to the HP 5 1089 A 
via a private HP- IB (IEEE 488/IEC 625) bus. The HP 5 1089 A 
hardware architecture features a shared bus design that 
allows waveform data transfer from the waveform recorder 
to occur simultaneously wilh program execution. A wave- 
form management subprogram directs the machine se- 



quencing operations as ordered by the user. Because the 
firmware executes in a true multitasking environment, it 
is practical lo do several things simultaneously, such as 
acquiring measurement data in the waveform recorder, 
transferring data over (he HP-IB, plotting results, and per- 
forming analysis operations. 

Systems Capabilities 

All instrument states are programmable over the HP-IB. 
Programming commands are consistent throughout the 
product family. A program that runs on an HP 5 1831 J will 
run without change on an HP 5180T, assuming it uses 
features common to both waveform recorders. Simple com- 
mands provide significant results. The BASIC program: 

OUTPUTS Digitizer ;"RMS?" 
E N TE R ftl • D tgitizer ; R m s_va I ue 

will execute the rms analysis function on the current user- 
defined operand and return the result to the external con- 
troller. The result will be stored in the variable Rms_value. 
Teach and learn modes are supported using complemen- 
tary commands. The input range is set using the teach 
string RANGE 2 V and Is queried with RANGE?. Entire instru- 
ment setups can be read with a single SET? query. Waveform 
input and output can be accomplished using either ASCII 
or binary transfer mode. The HP 5 1089 A maintains com- 
plete state information for all waveforms (i,e«, sample rate, 
trigger position, y-axis range and offset, etc], This informa- 
tion can be separately read over the bus for complete 
waveform knowledge. Using the binary waveform transfer 
mode, transfer rates of - 250 kbytes/second are achievable. 

Because transfer of waveforms from an external control- 
ler is supported, it is possible to use the disc, display, 
plotter, and analysis even when no waveform recorder is 
connected. For example, waveform data, synthesized or 
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F i g . 4 . The user in teracts with the 
optional flexible disc via direc- 
tories. 
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captured on some other device, can be transferred, and a 
power spectrum measurement can be performed, with the 
calibrated result [in either dBm or dBV) read back to the 
external controller. The programming interface is both for- 
giving on input and precise on output. Examples of forgiv^ 
ing input include: choice of abbreviated or complete pro- 
gram commands (e.g.* use TRIGGER LEVEL 1 V or TRIG LEVE 
1), case insensitivity, inter changeability of integer, real 
numbers, and acceptability of all reasonable terminations 
(CR1PEOI), 

Built-in Disc Drive 

The HP 5 1089 A features an optional 3.5-in flexible 
drive that provides storage and recall of waveforms, scalar 
analysis results, and instrument setups. User interaction 
with the disc is via directories, such as the one shown in 
Fig. 4. 

The HP 510B9A autonames the stored results using an 
ascending numerical suffix, prepended with a character 
sequence chosen by the user* Using the HP 51089A's real- 
time clock and perpetual calendar, all stored results are 
time-stamped with one-second resolution. This provides a 
powerful regard -keeping utility, especially when many re- 
sults need to be stored. 

Display Features 

We have designed the display subsystem as a peripheral , 
which the user can configure to suit the application. For 
example, a user may elect not to view the raw measurement 
data in an automated testing application because this data 
is always directly transferred to an external computer. For 
a d liferent application, a user may be interested only in a 
frequency-domain view of the input. By defining the raw 
measurement data as the source operand for a spectrum 
analysis operation and assigning just the analysis result to 
the display, a user converts the instrument to a multichan- 
nel spectrum analyzer for single-shot or repetitive signals. 

The versatility of the display can be enhanced since it 
is decoupled from the measurement process, The waveform 
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Fig. 5. The compression algorithm in the HP 5 7 089 A ensures 
that signat activity is never missed. 



reconstruction algorithms, described in the paper on page 
26. further enhance visual detail. 

Large waveforms are processed through a compression 
algorithm before being displayed. The need for compres- 
sion arises whenever the number of waveform sa. 
points exceeds the actual displayabie resolution. The sim- 
ple 1-of-N sample decimation scheme often used is a poor 
choice, because rise displayed waveform will appear to 
have been sampled at IK of the actual rate, where R is the 
ratio of waveform samples to displayed resolution. This 
phenomenon, technically termed display aliasing, is unde- 
sirable because it presents waveform images that are not a 
reasonable representation of the captured signal. Our com- 
pression method sorts through waveform data bins of width 
2R and selects the maximum and minimum sample values 
from each. These extreme values are presented on the dis- 
play. The effect is to present a display very much like an 
analog oscilloscope or a strip-chart recorder display. That 
is, even if the time base is too slow to show detail, the user 
can see the maximum and minimum waveform excursions. 
Unlike simple decimation, which can fail to show signifi- 
cant signal activity, this compression method assures that 
signal activity will appear on the screen. 

Fig. 5 illustrates the distinction between the simple dec- 
imation and compression methods. For this example, a 
4096-sample waveform was t:hosen. With horizontal dis- 
play resolution of 1024, only one fourth of the samples can 
appear on the display. The upper portion of Fig. 5 shows 
the result created by simple decimation — a user could be 
misled by this result into thinking that the input remained 
unchanged during this time period. The lower portion of 
Fig* 5 shows the display result created by the* minimum- 
maximum compression algorithm. Regardless of the com- 
pression ratio* this algorithm never fails to indicate the 
presence of signal activity. Seeing an area of interest on 
the screen t a user can then zoom in for a detailed examina- 
tion of the waveform activity [Ki£. fi). 

Direct Hardcopy 

The HP 51Q89A can produce fully annotated output on 
any of HP's family of digilal plotters. A representation of 
I foe display can be plotted [see Fig. 7 for a typical example), 
or an individual waveform can he selected for output in 
its entirety, For plots o\ targe waveforms, no more than 
1024 samples per page are output; our rationale was \\\w\ 
trying to squeeze more data on a page would n't be reason- 
able. If an auto paging plotter is being used, the HP 5 1089 A 
recognizes the capability and automatically ejects the pages 
as consecutive segments of the targe waveform plot are 
completed. 

Analysis Capabilities 

The analysis, display, and I/O module provides a wide 
range of functions categorized as pulse, voltmeter, 
waveform math, frequency domain, calculus, frequency 
counter, and iterative functions. Many specific functions 
are available within each of these categories, some of which 
are detailed later in Ihis article. The user has access to four 
independent analysis setups. A setup consists of: 

■ The function to execute 

■ Input waveform(s) to be analyzed 
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■ Any possible spet ial modifiers such as a preprocessing 
window for frequency domain functions, 
Fig. 7 illustrates an analysis setup, The top trace is the 
ann lysis result and the lower traces are the waveforms being 
analyzed. Thr u^r has selected 1 be waveform nrirl function. 
wilh operand 1 the cap lured output of a function generator 
in swept sinusoid (linear FM) mode, and operand 2 the 
modulation signal. Delimitation capability is used here to 
isolate different segments of the operands being added. 
The vertical lines on the lower traces show the portions 
being analyzed, wdiile the status information near the top 
indicates the segment of each operand used In the analysis. 
Analysis function operation is designed for ease of use. 
An operation so natural that it often goes unnoticed is the 
automatic execution of the analysis whenever conditions 
change to require reex edition. The most obvious condition 
causing automatic re-execution is updating of the source 



operand. For example, if anew data acquisition occurs and 
the acquired waveform is the operand for a SPECTRUM In 
dBV function, the analysis result will automatically update 
using the newly acquired source waveform. Other inmli 
tions that invoke automatic analysis execution are: 

■ Change of operand (e,g + , changing operand 1 from chan- 
nel 1 record 1 to a waveform named Pulses). 

■ Change of position or length of delimit window. As the 
user moves the delimit window across the source 
waveform, the analysis result is continually updated, 

■ Change of a modifier that affects the selected analysis 
function (e.g.. changing from HAMMING hi FLATTOP win- 
dow 7 will invoke automatic execution it the function is 
SPECTRUM in dBm, but won't cause execution if the func- 
tion is AVERAGE FREQUENCY, since the window selection 
doesn't affect this result). 
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Fig, 7. Ana/ysfs seltvp display, 
The top trace is the analysis result 
and the lower traces are the 
waveforms being analyzed 



Analysis User Interface 

Fundamental rules for any machine to be easy to use in- 
clude: 

■ Never surprise the user with internally invoked changes 
of instrument state. 

■ Requested results should always appe.n Muinmutically 
on the display. 

Slrict adherence to one of the above objectives may lead 
to failure to meet the other. For example, a typical display 
presentation is two channels of waveform data. A user who 
then selects an analysis function probably expects to see 
the analysis result on the display, but this cannot ha[ 
without breaking the first rule. We have chosen to resolve 
this dilemma by providing two display modes, as shown 



in Fig, B, The main display mode can be configured by the 
user with complete generality: any custom configuration 
L.in be achieved. When the user selects an analysis function 
for execution, the firmware in the HP 51089A first checks 
to see if the analysis result (the waveform name ANALYSIS! 
is reserved for the output of analysis setup 1) is part of the 
USer-CUStomized display setup. If il is, mi display mode 
age is needed, since the analysis result is going to ap- 
pear on the display, If if isn't, the display Is automatically 
switched to analysis display mode to force the analysis 
result to be seen. The analysis display mode always puts 
the analysis result in the top trace and the assoi 
operand(s) in lower trace(s). Recovery of the oser-cus- 
tomifced setup is at. i :ompli shed by pressing the MAIN display 




User-Customized Setup 
(Main Display Mode) 



Fig. 8. Two display modes, main 
and analysis, ensure that the user 
sees the expected data. 
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key. 

The creation of main ami analysis display modes allows 
both objectives to be met. The interaction of these modes 
is explained by the following table: 



User Expectation 

Results appear on 
display when analysis 
function Is invoked. 

Customized display 
configuration won't 
be destroyed when 
analysis function is 
invoked. 



User wants a visual 

representation of the 
analysis setup. 



HP 51 089 A Response 

Results always appear, either 
automatically or by display 
mode change to analysis. 

Expectation automatically 
met if result is on display. If 
change to analysis display 
occurs, user recovers custom 
d i s p l ay setu p by p re s sing th e 
MAIN display key, 

Pressing the ANALYSIS display 
touchkey will assign the analy- 
sis result to the top trace and 
the analysis operandfs] to 
lower traces. Any operand 
delimitation will appear visu- 
ally as dashed vertical lines on 
the operand waveform(s). 

Pressing the ANALYSIS display 
key repeatedly causes it to 
toggle between a display show- 
ing just the ana lysis result and 
a display show i ng the analysis 
resu it and the analysis 
operand(s]< 



The general -purpose trace assignment capability pro- 
vides the ability to customize the display lor only the re- 



User wants to view 
only the analysts result. 
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Fig. 9. A decaying weighted average computation is an 
example of a user-customized analysis. 

suits of interest. For example, to use the instrument as a 
single-shot spectrum analyzer and frequency counter, the 
user can configure trace 1 to display the spectrum in riBm 
and trace 2 to display the average frequency. Whenever 
the time-domain source updates, these results will be up- 
dated on the display. 

Multiple Sequence Processing 

The user can perform analysis on analysis results, so it 
is possible to connect the four analysis setups to create 
functional results not directly available from a single func- 
tion. As an example of how multiple sequence processing 
can be used to customize a desired measurement, consider 
trying to generate a decaying weighted average from a suc- 
cession of waveform updates. One way to implement this 
is using the expression: 



x^JA-lJ/A + x k ,A. 



Xi ~ x T 



where x indicates an average result waveform, x a source 
waveform, and A a weighting factor Large values of A 
cause older updates to have greater influence over the cur- 
rent average. Values of A approaching 1 cause the current 
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average result to be dominated by recent updates I 
illustrates the process. To begin the averaging process the 
first update is EXTHACTed (copied) to the average result. 
Upon each subsequent update the product (1 Ajx k will be 
automat'; imputed. Pressing the ANALYSIS SETUP 2 

key causes the product x^.; imputed, 

Pressing ANALYSIS setup 3 which has been defined to sum 
the products just computed (by assigning as its operands 
the outputs of analysis setups l and 2), will produce the 
average. 

Keeping Track of Units 

The analysis software has general units handling capahi U 
ity that automatically processes units information from one 
execution to the next. One advantage this provides is easy 
verification that the dimensional Ity of the sequence of 
analyses is correct. For example* suppose you want to sub- 
tract the third integral of channel 1 record 1 from the third 
integral of channel 2 record 1. If you've done it right, the 
Y-axis units of the sources and the result will appear as 
Vs 3 , If by mistake you subtract the second integral of chan- 
nel 2 record 1, the resultant units will he UNKNOWN, an 
indication that the Y-axis units of the operands weren't 
dimensmnaily correct for subtraction. 

The analysis software will always perform an indicated 
operation, regardless of the dimensional correctness of the 
operand units. The distinction between dimensional cor- 
rectness and incorrectness is that the unit indicator UN- 
KNOWN is used whenever the dimensions are incorrect for 
the indicated operation, Dimensional correctness is partly 
dependent upon the operation lobe performed. Subtracting 
a second integral from a third integral doesn't make dimen- 
sional sense, but multiplying them does, and results in 
Y-axis units Elf tf 2 s 5 « 

The machine also processes units on the X axis, a more 
complicated task than Y-axis units processing because the 
units must make sense together and the X-axis increments 
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Fig. 11. (a) Accuracy of the flattop window is demonstrated 
by a series of spectra of Q-dBm sine waves at random frequen- 
cies (b) The Manning window is less accurate but has 
superior frequency resolving properties 
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Fig, 12. A measurement with no 
device under test can be used to 
calibrate timing differences be- 
tween HP 5 WOT, HP 5183 T. or HP 
51 85T inputs 
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Fig. 13. Pulsed HF signal, (a) Time record (b) Frequency spectrum, (c) Frequency spectrum 
of an individual burst, (d) Frequency profile measured using the huilt-tn frequency counter 



(eg rn the sample rates for ADC waveforms) must be the 
same for both operands. For example* multiplying a 
waveform captured at 250 MHz with a waveform captured 
at 1 Hz is not sensible, so I he resultant X-axis units become 
UNKNOWN. 

Frequency-Domain Functions 

Transformation of the source data (time domain] to the 
frequency domain is accomplished using either the dBm, 
dBV, or phase spectrum functions. Far example, the lower 
waveform in Fig. 10 is a time-domain look at the output 
from a touch tone generator as a sequence of keys was 
pressed. The sequence was the digits one through nine, 
ending with zero, Timing information such as tone burst 
duration or time between bursts is readily determined from 
the time waveform. However, if we want to know which 
keys were pressed, the time-domain view is of little help, 
Even after zooming in on each burst the determination is 
nearly impossible. By selecting the spectrum in dBV func- 
tion and using the general delimitation capability of 
analysis, the frequency content of each key press can be 
isolated and examined. The top waveform of Fig. 10 shows 
tii at the third tone burst is essentially two-tone. Frequency 
and amplitude levels are directly read b\ jil.-u ing cursors 
on the peaks. A two-tone spectrum at 147b. 56250 Hz and 
701.171875 Hz identifies the third key pressed as a 3, 



Conversion to frequency domain is accomplished using 
a fast Fourier transform. The implementation is a radix -4 , 
jn-place, real-in/complex-out algorithm 1 that executes on 
the 580G0 microprocessor in 450 ms for 1024 source sam- 
ples. Conversion of the complex output of the FFT to either 
a magnitude (in dBV or dBm) or a phase spectrum requires 
Cartesian-to-polar coordinate transformation. Rather than 
compute this transformation directly from the equations: 



Magnitude *= V(realj) 2 + (imaginary^ 

Phaseangie i = tan- | ( imagimiry '\ 
\ reali / 

which requires many slow transcendental function compu- 
tations, a method known as the CQRDIC computing 
technique (Coordinate Rotation Digital Computer) is used. 2 
Developed originally as a special-purpose computer for 
real-time airborne computation to solve navigation equa- 
tions, the CORD1C technique is well-suited for providing 
coordinate transformations of the FFT output data. 

The selection of a windowing function for a frequency- 
dumain measurement is dependent upon input signal 
characteristics and the type of frequency domain informa- 
tion that is being sought. For example, if amplitude accu- 
racy is the critical measurement, the FLATTOP window is 
the best choice. The data in Fig. 11a was generated using 



60 HEWLETT-PACKARD JOURNAL FEBRUARY 1936 



)Copr. 1949-1998 Hewlett-Packard Co. 



source waveforms at random frequencies* ail having rms 
power levels of dBm. The spectrum in dBm was computed 
for each source. The results, which show a maximum vari- 
ation of less than 0.1 dB across the spectrum, agree closely 
with the theoretical prediction and show that the accu 
of the result is optimum when the FLATTOP wind* 
used. Fig, 1 lb shows a similar plot for the BANNING window. 
The MANNING window doesn't provide the amplitude accu- 
racy of the FLATTOP window, but has superior frequency 
resolving properties. 

The phase spectrum analysis function is especially use- 
ful for measuring time differences between multiple inputs, 
A typical example of the device under test would be an 
amplifier or a filter whose phase response needs to be de- 
termined. The signal source is stepped through a succes- 
sion of test frequencies and the phase difference between 
the inputs Is measured at each frequency. The data is di- 
rectly available as delta -phase versus frequern \ 

This same technique can be used to calibrate systematic 
timing characteristics between measurement channels 
when using any of the digitizing oscilloscopes. Fig, 12 illus- 
trates the results of usins this technique on an HP 5185T 
Digitizing Oscilloscope. The upper waveform of Fig. 12 
was captured first, then the cables were reversed and the 
new result was the lower waveform. These results are mir- 
mr images about zero degrees, indicating that the primary 
timing difference in the measurement channels is contrib- 
uted by the cables (to the eye. the cables are the same 
length]. The delta-phase results directly obtainable from 
the HP 51089A can be converted to timing differences from 
the expression 



Selecting 75 MHz as a sample frequency, the expression 
vields 



3.5 C 



75 MHz > :*6Q : 



- 130 picoseconds 



A time 



1 phase 
input frequency * 360 



Resolution for delta- phase measurements is typically better 
than 0.1 degree. 

Average Frequency 

This analysis function is a software implementation of 
a synchronous gating reciprocal frequency counter. 3 The 
result is average frequency, computed from the formula: 

f. u = (number of input periods J, '(time interval J. 

Because the time interval value always spans an integral 
number of periods, no error in the average frequency result 
is caused by inclusion of partial periods. 

Using techniques that enhance the accuracy of the time 
interval portion of the average frequency measurement pro- 
duces frequency counting capability com parable to instru- 
ments dedicated to measuring average frequency. However, 
unlike counters, a waveform Image is available, so it is 
apparent what is being measured. 

Dedicated frequency counters operate on live data so 
there is only one chance to obtain the result. The HP 5180T, 
HP 5183T, and HP 5185T operate on captured waveform 
da la. The delimitation feature of analysis provides the equiv- 
alent of a built-in adjustable external gate for the average 
frequency measurement, By combining these capabilities, 
a single-shot, zero-dead -time frequency profile of a cap- 
tured waveform can be obtained. This is illustrated in Fig. 
13, which shows a captured pulsed RF sequence, its overall 
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Fig. 14. Timing resolution can be 
greater than indicated by the sam- 
ple rate. This plot shows worst- 
case time resolution as a function 
of digitizer error and input s/ew 
rate 
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Fig, 15. Lfe/ng the event crossing 
function at differ em threshold lev- 
els, a single marginal pulse can 
he detected automatically. 



magnitude spectrum, and the recovered frequency modula- 
tion, obtained with delimited average frequency analysis* 
The recovered modulation waveform clearly shows what 
the other two cannot — the modulation source was a trian- 
gular signal freely running with respect to the pulse repe- 
tition frequency. 

Waveform Reconstruction for Time Estimation 

A traditional frequency counter minimizes time error by 
accumulating clock pulses in the time register at a high 
rate. The HP 5345A Universal Counter uses a 500-MHz 
sample clock, resulting in fundamental timing resolution 
of 2 ns. The digitized data being evaluated in the HP 518GT, 
HP 5183T, or HP 5185T will not have been sampled at 
rates as high as the clock rates in a frequency counter, so 



il might appear that the timing error would be greater, For 
example, evaluating data captured on an HP 5180T at 20 
MHz (50 ns/s ample), one might expect worst-case total tim- 
ing error of ±50 ns for an interval measurement. However, 
the digitized data sequence contains information thai can 
be used for timing resolution improvement in a way not 
possible with a frequency counter. Signal level information 
on either side of the threshold level can be used to deter- 
mine crossing times mure precisely. Simple linear interpo- 
lation between samples leads to significant reduction of 
timing error. Additional waveform reconstruction al- 
gorithms are used in the HP 5 1 089 A to obtain a more precise 
timing measurement. 

As the input slew rate increases, the significance of ADC 
amplitude error diminishes in the timing estimate. Fig. 14 
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Handling of Significant Digits 



measure^ rients provide more 

are s and patience to dele r - 

.vhat is significant A major weakness of this approach *s 
that tr - determined by 

posst: resulting in overstay 

afues mat aren't the targes! For example cc 
computing the peak -to- peak voltage of a waveform captured on 
the 5V range of the HP 51 83A The ADC quantization step is the 
resolution of this measurement, wnicfri turns out to be 2 5 mV 
Trie largest poss ifor peak-to-peak voltage on mis range 

is about 10V To support the largest value to correct resosution 
reouires six digits (e.g.. 10 0025V) With a fixed six digits, smai-er 
results are vastly overstated For example, 27.5 mV will be stated 
as 27 5000 mV. a value that seems to suggest resolution on the 
order of 100 nanovolts' To avoid this kind of overstatement, a 
significant digits handling algorithm was developed and im- 
plemented that dynamically adjusts the number of significant 
digits based on the magnitude and resolution of the result The 
expression is: 

D = L[log(x)I - UloetFtr])] + 1 

where D is the number of mantissa digits required to represent 
the value properly, L is a function returning the closest integer 
value that is equal to or lower than the number (e.g.., L[2 3] = 
2 L[ -6 8] = -7). x is the number being represented, F is a 
function returning a number containing only the least-significant 
nonzero digit in the input number (e.g., F[2.35] = 05, 
F|1 00000025] = 5x10 B ) r and r is the resolution appropriate 
for x. 

Using the example abo^e, x = 10 0025 would produce 
L[log{1 0025)] « 1 and F[O.0O25] = 0005 so L[ log (0.0005)] 
= -4 and D = 1 - (-4) + 1 =■ 6 digits The value x = 27 5 
mV would produce L[iog(00275)] = -2, so D = -2 - (-4) 
'1=3 digits Jn each case, the result is expressed to the 
proper number of significant digits 

One special problem in significant digit handling occurs when 
the resolution term is not an integer power of ten in the preceding 
example, the resolution is 2 5 mV, which is not a power of 10 A 
single result expressed with the proper number of significant 
digits, such as 4 3425 volts, gives the incorrect impression thai 
4 3424 and 4 3426 are possible results, when <n fact the nearest 
possible results are 4.3450 and 4 3400 volts The user has im- 
agined iO0-p,V resolution when the actual resolution is only 2.5 
mV. All five digits need to be displayed in the original result since 
The last digit is truly meaningful (not displaying it creates bias 
error) It is unfortunate that, in such cases, providing a single 
result to its proper resolution doesn't identify the magnitude of 
the resolution 

A more dramatic example of this dilemma occurs when com- 
puting frequency domain results The frequency bin size of an 
FFT is yN r where t 9 is the sampling frequency and N is the 
number of samples in the original time-domain source data For 
preset conditions on an HP 51089A wth an HP 5183A (I.e.. an 



-3T) this gives a frequency resolution of 3 90625 kHz The 
frequency value obtained by using a cursor to measure the 200th 
sampte of the magnitude spectrum is 777 34375 M 
a tendency to took at a value like this and conclude v 
resolution is around 10 mHz, when in fact it is around 4 kHz 1 
->entaiions that always provide a fixed number of digits get 
into serious trouble in a situation like this, because the worst-case 
measurement here is a magnitude of 2 MHz with 3,90625 kHz 
resolution, which requires nine digits. When a small result is 
computed, such as 7.81250 kHz. the fixed implementation would 
represent this as 7 81250000 kHz, suggesting resolution to 10 
jaHzt 

The typical alternative impiementation, arbitrarily limiting the 
output to five digits (perhaps rounding as well) in an attempt to 
keep the results looking good on the display and avoid overstate- 
ment, is really the worst approach of all Not only does overstate- 
ment of results continue to be a problem (for results near the 
resolution), but now understatement of results often occurs as 
well Usmg an example from the paragraph above, 777.34 kHz 
may look good, but it is needlessly biased away from the true 
result by 3 75 Hz 

The best solution is to provide the resolution value as well as 
the result With this information, results like 777 34375 kHz are 
not apt to be interpreted as having such fine resolution because 
the message resolution: 3.90625 kHz would appear next to the 
result. The practical reason for not doing this is that it doubles 
the number of numerical values on the display, which complicates 
the display appearance and makes extracting information tedious 

The following list summarizes the alternatives In any event, 
the present implementation in the HP 51089A always provides 
the correct number of digits for each measurement. 



Implementation 

Fixed digits, large 
enough to cover 
worst case 



Fixed digits, 
limited to look 
good on display 



Implementation 
using formula 



Implementation 
usmg formula with 
resolution value 
indicated to user 



Comments 

Extreme overstatement of resolu- 
tion. Easy to implement forgiven 
measurement Hard or impossible 
to find one value for all cases 

Rarely will provide result to correct 
resolution. Often understates and 
biases results With small results. 
will overstate resolution, 

Result always stated correctly 
Resolution may appear overstated 

when resolution step has many 
digits (above methods have this 
problem also) 

This is ideal if you can afford the 
space and additional computation 
time. 



illustrates I he mterelationships between input slew rate at 
the threshold trussing, the .jinotiiit ol liming enhancement 
as a fraction of the sample interval, and the resolving capa- 
luliiv of the digitizer. The plot considers the digitizer error 
to be the only source of error in timing estimation: for many 
measurements, this is the dominant error source. 



Using an HP 5185T t single-shot timing resolution better 
than 2 Of) ps is achieved for inputs ranging from 1 MHz to 
ltJO MHz. digitizing at 250 mega samples per second. 

Event Crossings 

This analysis function is much like the totalize function 
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Fig. 1 7. The periodic rms lunation 
can avoid errors caused by inclu- 
sion of partial periods tn tim rms 

result, 



found on some frequency counters. Events in each direction 
[+ . — ) are computed independently. Whereas a traditional 
frequency counter uses analog hardware to determine when 
events occur, the implements! inn in ihe analysis, display. 
and I/O module uses software for event determination. 

The event crossing function is useful for analyzing com- 
plex pulse trains, Measurements easily performed using 
this function inciude locating a missing or extra pulse and 
identifying pu Ises that are cJose to noise margins (Fig* 1 5}, 

Pulse Analysis 

The pulse analysis package is based upon IEEE stan- 
dards, 4 An example of its use is shown in Fig. in 

Periodic RMS 

This analysis function compotes the same result as the 
basic rms function with the exception that it prequalifies 
the X-axis range lor the computation to span an inlegnd 
number of periods. As with t he a veragef ret juency Junction, 
the threshold level can be adjusted to control the Y-axis 
level used for period determination. The advantage of 
periodic rms over rms is realized in the evaluation of 
periodic signals, where inclusion of partial periods in the 
rms result can cause a large departure from the expected 
result [Fig. 17]. 

Hold M in/ Max 

This group of analysis functions provides a convenient 
method for monitoring long-term variations of waveforms. 
The hold minimum function maintains a waveform of the 
smallest value occurring since the function was initiated. 
The hold maximum function is identical to hold minimum 
except that it maintains a time-ordered waveform of largest 
values. By using these functions together, a pair of wave- 
forms is generated that brackets the extreme values that 
the source has exhibited. 
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Developing a Printed Circuit Board Design 
System 

HP's Printed Circuit Board Design System (HP PCDS) was 
developed to meet the needs of electronic designers 
dealing with ever-increasing complexity and density. 

by Elaine C. Regelson 



TODAY'S MICROMINIATURIZATION" of parts and 
assemblies has made possible products of a complex- 
ity and sophistication virtually unimaginable thirty 
years ago- These products range from Christmas cards ani- 
mated by tiny chips playing carols to fully functional com- 
puters that can be held in one hand. As the parts have 
increased in complexity and density, so have the boards 
t hat hold them. Modern computers can contain boards with 
more than 20 layers of tiny conductive traces — fine lines 
of copper etched down to widths of 0.003 inch. Production 
of such complex boards has required development of vastly 
more sophisticated manufacturing processes and software 
tools to assist with design and layout. 

In 1982 Hewlett-Packard addressed the computer-aided 
printed circuit board layout problem with HP EGS (HP's 
Engineering Graphics System), a product that provides de- 
sign capture [via an electrical schematic) and general phys- 
ical design capabilities. In 1986 HP introduced its first fully 
automated printed circuit board layout product [Fig- 1) as 
a member of the HP DesignCenter family. This HP Printed 
Circuit Design System (HP PCDS) is a fully functional com- 
puter-aided design application that couples printed circuit 
board layout to electrical engineering design, manufactur- 
ing, and testing. In this issue are a number of articles about 
HP PCDS, including detailed discussions of some of its 
features and the development required to bring a large, 
high-quality product to market. This article provides an 
overview of the product and the environment in which 
it runs, and includes a discussion of HP PCDS 1 Design 
Module. 

Electronic Product Development Steps 

There are a number of steps from the conception of an 
idea for an electronic circuit to its realization as a working 
product. The engineer sketches out the basic blocks of the 
circuit and then creates a functional model to test the design 
concept. Next the engineer refines the design, describing 
it in the form of a schematic diagram, and perhaps runs a 
series of simulations to verify that the design is logically 
correct. More extensive simulations could perform timing 
and fault analysis, 

When the design is complete, a physical layout of the 
printed circuit board with the components and the connec- 
tions between them is built. This physical design layout 
process includes definition of the board outline, assign- 
ment of circuit logic to physical devices, placing parts on 



the board, electrically connecting devices to one another 
as dictated by the schematic, and modifying the board de- 
sign to improve manufacturability. All this must be ac- 
complished in the context of manufacturing constraints 
and maintenance of design integrity. Once the board has 
been laid out [Fig, 2a]. the instruction* to drive the man- 
ufacturing machines that build and test the board must be 
generated, Finally, the board can be built, loaded with parts 
(Fig. 2b), and tested. 

During the development process, the design data must 
be maintained and archived to provide version control in 
the event multiple versions of the circuit board are de- 
veloped, and to secure the design data to ensure that 
changes are made only by appropriate people, and by only 
one person at a time* Furthermore, a component library- 
containing accurate and consistent definitions of parts 
available for use in the products must be maintained. 

Ftp's Electronic Design System (HP EDS] provides the 
electrical engineer with solutions for schematic capture 
and digital logic simulation. This product has tight bidirec- 
tional data links with HP PCDS and both products share a 
synchronized parts library. HP PCDS provides a complete 
collection of tools for the layout process — from accepting 
the initial logic design all the way through generating man- 
ufacturing outputs and links to an HP 3065 Board Test 
System. The link between HP EDS and HP PCDS allows 
back annotation and bidirectional Engineering change, 
eliminates redundant data entry, and reduces chances for 
logical and physical design inconsistencies. 

History 

HP PCDS is based on source code licensed from Northern 
Telecom Inc, and its subsidiary, Bell Northern Research, 
in late 1985. This product had been evolving for over ten 
years In a mainframe computing environment and was cho- 
sen as an excellent foundation for developing a family of 
Hewlett-Packard products. It provided good functionality 
for most areas of printed circuit board design and was 
highly tuned in a number of areas. 

The source code was ported to the HP 9000 Series 300 
ifi.huical workstations to provide single-workstation and 
networked operation on HP's HP-UX operating system, 
which is derived from the UNIX* 1 operating system and 
adheres to AT&T's System V Interface Definition, Issue I. 
In addition to the port, extensive revisions were made to 

UNIX Is ft registered Hademark of AT&T In the U.S A. and other countries 
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Fig. 1. The HP Printed Circuit Design System (HP PCDS) is 
a full- function computer-aided design system for the design 
of prtnted circuit boards. Unks to the HP Electronic Design 
System (HP EDS) and manufacturing machinery are some of 
the features. 

improve the product, particularly in the areas of design 
data management and links to the HP BDS front end and 
HP 3065 Board Test System back end, In addition to func- 
tionality extensions, extensive rework was done to provide 
greatly increased quality and generality to the product, 

in April 1987, HP PCDS was updated to provide new 
capabilities to address the rapidly changing market and 
add even more generality for the user community. New 
workstation platforms broaden the price/performance 
range of options available to customers, A schematic net 
editor (SNE) was released which provides very easy entry 
of netlists for a large group of users who wish to enter their 
designs into HP PCDS from paper schematics instead of 
electronically. Significant functionality improvements 
were made throughout the product, including such areas 
as design verification and automatic routing. 

HP PCDS 

HP PCDS is made up of three modules: the Design Mod- 
ule, the Autorouter Module, and the Library Module. These 
modules reside in the Design System Manager (DSM) envi- 
ronment, DSM is a product that is tuned to manage data 
and programs for CAD and general-purpose applications. 
The article on page 71 provides an overview of DSM r s 
capabilities. The article on page 80 is a detailed discussion 
of the approach used to implement this functionality, In 
addition to data management, the DSM environment pro- 
vides for remote program execution, peripheral spooling, 
spooled remote process management , and network access. 
The article on page 77 focuses on the special problems of 
providing appropriate spooling capabilities for a CAD en- 
vironment, 

The Design Module discussed later in this article is the 
heart of the printed circuit board design system. The Design 
Module provides board definition, packing, placing, in- 
teractive design editing, clean-up, and manufacturing out- 
put generation functions. The Design Module contains an 
extensive set of specific information about how printed 
circuit boards are manufactured, which it uses throughout 
the development of the board. 



The Autorouter Module automatically routes the board* 
providing the electrical connections needed for the design, 
The Autorouter Module and th.fi automatic placemen) capa- 
bility of the Design Module are described in the article on 
page 68 . 

Board components are maintained in a parts library and 
managed by the Library Module. The Parts Library provides 
a data base of more than 5500 standard components from 
which customers can draw to begin their printed circuit 
board designs, The Library Module allows maintenance — 
creation, modification, and validation — of parts in the com- 
ponent data base. The parts library and the Library Module 
are discussed in the box on page 82, 

Product Realization 

Porting a software product the si ze of HP PCDS and bring- 
ing it to market quickly and efficiently were challenging 
processes. Automated tools were developed and Sjh 
teams formed to complete the job. Special software tools 
automatically converted the original product language spe- 
cifics into the HP-UX workstation languages. System tie- 
pendent foundations of the system* notably the graphics 
library and tile- hand ling utilities, were redesigned to use 
the graphics and file capabilities provided by the worksta- 
tion environment, !n addition to language differences, there 
were occasionally specific problems caused by different 
uses of machine architecture, such as discrepancies in 
machine memory allocation and use. Both manual and au- 
tomated processes were developed to find and correct these 
discrepancies. 

After the product was ported to I he HP-UX environment, 
it was evaluated for opportunities to make it better by using 
features provided in the new environment. Networking and 
graphics environments proved to be especially fruitful 
areas for change, Networked workstations, for instance, 
provided the opportunity to offer distributed data bases 
and required additional engineering to solve the special 
problems this capability poses. An example of the new 
environment's impact on graphics was the reworking of 
parts of the interface to take full advantage of the multiple 
window display capabilities provided by HP Windows/ 
9000 instead of requiring an extra terminal for message 
display and program control. 

To ensure and enhance product quality, small teams were 
formed that specialized in each of the major functional 
areas, They were responsible for learning in depth how the 
area was supposed to work and making sure it still did so 
after the port. A special test team provided concentrated 
reliability testing of HP PCDS. particularly focusing on ver- 
ifying consistency between the software and the manuals 
describing it. Printed circuit board design specialists also 
joined the project team and used the product to design a 
variety of real boards. Their experience enhanced the relia- 
bility and usability of the product and has significantly 
contributed to the list of functional enhancements planned 
for it. 

The article on page 84 discusses in detail many of the 
special quality assurance teams, tools, and processes used 
to build and verify HP PCDS, 
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Fig. 2. (a) Layout of board using HP PCOS. (b) Actual board 
for fa). 

Design Module 

Most designer interaction with HP PCDS is done through 
the Design Module. The Design Module provides a set of 
powerful features to aid the designer in all steps of the 
printed nircuit board and hybrid la von t process, These fea- 
tures are accessed through a hierarchically struclurert 
interface. 

The user interface is generally object-oriented and . 
to use. Picking an object from the display or menu brings 
up a menu of operations relevant to that object type. Addi- 
tional menu options allow simple access to such features 
as zooming in on specific display areas, associating colors 
with object types, or accessing the file system to save or 
recover designs. 

The first step in creation of a physical design is definition 
of the board blank shape and the manufacturing technology 
to be used in fabricating that hoard A technology file 
specifies such items as number and use of layers, default 
trace widths and spacings, pad definitions, and photoplot- 
ter apertures. Technology file information is used through- 
out the design process to warn of design violations and to 
ensure that the board will be manufacturable. HP PCDS is 



delivered with a number of technology files that serve as 
useful examp noose to mod- 

ify these to reflect their own manufacturing processes. 

When the board technology and shape have been defined, 
the logical design information is loaded in the form of a 
packed, unpacked, or partially packed neilist HP PCDS 
contains an automatic packer that associates logical circuits 
from the engineer's design to physical parts, but still has 
the flexibility to allow the designer interactive control over 
the packing of critical parts. 

The next step is to place the parts onto the board. The 
Design Module has a number of features to help the de- 
signer interactively place critical parts. These include au- 
tomatically sorting them for placement in a sequence based 
on logical connectivity, for instance, and allowing easy 
movement or rotation of parts, The automatic place and 
improve functions described in the article on page 68 au- 
tomatically place parts in their near-optimal positions and 
swap placed devices and gates to minimise logic length 
[straight- line distance between connection points) and im- 
prove mutability. 

Interactive routing functions allow electrical connection 
of parts on the board. The Design Module assists interactive 
routing by providing pattern repetition capabilities, auto- 
matic insertion of vias (feedthroughs) wheo changing 
layers, and the ability to add lattices with automatic avoid- 
ance and addition of thermal relief pads. Warnings, such 
as "aperture size not available," notify the designer when 
design violations or possible manufacturing problems 
occur. In general, the designer routes critical traces first, 
then sends the board to the Autorouter Module described 
in the next article. 

A final clean-up, or tidy, function is used to improve 
manufacturahility of the board, Tidy functions make final 
adjustments to such things as trace spacing, layering, and 
widths, eliminate unnecessary or unused elements such as 
traces, breakouts, and vias, automatically spread traces, 
add teardrops, and widen traces for specified signals. 

Before manufacturing the board it is important to reverify 
the design to ensure that design violations that may have 
bean ignored when they occurred have been taken care of. 
Design rules check for violations such as too little clearance 
between board objects [e.g., board edge and elements, vias 
and pads, trace segments, etc.), 

The Design Module generates a variety of manufacturing 
outputs, including a complete set of printed circuit and 
hybrid masks, reports for manufacturing and purchasing, 
and links to photo plotters, numerically controlled (NCJ 
drills, and the HP :*0b5 Board Test System, In addition, a 
set of design data access routines [DDAR] is provided. 
These routines allow custom data extraction to enable cus- 
tomer sites to develop their own links to local manufactur- 
ing systems. 
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Automating the Printed Circuit Board 
Design Process 

Using a computer to place components on a printed circuit 
board and route most connections greatly simplifies the 
design process. To accomplish this, careful selection of the 
algorithms is essential. 

by Gary Jackoway 



TWO MAJOR REASONS for using a computer-aided 
design system lo design printed circuit boards are 
to shorten the design cycle and to free the designer 
from time-consuming, routine tasks. Design automation 
can play an important role in achieving both of these goals 
by automatically placing the parts on the board and deter- 
mining routes for electrical connections and signal paths. 

The standard scenario for placing and routing a printed 
circuit board using HP's Printed Circuit Design System (HP 
PCDS] is that the user places critical parts manually and 
then has the autoplacer place the rest. If for some reason 
the autoplacer fails to place all parts, the user completes 
the task. Once parts are placed, it is common to try to 
improve the placement, This can be done manually or auto- 
matically at the pin, gate, or part level. When the placement 
is complete, electrical connections between pins are made 
by adding traces and vias* to connect all pins carrying the 
same signal. Routing can be done automatically or manu- 
ally. Again, it is common for the user to make critical con- 
nections manually and then run the autorouter to make 
the rest. If the autorouter cannot make all of the remaining 
connections, the user manually completes the board. Rout- 
ing must take into account the trace width, via size, and 
spacing requirements of the board manufacturing system, 
The placement of parts on the board and gates within 
parts greatly affects the mutability of a printed circuit 
board. The next section describes the placement method 
used in HP PCDS. Then placement improvement methods 
are discussed, The final section describes the autorouter, 
its parameters and its method of operation. 

Auto placement 

The autoplacer determines part locations on the printed 
circuit board so that the autorouter can completely route 
the board within the given design constraints. Part place- 
ment must consider a number of practical constraints such 
as board obstructions and part sizes. In determining how 
routable a board is the standard norm used is logic length — 
the minimum wire length needed to make all the connec- 
tions if wires were allowed to cross. Logic length under- 
estimates the final trace length that will be used on the 
board, because connections must avoid other signals. Since 
it is difficult or impossible to predict where the traces will 

'A printed circuil board is often made up rjt several separate layers ol conn&ctrons A via 
is a piaied hole in she board that makes connections between layers 



actually go. logic length is used as a predictor of the diffi- 
culty of making the trace interconnections. The goal of an 
autoplacer is to minimize total logic length. 

In general, it is not acceptable for an autoplacer to place 
parts in arbitrary locations on the board. Designers often 
want the parts aligned to a placement grid because it 
simplifies automatic insertion of the parts on the board, 
ami assists routing by providing natural channels between 
parts for connecting traces. Furthermore, if parts are aligned 
to a grid, there may be a pattern that routes all the connec- 
tions in one section of the board, as is common for memory 
arrays. 

HP PCDS uses an autoplacer whose basic method is force- 
directed. In force-directed placement, a mechanical anal- 
ogy is applied. In Fig. 1 T each part to be placed is rep- 
resented by a block and each interconnection to be made 
is represented by a spring connecting the two blocks with 
thai interconnection. If all these springs are stretched and 
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Fig. 1 . Force-directed placement is based on a mechanical 
analogy. (Top) Smaif printed circuit board (Bottom) Mechan- 
ical representation of board. 
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then released, the springs will pull the system together. 
Now, add repulsion to the system so lhaE all the blocks are 
not pulled to the center. The autoplacer finds the equilib- 
rium position of blocks in this block spring problem, and 
uses the block locations as the part locations on the printed 
j it board. Once the placer has these starting locations, 
it moves each part to a nearby placement grid location in 
such a way that no parts overlap. When this is completed, 
ihe board has been placed^ Note that the block spring prob- 
lem has been solved optimally, but the placement problem 
has only been approximated. Finding the minimum total 
logic length would take much too long, so some simplifica- 
tion must be made, 

Improvement 

Placement gives a first cut at determining locations for 
all parts. Since the minimum total logic length in general 
has not been achieved, there is usually room for improve- 
ment. In the improvement phase, the placement is refined- 
The different types of improvement that can be attempted 
are: 

■ Parts improvement. Logic length may be shortened when 
one part swaps location with another. If logic length goes 
down, the swap is kept, otherwise the parts are returned 
to their original locations, 

■ Gate improvement, Many parts contain more than one 
gate, A 74LS00 package, for example, contains four NAND 
gates. If there are many 74LS00 parts on a board, the 
gates in all of these parts can be relocated to improve 
logic length. The user can also specify that improvement 
is to be tried only within parts, That is, no gate is to be 
moved to another part, but the four NAND gates within a 
given package can be reassigned, 

■ Pin improvement. A particular gate may have pins that 
are equivalent and can be swapped. The two input pins 
on a NAND gate, for instance, can be swapped with no 
change in functionality. Pin improvement is more local 
in nature, but still can ease ihe routing task by relocating 
pins on the side of a part where they can be connected 
more easily. 

Pin and gate improvements are straightforward because 
the small number of possible alternatives allows a thorough 
search, Part improvement, however, can be a bottleneck. 
In HP PCDS, pari improvement is achieved using a force-di- 
rected method. Each part has a zero force location — a loca- 
tion at which the springs pull the part equally in all direc- 
tions. This location can be considered as the best location 
for that part. Thus, instead of trying to swap a part with 
all other parts, the search is concentrated in the neighbor- 
hood around the zero force location, 

The force- directed method has been shown to be one of 
the best available. Hanan and his coworkers 1 compared 
many popular methods on several real-world problems and 
concluded: "The force-directed pair wise relaxation al- 
gorithm . * . yielded the minimum or near minimum result 
on all six problems. In addition, it accomplished this in 
the minimum time for the two large problems." 

Routing 

Routing connections is the most time-intensive step in 
treating a printed circuit board design. For this reason, 



automatic routing is often seen as the critical element in a 
printed circuit board CAD system, Sales literature abounds 
with autorouting claims, the most prominent of which is 
the 100% autorouter — an autorouter that makes all of the 
connections necessary on the board. It is easy to demon- 
strate that no practical autorouter lays out 100% of the 
connections all of the time. An autorouter that tries all 
possibilities could take years to solve large hoards. And. 
if an autorouter fails to consider all alternatives, it can miss 
the alternative critical to a specific board. The best auto* 
router is the one that achieves 100% completion on most 
boards and gets close to 100% completion on the boards 
for which it does not achieve 100%* while always maintain- 
ing user-specified design rules. 

Another attribute of autorouters that has gained much 
publicity is the choice of internal data structure. Autorout- 
ers are divided into two classes: gridded and godless, A 
gridded autorouter uses an array as a representation of the 
board, whereas a gridless autorouter does not. Why would 
anyone care about the internal data structure of the product 
they are buying? Because that structure \i<v> implications 
concerning how accurately a board can be routed. Gridded 
data structures have been seen as inaccurate because object 
placement has to be rounded to the nearest grid location. 
A fine grid is possible, but to attain 0.00 1-inch resolution 
for a 10-inch-by-lO'inch board one would need 100 million 
grid cells for each layer. Gridless approaches have potential 
resolutions much finer than 0.001 inch, but so far no purely 
gridless autorouter has established itself in the mar- 
ketplace. 

The key for the user is not the data structure being used, 
but the accuracy of the routes that are made. This accuracy 
has two parts: board space must be used efficiently, but 
enough space must be left between traces to satisfy the 
design rules required for that board, The objectives of an 
autorouter. then, are to achieve the highest completion i in 
possible in a reasonable amount of time without violating 
design rules and while using the board space as efficiently 
as possible. 

HP PCDS Autorouter 

Ti) achieve high completion rates, the HP PCDS Autorou- 
ter Module uses a combination of custom grid specifica- 
tions, intelligent and flexible connection sorting methods. 
and user parameter control. The HP PCDS autorouter is a 
gridded autorouter. It has been carefully constructed, how* 
ever, to get as much out of the grid structure as possible. 
Objects are represented accurately from the perspective of 
traces lying on the tracking grid. That is, the autorouter 
only routes traces on the tracking grid, so the critical con* 
cern is whether these traces can or cannot go to a specific 
location on that tracking grid. Thus, HP PCDS has the ad- 
vantage of the proven technology of gridded autorouters 
without the disadvantage of inaccurate representation. The 
only limitation placed on the user is that the traces can 
fall only on grid cells. This limitation is minimized by 
giving the user control over the grid, 

HP PCDS includes custom grid specifications which in- 
clude parts of the router tuned for specific situations and 
matched with carefully selected sets of parameters to com- 
plement that custom grid, Custom grids are available for 
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Finding Paths in a Gridded Data Structure 



The reason for the popularity of gridded autorouter s over the 
years is that there is a simple algorithm that yields powerful 
results The Lee, or wavefront, algorithm involves filling the grid 
cells with values (flooding) in an attempt to find the shortest path 
between two pms. The advantages of this algorithm are that if 
there is a path through grid ceils, this algorithm will find it and 
it will be the shortest one available. Of course. Ihe shortest path 
uses the least board space and thus leaves the most space 
available for other paths. 

The wavefront algorithm begins by marking the starting ceil 
(source) and the ending cell (target). All grid cells that have 
already been used are marked as obstructions. In Fig, 1 a, source 
is marked as S. target is marked as T, and obstructions are 
indicated by X 

Starting from the source cell, mark the empty cells immediately 
surrounding it with a 1 (surrounding in this example means 
orthogonally adjacent, not diagonally). The cells marked 1 are 
exactly one cell away from the source Now mark with a 2 al! 
unmarked cells surrounding all cells marked with a 1 . These cells 
are exactly two cells away from the source cell. If we continue 
in this manner until the target cell is reached, the grid looks like 
Rg. lb 

At this point we see that the target would be numbered 12, 
and thus is 12 cells away from the source. Now we find a length- 1 2 
path from the target back to the source by following the cell 
numbers backwards from 12. Note that there are several options 
along the way. Even in the first step we cou^d go either left or 
down. The length of the path is not affected by our choice, but 
the quality could be. A heuristic approach may be applied for 
selecting a path. For example, start by going down, and then 
always choose the straightest possible path. This yields the path 
shown m Fig. 1c. 

The wavefront algorithm can be extended m many ways. First, 
it is possible to add more directions. For a multilayer printed 
circuit board, vertical directions need to be considered. If 
diagonal routing is allowed, another four directions are added 
Second, there is no need to set the increment (cost) for gojng 
one step in each direction to the same value Instead the path 
can be controlled by increasing the cost in less-desired direc- 
tions. Vias can be made more expensive by increasing the cost 
for moving between layers. Printed circuit boards are designed 
with layers having a preferred orientation — one layer might be 
horizontal while another is vertical. The strength of this preference 
can be controlled by the assigned costs. When costs are different 
for different directions, the wavefront algorithm no longer yields 
the shortest path from source to target. Instead it gives the least- 
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Fig. 1 , Wavefront algorithm for autor outing, (a) Grid showing 
source pant S, ending target T, and obstructions X \b) Mark- 
ing closest celts with a 1 , next doses t ceils wtth a 2, and so 
forth, (c) Choosing the straightest path between S and T 

expensive path, which is more desirable Finally, there is no 
requirement that the source or the target be a single cell. Instead, 
a large network of interconnected pins and traces can serve as 
source and/or target for the flood The salient feature of the wave- 
front algorithm will stiit be observed: the least-expensive path 
between the two structures will be found 

It should be noted that the wavefront algorithm' gives the least- 
expensive path only for the one connection it is making There 
\s no guarantee that by continually making least-expensive con- 
nections the board as a whole will achieve the best results. How- 
ever, in practice the wavefront algorithm combined with carefully 
selected costs and ordering of the connections results in high 
completion rates 



achieving one trace between IC pads, for two traces between 
IC pads, and for boards with surface mount parts (which 
have a smaller spacing between pads than leaded ICs). The 
custom grids are optimized to these situations so that the 
connections made take into account where other traces will 
need to go. There is also a general grid for use in other 
circumstances including three traces between IC pads, and 
simultaneous two traces between IC pads and one trace 
between surface mount pads. The design parameters con- 
trol how close traces run to other objects on the board. The 
two-between grid, fur example, will only place two traces 
between pads if there really is enough room. The autorouter 



does not violate design rules, thus saving the user from a 
clean-up step. 

The order of connection plays a major role in how well 
the board space is used, and thus on the autorouter's com- 
pletion rate, In Fig. 2, for instance, connecting the pads 
marked A blocks the connection of the B pads. This simple 
example suggests that expected connection length is a good 
ordering of connections, As well as length, sorts are avail 
able starting with traces nearest the top, bottom, left, or 
right of the board, These sorts axe critical for aiding the 
autorouter in beating patterns within the board. A special 
sort is available that prefers connections that must traverse 
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Fig. 2. The order of connection is important in autoroutmg. 
Here, connecting the path marked by A first makes it impos- 
sible to complete the path marked by 8. 

congested areas of the board. By routing these first, other 
traces that do not need to use these critical areas will not 
inadvertently take these spots. 

The user has many other controls over the routing pro- 
cess, A single run of the autorouter is broken into passes 
which can use different parameter values* For instance, it 
is common to limit the autorouter's use of vias in early 
passes. This is helpful because vias tend to be larger than 
traces and thus block those areas from use by other traces. 
Also, the user can control htm far out of its way the auto- 
router will go in trying to make a connect. Thus, the auto- 



router makes all of the easy connects before adding mean- 
den ng connects that turn easy connects into hard ones. 

The user's control goes to the very* heart of the autorouter 
in setting the cost parameters. The cost parameters tell the 
autorouter the relative costs to go one step in each direction 
(including adding vias). If the user has a board where vias 
are very expensive or if the user prefers not to have any 
45 r traces ♦ this information can be factored directly into 
the router's inner loop. Of course, HP PCDS comes with a 
complete set of default values for strategies to handle most 
situations so that the user is not required to become an 
instant expert on autorouters to use the product. Users with 
demands outside the supplied set can successfully use the 
control available to them. 

Summary 

The automatic tools provided to the customer by HP 
PCDS dramatically affect the total design cycle time by 
completing in hours tasks that could take a designer weeks. 
The automatic placement tools can be used individually 
or as a group to achieve a high-quality placement. The 
automatic router efficiently routes the board while main- 
taining the design rules required for manufacturability. 
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Managing HP PCDS with the Design 
System Manager 

Engineering and design organizations must effectively 
manage design information to reap the productivity benefits 
of CAE/CAD systems. The Design System Manager 
addresses the information management needs in the HP 
PCDS design environment. 

by Paul S. Reese and Mark E. Mayotte 



AUTOMATED CAD SYSTEMS like HP's Printed Cir- 
cuit Design System (HP PCDS) pay for themselves 
by speeding up the design cycle and thus reducing 
the time to get a new product to market, But the flood of 
data produced by automated design tools increases the proj- 
ect management workload and can drag down the net pro- 
ductivity gain From the CAD investment. Engineers and 
board designers must spend time away from their designs, 
Kiniinating efforts and doing administrative tasks that 



support their work. As a result, the efficiency of the design 
environment goes down. 

Users also need their CAD solutions to work in a patch- 
work environment of hardware platforms, software appli- 
cations, and network links, This further complicates the 
data management picture. 

Engineers and designers use a variety of CAE/CAD tools 
to do their work. Frequently these tools are linked through 
a local area network (LAN) to facilitate data sharing* Be- 
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cause users need access to the same information, they may 
generate multiple copies of the same files. Or they may 
move the files they need to their local machines, changing 
the network location of the files and requiring the next 
user to seek them out. In such an environment, the design 
tools must be supported by other tools that record access 
permissions and the names and network locations of mul- 
tiple file copies, and provide easy access to applications 
and peripherals, either locally or across the network. 

The Design System Manager (DSM) is an integral part of 
HP PCDS and provides a flexible solution to Its design 
management needs* DSM addresses four main areas of de- 
sign management: application integration, network sup- 
port, file security! and control of multiple versions of files. 
In addition, DSM includes a spooler system for configuring 
and accessing peripheral devices (see article on page 77). 

The primary contribution of DSM m a design environ- 
ment is supporting the way a user runs the application 
programs available on a stand-alone computer or on a net- 
work. DSM contains a definition of supported applications 
that includes all the parameters and operating system com- 
mands necessary to initialize and run the application soft- 
ware. The user only has to press a button on a DSM menu. 

DSM provides a file-grouping mechanism for the data 
associated with each application. The groups of files are 
called filesets, Fileset definitions are unique to each appli- 
cation, and permit users to manipulate a set of files as a 
logical unit rather than requiring that each file operation 
be performed individually on each file, This is one way 
that DSM manages the explosive growth of data created by 
automated systems. 

To make application programs easier to use, DSM man- 
ages network locations so that users do not need to know 
where application files or data bases reside. To an applica- 
tion user, a networked environment appears the same as a 
single workstation. This is because DSM keeps a list of 
workstations that will be used for design tasks. This list is 
cross-referenced In the DSM data base with design informa- 
tion or peripheral devices residing on each workstation, 
When the user enters a command that requires access to a 
remote workstation, DSM performs the network connec- 
tions and file transfers without the user's knowledge and 
without undue changes in system response. 

Project managers may not want users to have equal access 
to applications or to design information- Security needs 
will differ depending on company policies and the nature 
of different designs. Therefore, the security features of DSM 
are designed to ensure that different sites can establish the 
appropriate access permissions with a minimum amount 
of configuration. To accomplish this, DSM allows permis- 
sions to be set for different categories of design information. 
Such permissions apply to all users unless a user is given 
a specific alternate permission. To configure such permis- 
sions, a site administrator chooses the appropriate default, 
or categorical permission, and then specifies exceptions to 
these permissions for particular users. 

Design History and Version Control 

DSM manages files in the context of the design process. 
During the design and manufacture of a product, three 
levels of file management are relevant: control and syn- 



chronization of designs across manufacturing releases, con- 
trol of all working files within or before each manufacturing 
release, and control of working files for each user, 

To track files at each of these levels, DSM attaches a 
version string to each copy of a file or fileset. The version 
string is incremented with each recorded change or update 
to the fileset. Therefore, at each level of control a succession 
of recorded, annotated changes exists as a version stream 
for the design. The position of a version in the version 
stream indicates which version is current, which is the 
previous version, and so forth. If necessary, previous or 
older versions can be brought forward in the version stream 
if the current version becomes corrupted. 

In addition to a unique version stream, DSM also as- 
sociates each fileset within a project, that is, it forms a 
design hierarchy. This structure is used in many engineer- 
ing organizations, The association ensures that within any 
project and design the current version of a fileset is known. 
Only one user at a time is given update access to the fileset. 

The project-design-fileset structure and the version string 
and network information allow DSM to record the location 
and status of each piece of design information, hi this way 
DSM can provide access across the network to any version 
of any fileset, provided that the user has the correct access 
permissions. 

Using DSM, therefore, amounts to creating the defini- 
tions in the DSM data base for such things as workstations 
involved in design tasks, applications and related filesets, 
users and their access permissions, and the names of proj- 
ects and designs. Once these definitions exist, DSM com- 
mands query or update the information as users manipulate 
information in the design environment. Users can also gen- 
erate reports on any information contained in DSM, 

Like HP PCDS t DSM runs under the HP-UX operating 
system on HP 9000 Series 300 engineering workstations 
and Series 800 Precision Architecture computers. DSM cur- 
rently uses HP Network Services remote file access capabil- 
ity for its network functions, and will soon support the 
ARP A/Berkeley functionality of the HP-UX system. Al- 
though users do not need HP-UX commands to run appli- 
cations or use DSM functions, DSM does not restrict knowl- 
edgeable users from taking advantage of HP-UX communi- 
cation and system management tools. 

DSM Architecture 

DSM keeps track of the design environment by recording 
all relevant information in a set of system tables. The tables 
are a relational data base of design information. They record 
the workstations and applications involved in design tasks, 
user accounts and access permissions, the file structure 
where information resides, and the network location and 
revision history for each piece of design information. 

Users build, query, and update the system tables by using 
DSM commands. The same commands that define DSM 
users or the DSM file structure in the system tables also 
create the necessary directories in the HP-UX file system 
and update the nee ess ary operating system files. Only 
privileged DSM users can create definitions in the system 
tables, change the file structure, and define access permis- 
sions for other users, These special classes of users along 
with the unique ownership of the DSM file structure pro- 
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Use of Filesets in HP PCDS 



The fileset mechanism provides an important function for daia- 
mtensrve applications like those used for C- £ - For example 
the number of n ig files generated by HP PCDS fo^ a 

printed circuit boarc i of the number 

of layers in the board multiplied by the types of machinery used 
to fabricate the board Tr ayer may have a file for a 

particular brand of photoplotter, drill tape and drill plot files for 
a particular numerically controlled drilling machine, and neces- 
sary solder mask files 

For a four-layer board , the system produces about 20 manulac- 
turmg files in addition to management reports and general 
documentation such as material lists and checkptots of photoplot- 
ter output Because DSM groups all these files into a single 
manufacturing files et with subtilesets for pnotop lolling, drilling, 
silk-screening, and other outputs, users can operate on large 
collections of data with a single command. 

The alternative to the fileset mechanism would be less usable 
and less desirable Users would need to perform one command 
for each file, as well as remembering the names of all the files. 
The fileset mechanism thus bridges the gap between application 
specific file-naming conventions and the user's view of the data 
needed to do a particular design task Filesets allow DSM to 
keep track of Input and output data from each application so 
that users can concentrate on doing their job. 



vide the framework for secure data storage. 

Using DSM amounts to defining the information for DSM 
to manage, then querying and updating that information 
as design work progresses. Fig, 1 shows the basic structure 
of DSM. 

DSM Networks 

In a networked environment, one workstation acts as the 
central node for DSM information. The system tables on 
that node contain all the information for the portion of the 
LAN known to DSM, As users add more workstations to 
the DSM network, DSM copies the system tables to each 
new workstation/node. Each of these remote sets of tables 
contains the definitions of what exists on the network, plus 
historical and location records for design information that 
resides on that particular node. 

The system tables do not need to be distributed in this 
manner to support access from other nodes in a network. 
As long as each node can access the central node, the infor- 
mation is available for DSM operations, But there is a 
catch — the central node may not always be accessible. Net- 
work failures, however rare, prevent users from accessing 
data, and all design work ceases. One of the original design 
objectives for DSM was to implement a robust network 
strategy that would minimize the effects of a network fail- 
ure. By distributing the system tables, work on each node 
can continue if the network goes down. Then after full 
network operation returns, DSM queries the remote tables 
for changes that occurred while the network was down. If 
the central tables are different from the remote tables, the 
user can synchronize the network by specifying which 
node contains the correct information as each discrepancy 
is found. This comparison and correction process is largely 



automated in a DSM maintenance command. 

Interface 

DSM commands axe HP-UX routines written in the C 
programming language. Users interact with the commands 
through Personal Application Manager (PAM) menus run- 
ning in HP Windows 9000 Each PAM menu lists the avail- 
able CAE CAD applications programs, design information 
that resides at that level of the file structure, and shell 
scripts that call the lower-level DSM commands. In addi- 
tion, users can select the shell scripts from the menu, or 
type them or other HP-UX shell commands on a command 
line. 

Rather than restricting access to the HP-UX system, DSM 
eases the role of the system administrator by combining 
system table operations and HP-UX tasks in the same DSM 
command. This helps the engineer or designer who has 
the responsibility for setting up and maintaining the sys- 
tem. DSM provides an administrator menu for creating user 
accounts, adding workstations or peripherals to the net- 
work, and creating the file structure. The shell scripts on 
this menu prompt the administrator to supply information 
needed by DSM and HP-UX. 

Fig. 2 shows how the system creates a user account* The 
system prompts for the user name, home directory, and 
home node in a makeuser script and passes this data as 
parameters to the DSM command that adds the user to 
DSM. Executing this command writes the necessary entries 
in the HP-UX <etc/passwd and etc group files, creates a work- 
ing directory for the user's files, copies the HP-UX environ- 
ment files into this working directory, and creates an entry 
in the DSM user definition table. These definitions are 
repeated on every node in the DSM network. DSM then 
recognizes the new user, and an HP-UX login exists for the 
umt nil every workstation in the DSM network. 

File Structure 

The DSM file structure provides the basis for file security 
and for keeping track of multiple copies of design files. 
DSM partitions the design environment into projects, rie- 



UMfdimmain 

/ \ 

ptojl (WQJ2 i 

/ \ 

I dtgnl digits "- 



uir prof ctegn „♦** niub 



DSM Commands 



\7 



/ \ 

.profit* e*re. 

HP-UX Rie System 




Fig, 1. The Design System Manager (DSM) for HP PCDS 
consists of system tables, file structure, and DSM commands 
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3. mkdir users usemame 



user -c user name homenode ftomedir 
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users u 



profile .login .ex re 
sername 




6. Repeat for each node 
on the network. 



Fig. 2. Creating a user account through DSM. 

signs, and filesets (logical groups of HP-UX files whose 
relation is defined by a particular application). The project 
level of the hierarchy contains information related by end 
product, a technology, or common project management, In 
HP PCDS, each design also contains all the information to 
design, test, and manufacture a printed circuit board. 

The project-design-fileset hierarchy was chosen over 
other alternatives because it is more easily understood by 
customers in many engineering organizations and design 
shops. Before the implementation of DSM, many paper- 
based data management systems used a project/design 
hierarchy. The fileset concept was included to add value 
and functionality to DSM beyond that provided by manual 
systems. Fileset definitions permit users to manipulate a 
set of files as a logical unit, The grouping of files into 
filesets and the names of the filesets are unique to each 
application. Because of this, filesets can be thought of as 
chunks of data associated with a subprocess of a CAE/CAD 
application, 

For HP PCDS, fileset definitions correspond to the phases 
of printed circuit board design, The main fileset groups 
include a physical fileset for all the connectivity and layout 
information and a manufacturing fileset for all manufactur- 
ing data and supporting documentation. The filesets also 
contain a hierarchy of subfilesets which allows control of 
smaller sets of design information. Hence, users can work 
on different subsets of manufacturing information in paral- 
lel. In addition, a security-conscious site can restrict access 
to whatever subsets of information their needs require. For 
example, one user may have update access to photoplotter 
tapes but no access to the silk-screen masks. 

The project-design-fileset hierarchy allows users to have 
an intuitive view of information stored in the system, Proj- 
ect and design names are chosen by the user, and fileset 
names can reflect specific functions performed by an appli- 
cation. When a user needs access to a piece of information, 
the user only has to enter the relevant project and design 
in the DSM file structure and request access to the fileset 



that reflects the work to be done. For example, an HP PCDS 
user working on a board layout can log in t specify the 
project and design, access the layout fileset, and then run 
the HP PCDS Design Module program. The designer does 
not need to know the whereabouts or names of the actual 
data files in the layout fileset either before or after running 
the application program, 

DSM can support this intuitive user view of design infor- 
mation because it records both the logical relations of proj- 
ects, designs, and filesets and the locations of filesets on 
the network. The file structure definitions in the DSM tables 
are the same on all workstations, so users can Joj4 hi any- 
where on the network without changing either their intui- 
tive view or DSM's logical view of information. When the 
user requests a copy of a fileset, the network location tables 
allow DSM to fill the users request without requiring the 
user to know where the data physically resides. In fact, for 
most DSM operations a networked environment appears 
the same to a user as a stand-alone workstation. 

Design Access 

DSM includes a special login for an administrative user. 
This administrator sets up and maintains the design envi- 
ronment and uses this login to create or remove user ac- 
counts, network nodes, and the project/design file struc- 
ture. The administrator also "owns" all design data files 
and application programs by virtue of HP-UX file permis- 
sions. 

DSM commands that manipulate design information re- 
quire a project-design-fileset path to locate any data under 
DSM control. The project and design of interest are set 
once as defaults and then referenced as each command is 
executed. DSM prompts the user for a fileset to update or 
view. In the HP-UX file system, the project-design-fileset 
structure logically resides in the home directory of the DSM 
administrator user. Users cannot view this file structure 
and have no access to design information kept within. 

To update a piece of design information, users must go 
through a checkout/check-in process. Checking out a fileset 
from DSM is similar to checking a book out of the library 
when the reader cannot find the book on the shelves, The 
reader consults the librarian, who determines if the book 
is already checked out, or if anyone else has reserved access 
to the book. If the book is available, and the reader has a 
library card, the librarian locates the book and allows the 
reader to take it from the library. While the book is out of 
the library, its condition is the responsibility of the person 
who checked it out. For example, a public-spirited reader 
may "update" a book by mending a page torn by a previous 
borrower. 

When a designer requests access to a fileset, DSM queries 
a status table to see if the fileset is already checked out. If 
it is not, and the requesting user has the correct access 
permissions, DSM places a copy of the fileset (a copy of 
the data files represented by the fileset name) in the user's 
working directory, and records in the status table that the 
fileset is checked out from DSM and is therefore unavaila- 
ble for update by other users. 

The user's working directory provides a common loca- 
tion for DSM to place requested filesets and for application 
programs to find input files and return output files. Because 
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Version Strings 



DSM ana i ue version string to each copy of a I 

The checkout'check-m process increments the version string to 
reflect new manufacturing releases, new versions within the man- 
j different working copies of & 
ng steps illustrate the changes to a version string as- 
^d with a ■ ,cie 

1 . Initialize the design for a new manufacturing release ( A .00.00), 
2 Check out the design to begin layout (A 00 01) 
3, Save a working copy (A. 00 .02) before making experimental 
changes 

4 Experiment (A 00 02) dsd not work out. get saved vefSfen as 
the new current version (A. 00.03), and complete work. 

5 Design complete, check in current version (A 01 00) and lock 
to prevent further changes — afl temporary versions are au- 
tomatically removed, 

6 Verification shows minor design fiaw. unlock and check out 
for correction 

7 Correction complete, check In and lock new current version 
(A 02.00). 

8 Verification passed, synchronize to last A-level version 
number (A." **) and prepare for next manufacturing revision 
(BOO 00) 



the working directory is known throughout the DSM net- 
work, users can run applications from any network loca- 
tion. This is one way that DSM integrates the working 
environment for different application programs while let- 
ting users run their applications from a common menu. 

When the user is finished working on the fileset, it must 
be checked in. This returns the fileset to DSM control and 
updates the central copy kept by DSM [unlike a library. 
DSM always keeps a copy of a checked-out fileset, and 
updates this copy only at the user's request). DSM then 
removes the fileset from the user's working directory, 
places it in the DSM file structure as the current version, 
and changes the status table to Indicate that the fileset is 
again available For updating. 

Every time a user checks out a fileset to work on it or 
checks it back in, a new entry is made in the status table 
for that fileset As a result, DSM knows when someone is 
updating a fileset. During such a time, other users can get 
a read-only copy of the same fileset for reference. They can 
change this reference copy, but DSM will not update the 
centra] copy to reflect these changes unless the user per- 
forms commands that require a more intimate knowledge 
of how DSM works. In this way DSM keeps designers and 
engineers from stepping on each other's work — they cannot 
simultaneously update the same fileset in the same design. 
On the other hand, more advanced users can choose to 
ignore this protection scheme. The detailed interaction 
with DSM required of these users ensures that they are 
aware of the < en sequences of their actions. 

The status table not only records accesses to a fileset to 
prevent simultaneous updates, but also serves as a log of 
all accesses made to a design. Each version created by 
check-in and checkout operations creates a new entry that 
contains the name of the user that performed the operation, 
the node in the network on which the files reside, the 



version string that uniquely identifies the files operated 
upon, a comment specified by the user, and a time stamp. 
This information acts to keep a complete history of design 
progress, and is readily available through reports to mana- 
gers and others with permission to view the data. 

File Security 

Like the design information managed by DSM, the se- 
curity mechanism is defined in the system tables and is 
tied to the file structure. The file structure involves a hierar- 
chy of projects and designs, and fiiesets within designs 
that point to HP-UX files. One advantage of this structure 
is that user access permissions can be specified at any level 
of the hierarchy. Also, permissions set at higher levels of 
the hierarchy govern access So lower levels. Default permis- 
sions can be set for the entire network of workstations 
defined in DSM, and also for each project and each design. 
In addition, specific permissions that act as exceptions to 
the default permissions can be set for individual users. The 
allowed permissions are update access, read-only access, 
or no access. 

Thus, users have access to design information according 
to the file structure permissions and to HP-UX file permis- 
sions. The HP-UX permissions provide unlimited access 
for the DSM administrator user who owns all files in the 
DSM file structure. This user can define the DSM network, 
set the net work- wide access permission, create user ac- 
counts, and designate other users as project managers. Proj- 
ect managers have unlimited access to commands and data 
within the projects they manage. They also can define the 
access permissions for other users for all designs and 
fiiesets within their projects. Other users have access to 
design Information according to the permissions set by the 
administrator and project manager users. 

The goal of the DSM security scheme is to be flexible 
enough to meet the security needs of a variety of de 
environments, and to allow each site to perform a mini mm ji 
amount of security setup. For example, the network access 
permission can be set to update, read-only, or no access, 
A global update access may be appropriate in an open 
design environment where most of the designers work un 
most of the designs. In this case, access permissions .il 
lower levels of the file structure need not be set. In a more 
restricted environment, design information may be class- 
ified The appropriate global permission may deny access 
to all data and the lower-level permissions may specify 
update access for a particular user who has clearance to 
work on a particular design or fileset within a design. DSM 
thus provider access permissions that are appropriate to 
the company environment or the nature of the designs. 

Version Control and the Design Cycle 

DSM manages files in the context of the design process. 
Three levels of file management are relevant in the process 
of designing and manufacturing a product: control and syn- 
chronization of designs across manufacturing releases, con- 
trol of all working files before manufacturing release, and 
control of working files for each engineer or designer. 

For each level of control, the check-in/checkout process 
establishes different file versions, When initializing l lie 
DSM structure for a new design, a project manager in effect 
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checks out the tiles in liie d&fcjgfi .jijiI makes them available 
for work on a new manufacturing release. This establishes 
a unique version string that will be associated with all 
Blesets In m® design Within the manufacturing release, 
designers check out and work on individual filesets. Be- 
cause the designer can go through several iterations of an 
automated design task before getting satisfactory results, 
the designer may want to save working copies of the fileset. 
Each of ihese working copies is a temporary backup copy 
of the checked-out fileseh Such backup copies are useful 
while the designer is experimenting with alternate 
strategies. However, when the designer gets the desired 
results and checks the iilesel back into DSM control, DSM 
purges the temporary copies from the system, 

The control of design versions across manufacturing re- 
leases, within manufacturing releases, and for temporary 
working copies allows for saving or locking the current 
state of the design at major milestones in the design cycle, 
The largest milestone is established at each manufacturing 
release. Because DSM prohibits changes to versions of files 
already released to manufacturing, these released files 
should be archived elsewhere to save file space in the de- 
sign system. 

In addition, the filesets for each manufactured design 
should be available for reference in the next release. DSM 
provides this capability by synchronizing all filesets with 
a unique version string in the process of initializing the 
next manufacturing release, The version string identifies 
the current version of all information in the design , that 
is, the latest version sent to manufacturing. 

Within a manufacturing release, milestones can occur 
that require verification and approval before continuing to 
the next step in the design process. For example, after 
completing a printed circuit board H a site may require that 
a pilot production run be made and tested before the board 
is released for volume manufacture, The designer checks 
in the board design and the project manager locks the fileset 
to prevent unauthorized change to the layout while the 
pilot run is completed. The locked design is still available 
for reference (to permit the creation of documentation and 
manufacturing files), but changes are not permitted, 

Working copies of a design become the designer's per- 
sonal version stream. Milestones at this level are what the 
designer considers a meaningful point to save w f ork in prog- 
ress, and may also depend on special application features. 
For example t a designer could choose to save working 
copies of the layout after each iteration of the placement- 
improve function. The designer could then choose which 
of the working copies contains the best placement strategy. 

DSM handles design versioning, so the user does not 
need to crowd the w T orking directory with multiple design 
copies, or worry about overwriting a previous version of 
the design, DSM automatically creates a new directory for 
each fileset version within the file structure. The user has 
the option of keeping these versions on-line, archiving spe- 
cific versions, or physically removing unwanted versions. 

Archive schedules depend on the amount of available 
disc space and the amount of data the user will risk losing 
in the event of disc or file system corruption, Users can 
archive specific versions by using the unique version string 
as an identifier, or by using relative identifiers that refer- 



ence the current version , the previous version, or the oldest 
version that has yet to be archived, To save work in prog- 
ress, users can also archive temporary working copies of 
checked-out filesets, A design history log shows the status 
and current location of Blesets, including backup copies, 
archived versions, and, if requested, network locations of 
data files, 

Spooler System 

Because a CAE/CAD environment includes special pro- 
cessors and peripheral devices, DSM provides a spooler 
system to support devices other than the line printers sup- 
ported by HP-UX, DSM records information about 
peripheral devices in the system tables and secures spooler 
system files in a special project in the file structure. As 
with other applications, users access the supported devices 
I b rough a consistent menu-driven interface. Default 
choices in the menu scripts make it possible to use 
peripherals without knowing their network location or 
command languages, 

Users can customize the spooler system to include de- 
vices for particular applications (for example, simulators, 
routers, or paper tape punch machines), The existing de- 
vices can also be modified as necessary. For example, some 
phoioplotters only accept 9-track magnetic tape files writ- 
ten in a particular format. 

Customization and Usability 

Other DSM functions also provide the opportunity for 
customization, The commands that call each application 
or check out and check in designs include a parameter that 
will run a user-defined script for application or site-spec i lie 
preprocessing or postprocessing. The application integra- 
tion capability is discussed in the article on page 80. 

The goal of DSM is to manage the design environment 
and let users do their work unencumbered by administra- 
tive details. A CAE/CAD system should not require users 
to know operating system or network commands, and a 
design management system should not require extensive 
additional training for application users or get in the way 
of application use. DSM runs in a separate window from 
HP PCDS and other applications. DSM functions such as 
generating working copies of filesets or archiving designs 
are available by shuffling windows. Moreover, when access- 
ing DSM, users do not lose their place or need to retraverse 
a menu structure to return to the application they were 
using. Because of the way HP-UX allows concurrent pro- 
cesses, the user can perform DSM functions while an HP 
PCDS process continues as a background operation in its 
owm window. 
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A Multidevice Spooler for Technical 
Applications 

The variety and complexity of shared devices for CAD 
systems such as one used for printed circuit design require 
a flexible spooler with a common access method for all 
applications. 

by Deborah A. Lienhart 



TECHNICAL SOFTWARE APPLICATIONS produce 
files thai are sent to peripherals, including printers 
and plotters. As a physical design system, the HP 
Printed Circuit Design System (HP PCDS) produces output 
that goes to a wide variety of physical devices. This output 
includes manufacturing reports to be printed, check plots 
to be plotted, photoplot files to be stored on a nine-track 
magnetic tape, and numerically controlled (NC) drill tapes 
generated by a tape punch, HP PCDS's Design System Man- 
:DSM) also uses a cartridge tape drive to archive design 
files. In addition to sending files to physical devices, it is 
necessary to send files to the Auto router Module (the 
printed circuit board router), which is a batch process. 

The target machine for HP PCDS, an HP 9000 Series 300 
technical workstation running under the HP-UX operating 
system, provides a spooler for line printers and several 
methods of writing to tapes, but it does not provide direct 
support for plotters or tape punch machines, nor for the 
spooling of processes. Since HP PCDS users are printed 
circuit board designers, not necessarily computer program- 
mers, we decided to provide a spooler that would support 
and manage each of the devices necessary for HP PCDS, 
using a common access method, 

Requirements 

Some requirements are common to all of the output de- 
vices. There must he a common user interface for sending 
jobs to and getting the stains til" each of the devices, A 
common user interface lets the user first leara how to in- 
teract with one device and then use that knowledge to 
access other devices. The spooler must be able to recover 
from device problems, such as the plotte) beiag turned off 
or a tape write error. Sending jobs can take a long time if 
the files are large, which is especially infuriating if a job 
must be sent again because of a device error. 

Users must be able to add devices to the spooler and/or 
customize the existing devices. The new and/or modified 
devices may be like devices already supported, such as 
another plotter, or they can be completely different. The 
user must be able to send a job to and get the status of a 
device on any node in the network subset. 

Further investigation reveals that each of these devices 
has special requirements to be considered, Because a line 
printer spooler (called lp) is shipped with the HP-UX operat- 
ing system, a new spooler must be compatible with lp so 



that both spoolers do not send files to the printer at the 
same time. 

The HP-UX commands to save data on tape store the 
name of the file on the tape along with the contents of the 
files. With some formats, directory hierarchies and file 
ownership information are also saved. Although il is often 
easier to keep track of the files if they cart be given new 
names meaningful to the spooler, the spooler must main- 
tain both the user's file names and the user's directory 
structures. 

Some devices, such as tape drives and some plotters, 
require time between jobs for the user to change the tape 
or plotter paper. A spooler must supply a mechanism tor 
the user to let the spooler know when the device Is ready 
for the next job. 

Interface programs had to be written for the plotter and 
tape punch since none are provided by HP-UX. Finally, 
the HP PCDS Autorouter Module must be able to send the 
results of the route process back to the user. 

Spooler Processes 

The DSM spooler system consists of three types of pro- 
cesses: the daemon (an HP-UX term for a noninteractive 
background process), the drivers (processes that manage 
devices), and the scripts (an HP-UX term for files containing 
operating system commands). 

There is one daemon in the DSM spooler system. At 
regular, user-defined intervals the daemon checks to see if 
new jobs have arrived. When a new job arrives for a driver, 
the daemon wakes up the driver and lets it know that the 
job is waiting. The daemon also processes commands for 
the spooler system issued by the user. 

There is one driver for each device, The driver maintai ns 
the job queue and status information for the device. When 
the daemon tells the driver that a new job has arrived, the 
driver adds the job to its queue. IF the device is not busy, 
the driver executes the script for the device; otherwise, it 
waits for the device to become available. 

The script actually sends the job files to the device. The 
scripts for the physical devices are Bourne shell scripts 
that use HP-UX commands such as tcio f dd, or lp to send the 
output to the device, or use the interface programs for the 
plotter or tape punch. When the driver in the Autorouter 
Module has a job to run t it executes the printed circuit 
board router. 
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The spooler processes communicate with each other 
through the use of mailboxes. There is a different mailbox 
for each pair of communicating processes in each direction 
of communication. Fig, 1 shows the spooler processes, their 
communication paths, and the mailboxes involved. In gen- 
eral, communication flows one way between processes. 
The only exception is the communication between the rout- 
er driver and the router. In this case, two-way communica- 
tion is used to negotiate the conclusion of an Autorouter 
Module session. This ensures that the router can produce 
a results file that is complete and ready to be sent back to 
the user. 

The mailboxes are implemented with HP-UX shared 
memory, semaphores, and signals. Shared memory is a 
section of memory that can be used by multiple processes. 
In the spooler processes, the shared memory contains the 
command, which is the contents of the mailbox. A sema- 
phore is similar to shared memory in that it can be accessed 
hv multiple processes, but the semaphore operations 
guarantee that only one of the processes accesses the 
semaphore at a time. In the spooler, a semaphore is used 
to indicate whether the information in the shared memory 
is valid, or whether the mailbox is full or empty. 

Signals are system-supplied mechanisms that allow one 
process to interrupt another process. In the spooler, a signal 
is sent to tell a process to check the mailbox for incoming 
mail. 

The protocol for the mailboxes is the same for all com- 
munication paths. For example, when the user issues a 
spooler command, the command process first checks to 
make sure that the daemon's incoming mailbox is empty, 
When the mailbox is empty, the command process puts 
the command information in the mailbox, marks the mail- 
box as full, and signals the daemon that there is mail wait- 
ing. When the daemon gets the signal, it checks to make 
sure that the mailbox is fulh takes the command informa- 
t ion from the mailbox, and then marks the mailbox as 
empty. For communication paths where there is only one 
possible message, only the signal part of the mailbox and 
protocol needs to be used. This is the case when a script 
process needs to tell the respective driver that it is finished. 

Spooler Job Flow 

Fig, 2 shows the job flow through the spooler system. A 
spooler job (#1 in Fig. 2) is a directory that contains the 
data files for the job and the driver command file. The 
driver command file contains the date, the user's name, 
the directory and node from which the files came (usually 
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Fig. 2. Job flow through the DSM spooler system. 

the user's home node and home directory}, the design 
name, and a message string. Since each job is contained 
within its own directory, the data files can keep their orig- 
inal names and directory structure without worrying about 
naming conflicts with other jobs. 

When the job is in the process of being created, its HP-UX 
directory permissions are set to a state that the spooler sees 
as locked. When the job is ready lor the spooler, its HP-UX 
di ret lory permissions are set to an unlocked state. The 
daemon checks each driver's directory to see if there are 
new jobs [#2 in Fig. 2). The spooler sees the new job and 
wakes up the responsible driver (#3 in Fig, 2). The driver 
changes the name of the job directory to show the job's 
position in the job queue h creates a string from I he driver 
command file that will be used to identify the job, and 
then adds the job to the status file. When the device is 
avai I able, the first job in the queue is executed ( #4 in Fig. 2 J. 

Several commands can be issued by a user to interact 
with the spooler system. Some of these commands change 
the configuration of the spooler system while the spooler 
is running. These commands are starting or stopping a 
driver, and changing the polling interval. Besides the con- 
figuration commands, there are commands that tell the 
spooler to do something specific, With these specific com- 
mands the user can cancel a job : tell the driver that the 
device is ready for the next job, reset the driver after a 
device error, and tell the daemon to poll once for each of 
the drivers. 

Customizing the Spooler System 

The initial configuration of the spooler is determined by 
the daemon configuration file. This file is a normal text 
file so that it can be easily modified. The configuration file 
contains the polling interval and information Eor each 
driver. There is a spooler command that allows users to 
add drivers to the spooler without editing this file directly- 

The configuration information for each driver includes 
the name of the driver's directory, the path to the driver 
code, the self-start bit. and the active bit. The self-start bit 
specifies whether the device can start jobs without operator 
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setup. If the device cannot start jobs without operator setup, 
the driver puts a message in the driver status file that says 
that the device needs attention and waits for the operator 
to issue the tievtce_ready command. When the driver gets 
this command it runs the job. If the device does not require 
operator setup, the driver starts the job immediately. 

The active bit says whether the driver should he started 
when the daemon starts. The daemon can start drivers that 
are listed in the daemon configuration file, so if the user 
does not always want to run a particular driver, the active 
bit can be set so that the daemon does not start that driver. 
The information wall still be in the file in case the user 
wants to start the driver later. For example, if a plotter is 
not usually attached to a node, but there is one occasionally, 
this bit can be off, 

The driver scripts are Bourne shell scripts which can be 
customized by editing them. For example, there is a line 
in the TapeDrive script file that writes files to the nine-track 
tape drive. The user can change this line of the file to 
change the block size or format of the tape. If the user wants 
to add another plotter to the system, the driver script for 
the new plotter can be created easily by modifying a copy 
of the script file for the existing plotter. To add a completely 
new device such as a numerically controlled drill with an 
RS-232-C/V.24 interface to the spooler, only a new r driver 
script and possibly an interface program would need to be 
written. 

Spooler and DSM 

The Design System Manager [DSM] manages design in- 
formation for CAE/GAD applications and is included with 
HP PCDS. DSM maintains the design information in a 
hierarchy of projects and designs. The menus used by the 
1.0 and 1/1 versions of HP PCDS. DSM, and the spooler 
are also based on this hierarchy. Fig. 3 shows a DSM hierar- 
chy of projects and designs with the spooler command 
menus. 

The spooler system has its own special DSM project 
called SPOOLER, The spooler commands can be found in 
the SPOOLER project directory. Some of the spooler com- 
mands can also be found in the Spooler menu in each DSM 



design directory. 

There is a DSM design for each driver in the SPOOLER 
project. The driver's job queue and status files are main- 
tained in the driver design directory. The sernLjob and dnver_ 
status commands for each driver are found in that driver's 
design directory. These commands axe also found in menus 
with the same name as the driver under the design directory 
for each DSM design. 

The send Job and driver_s!atus commands provide the inter- 
face to the DSM spool command. The spool command can 
create spooler jobs on any node in the network subset and 
can copy files from any node in the network subset. The 
spool command uses the DSM system tables to gather infor- 
mation about the user who Is sending the job. the files that 
are included in the job, the location of the files, and the 
location of the device. For example, if the user is sending 
a job to the Autorouter Module on the router workstation, 
DSM can supply the names and locations of the input files, 
and the name and location of the router workstation, DSM 
also opens any necessary network connections and copies 
the files to the router's driver design directory on the desti- 
nation node. If the routing is to be done on the local node, 
the spooler is notified that a new job has arrived. All of 
this is done just by picking the sendjoo command in the 
PC Router submenu of the menu for the current design and 
choosing all of the defaults. When the job is finished, the 
router driver uses DSM to send the results file back to the 
user, Of course, the job can be processed on a different 
node or use different input files if the default conditions 
are not chosen. 

Summary 

The DSM spooler system provides a method for accessing 
each of the peripherals and the Autorouter Module through 
a common user interface. This lets HP PCDS users concen- 
trate on designing printed circuit boards instead of interact- 
ing with each device individually. The DSM spooler can 
be easily customized. This allows customer sites to config- 
ure the system so that it works with their peripherals and 
manufacturing processes. 

Because the spooler is integrated within DSM, the user 
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does not need to specify information that is already known 
by DSMp such as the names and locations of files. In addi- 
tion. DSM can be used to transfer job files and status infor- 
mation across the network, 
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Integrating Applications in a Design 
Management System 

The many data files and applications involved in a CAD 
system require a sophisticated management system to 
preserve data integrity, prevent conflicts, and maintain 
design documentation. 

by Mark E. Mayotte 



A DESIGN MANAGEMENT SYSTEM that manages 
versions of and access to design information satis- 
fies the basic requirement of keeping a company's 
data organized and protected. If the applications that create 
and maintain the data are excluded from the management 
system's control, data integrity is jeopardized, HP T s Design 
System Manager (DSM) exceeds these usual file manage- 
ment tasks by providing application integration functions. 
These capabilities include automatic invocation and envi- 
ronment initialization and serve as the primary mechanism 
for user customization and expansion of DSM, 

Design System Manager was developed In conjunction 
with HP's Printed Circuit Design System (HP PCDS) to 
allow an organization to control the access to and the dis- 
tribution of their CAD data. The basic functions of a design 
manager are to provide the file management tasks of ver- 
sionhig, access control, archival storage, and reporting. If 
applications are not integrated into a design manager, the 
link between it and the huge amounts of data produced 
during the design process mnst be the user. 

DSM provides an open, intrinsically customizable appli- 
cation management capability that integrates the applica- 
tions used (in the case of HP PCDS, schematic capture and 
simulation, circuit board design, and generation of man- 
ufacturing outputs) into its management environment, 
DSM is a general-purpose data management environment 
and is not limited to supporting applications that currently 
use its capabilities. Any data-intensive application im- 
plemented on the HP-UX system can benefit from inte- 
gration into DSM. Two types of integration are supported: 
environment initialization and automatic execution. 

Environment initialization uses information in a data 
base maintained by DSM and optional preprocessing and 



postprocessing informal ion. The stored definitions are 
used to interface the CAD applications with the operating 
system and information kept in the design data base. The 
benefits of this form of integration are ease of use and 
controlled access to applications and their data. 

An example of this feature's use by HP PCDS is the 
PC Design printed circuit design layout editor. To execute 
the editor, 16 parameters must be specified. These param- 
eters include the locations of the editor's system files, work- 
ing files, and component data bases. The data bases and 
working files are maintained by DSM, and the locations 
vary according to the design in progress, the user perform- 
ing the work* and the network configuration. The environ- 
ment initialization capability enables DSM to supply this 
information to the application. 

Automatic execution allows applications to be executed 
as a side effect of routine data management operations, The 
benefits of this second form of integration are the enforce- 
ment of a site's design process rules, ease of use, and cus- 
tomization of the design manager. This customization abil- 
ity also permits DSM to be less restrictive in its default 
configuration. A site need not add any automatic process- 
ing if a relaxed development process is desired, but more- 
rigid systems can be supported. 

The automatic execution feature is provided primarily 
for DSM users and is not currently used by HP PCDS, A 
possible use is the mailing of a notification to a project 
manager when a designer checks out a design for initial 
work. A more powerful use is the automatic execution of 
a design rule checker when the design is checked in— if 
the design does not meet site manufacturing standards it 
cannot be checked in until the errors are corrected. 
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Environment Initialization 

Large complicated applications, especially data* inten- 
sive ones such as CAD applications, require n on trivia J ini- 
tialization, invocation, and postprocessing just to get them 
to work. Add these operating system requirements to the 
rules that a site requires and the result is a complicated 
set of incantations that the user must learn before any useful 
work ca i i : a 1 1 of t h e HP- UX o pera ting system com - 

mands and commands necessary to follow eonveir 
used at the user's site can be captured in one place, the 
user is freed from having to leam more than what is neces- 
sary. A user knowledgeable in the operating system can 
use the mechanism that DSM provides to capture this infor- 
mation and manage its distribution on the network, These 
rules are stored in DSM's data base and customize its op- 
eration to the needs of the site. By including this capability, 
DSM frees each site to concentrate on what must be cus- 
tomized instead of how to manage the result. 

Initialization and cleanup are accomplished through the 
use of preprocessing and postprocessing Bourne shell 
scripts (collections of HI 1 -! X system commands and simple 
control constructs). These scripts are executed before and 
alter the application they surround, which provides points 
of control where the required incantations can lie per- 
formed. Separate scripts are used to avoid the need tor 
users to alter files installed as part of a supported product. 

These preprocessing and postprocessing scripts are 
called triggers. The name is taken from the manner in whit far 
they are automatically run when the user requests execu- 
tion of the related application, thus triggering their execu- 
tion, DSM provides for the association and disassociation 
of triggers with applications and the distribution and man- 
agement of trigger files across a network. A proprietary data 
base stores the triggers associated with each application, 

In addition to providing for site customizable preprocess- 
ing and postprocessing via triggers, a link to the information 
maintained in DSM's data base is necessary to tighten the 
link to an application further, such tis between HP I'ClJN 
and DSM. The HP-UX operating system has ih. j ability to 
pass parameters to a program from the command Interpre- 
ter. This parameter passing capability is used in conjunc- 
tion with a simple query mechanism (see page 82] to com- 
municate information from the DSM data base applica- 
Most of the information passed between DSM and 
HP PCDS applications concerns the location of files under 
DSM's control These files are component data bases and 
user-specific working areas. It is not enough to supply just 
the locations of the files since they can reside anywhere 
on the network. If a file does not reside on the local file 
system, DSM automatically initialises a network connec- 
tion between the local System and the node on which the 
files reside. It is through this ability that a degree of network 
transparency ts implemented; HP PCDS need not be net- 
work smart to make use of the distributed file system pro- 
vided by HP's NS/9000 remote file access capability. 

Automatic Execution 

Once the definition of an application is available to DSM t 
it can be used at the request of the user, as outlined above t 
or automatically. By associating the application with a proj- 
ect or design in the DSM structure, operations on that DSM 



structure will trigger execution of the application, Event - 
driven automatic execution of this kind enables a site to 
enforce the design discipline dictated by its needs. 

Optional preprocessing and postprocessing triggers can 
be associated with a project or design. Whenever a check-in. 
checkout, or other operation that manipulates versions and 
provides access to data is requested, any existing triggers 
are executed. For example, consider a printed circuit design 
group that uses a formal sign-off procedure when releasing 
a design to manufacturing. An application has been written 
that records whether or not each approval has been ob- 
tained. When the designers are finished, their manager 
locks the applicable files to prevent modification during 
the verification and final sign-off process. [The lock oper- 
ation could have attached a postprocessing trigger that 
would mail a notification to each party whose approval is 
needed.) A second trigger is placed at the front of the man- 
ufacturing release command. ' This trigger checks the sign- 
off record and fails if any of the required approvals is miss- 
ing, thus aborting the attempt to release the design. The 
sign-off checker accesses a file that is maintained by DSM. 
Since the file can exist anywhere on the network, the first 
type of application integration described above is used to 
package all of the commands necessary to execute the sign- 
off checker. Pseudocode for the preprocessing trigger to 
the manufacturing release command is shown below. 

Both types of integration are shown. The sign-off checker 
program was defined in DSM, thus eliminating the need 
to perform operating system incantations in the preprocess- 
ing trigger, and the automatic execution of the checker 
prevents unapproved designs from entering the manufac- 
turing process, 

■ If a ReleaseDesign operation: Usedsmappl (discussed later) 
to execute the sign-off checker storing the success indi- 
cator in the variable status with any messages saved in a 
file called results, 
* if status is failed: Send mail to the appropriate manager 
indicating the failure with the results file attached for 
details, riliorl the ReteaseDesign upttratiuii. 
The Bourne shell script is: 

# The tn inversion command calls the DSM command ckinit The 

# - r option to the ckinit command indicates a manufacturing release 
$ level initialization. The test checks these two vaiues, 

# The script assumes that the proj„mgr user is responsible 

# for acting on failed manufacturing release attempts 

if[$cmd cktnit -a $1 = -r] 
then 

dsmappt sign_ofl .checker imp -results 

lf!$?N 0] 

then 

echo "FAILED SIGN_OFF_CHECKER: M ) /tmp/header 
cat tmp/header /imp/ results j mail proj^mgr 
rm /tmp/header Imp/results # some cleanup 
exit 1 # exiting the trigger effectively aborts command 
fi 
fi 

# end of preprocessing trigger. ReleaseDesign operation follows 

"DSM has a command called FwaasaDasigti that is used Id submit a d&sign for manufacturing 
release This command initializes a new stream ol versions separate from rr.e earlier stream 
and prevents any changes to the eat liar stream 
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DSM Query Facility 

The DSM command that handles the application inter- 
face is called dsmappi. When creating an application refer- 
ence the customixer specifies: 

■ The name that DSM will use to refer to the application 

■ The program to be executed 
m The preprocessing trigger 

■ The postprocessing trigger 

■ A definition for each positional parameter to be resolved 
from the data base and passed to the application. 

The dsmappi process gathers the positional parameters 
and constructs the argument vector used to execute the 
application as a child process, If preprocessing and/or post- 
processing triggers have been attached to the application, 
an environment must be set up that executes the applica- 
tion and the triggers in one process. Certain HP-UX environ- 
ment initializations are not inherited across sequentially 
executed processes. To avoid this loss of environment, a 



new command must be constructed. 

The new command is begun by first writing the prepro- 
cessing trigger to a temporary file. A command is con- 
structed that calls the application using the information 
supplied in the definition and this command is appended 
to the end of the temporary file. The postprocessing trigger 
is then appended to the end of the temporary filn. The 
result is a Bourne shell script that can be executed as the 
child process of the dsrnappJ call. 

The constructed command is executed using the HP-UX 
fork/exec procedures and dsmappi waits for its child, the ap- 
plication that the user requested, to complete, dsmappi stays 
around to maintain the environment that it initialized 
while gathering the positional parameters, the most impor- 
tant component being the initialized network connections. 

The types of parameters that can be specified with the 
applications definition in the data base are; 
■ project, the name of the current project 



HP PCDS Library Module 



The Library Module (LM) is the data base management system 
tor HP's Printed Circuit Design System (HP PCDS) The major 
contributions c-1 the Library Module are its speed and its large 
data base containing over 8500 component definitions. The Li- 
brary Module provides the capability to enter, modify, and store 
component information required by HP PCDS for printed circuit 
board design. This information is organized and stored in three 
data bases: user, proj, and Corp The three data bases are 
searched in hierarchical order tor component information, start- 
ing with data supplied by the user/designer, progressing to proj- 
ect data, and finally moving to corporate (or master) data. 

Componeni information required in the design process can 
be extracted from data bases on the local node or remotely over 
the local area network (LAN). Data base access across the net- 
work is made transparent to the user through the Library Module's 
tight interface wtth the HP PCDS Design System Manager (DSM). 
The Library Module does not limit technologies (e.g., surface 
mount devices or ihick-fitm hybrids) that can be used in HP 
PCDS. The Library Module data bases are in a multiple-reader, 
one-writer environment that allows multiple applications to read 
the same data base at the same time and allows one application 
to write to the data base while other appJications are reading, 

A forms editor lets the user enter or modify component data. 
HP's logical layout system. DCS, can be used to enter logical-to- 
physical mapping information for pin, gate, and group swapping 
This information can be defined in the Library Module or defined 
in DCS and transferred to the Library Module data bases using 
a supplied component-transfer program. A macro command lan- 
guage provides links for user-customized use of the Library Mod- 
ule interface. Graphical component display and input are pro- 
vided by the Library Module macros. On-the-fly component y$r- 
ification is provided in the forms editor and the verification rules 
can be modified by the user to meet site specifications. 

Data Definition 

Data stored in the Library Module is broken into two pieces; 
master data and variable data. The master data contains entry 
names, and the variable data contains the data used to define 
the entry. The entry types that HP PCDS currently supports are 



C0MP Entry 



L 



COMP Entry 



J 



PHYS Entry 



EQVC Entry 



PHVS Enlry 



Fig, 1. The composition of a component definition aiiows 
sharing of entries to reduce data redundancy 

m EQVC, which defines the logical-to-physical mapping informa- 
tion for a component 

■ PHYS, which defines physical component information such as 
pin layout, component outline, autoplace and autoroute param- 
eters, and silk-screen information. 

m COMP, which is the main component entry type and contains 
logical pointers to eqvc and PHVS entries along with compo- 
nent descriptions, component versioning, and information for 
an HP 3065 Board Test System. The name typically given to 
a COMP entry is the component name, such as 74LS04 

■ graf, for entries used to define board logos 

■ MA.TL, which allows a designer to define thick-film hybrid com- 
ponents. 

The separation of the mapping, physical information, and com- 
ponent identification allows a design group's librarian to reduce 
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data redundancy by sharing entries across compcner 
entries For examote, hex inverters generally have the same log- 
ical mapping information, but do not always ftavethe same pack- 
age Therefore they can share the same EQVC entry, but have 
different phys entries (Rq I) Similarly, a dual fourmp 
gate and a quad analog swrtch may share the same phys entry 
but have different EQVC e r 

Each entry »s made up of several groups A group is a table 
of information stmriar to that found m a relational data base model 
and each p ade up of one or more fields and one or 

more records (tuples) The entry name >s used to produce a hash 
table fndex key into the master file The index into the master file 
contains a logical pointer to the definition of that entry in the 
variable file (Fig. 2) This scheme provides very fast access to 
the contents in the data base allowing designers to access any 
of thousands of components at interactive speeds The speed 
:n data access is apparent both locally and while accessing the 
data base remotely using LAN remote file access This is a result 
of the simple storage mechanism and file structure 

Data Environment 

Three data bases can be accessed simultaneously for compo- 
nent deti nrtions: 

■ USER, a users or designers own component entry data 

■ pro J. component entry data specific to a group of users 

■ CORP. component entry data centra! to an organization or cor- 
poration 

Entries that make up a complete component description need 
not be in !he same data base, they can be distributed between 
data bases (see Fig 3) The HP PCDS Design Module sequen- 
tially searches through The data bases for entries rn the order 
user pro j corp (Fig 4 shows the data base hierarchy) The 
comp main entry must be at or below ihe phys and EQVC suben- 
tries in the search hierarchy Therefore if a COMP entry is found 
in the PROJ data bases, the subentry definitions must be in the 
PROJ or corp data bases The Library Module allows a user to 
build a subentry m any one of [he three data bases, bui only 
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Fig* 3- The sharing of information across data bases and the 
search order to resolve entry definitions 



Fig. 4. Toe data base hierarchy 

allows a COMP entry to be built that accesses a phys or EOvc 
entry in the user-proj-CORP search ore 

Data base access across a network is supported through LAN 
remote file access capabilities The Library Module uses the 
PCDS Design System Manager as a sort of data dictionary to 
inform it of the locations of the data bases If a data base *s 
located on a remote node, DSM opens the network path to that 
remote node before invoking the Library Module 

Macro Language 

The Library Module has a built-in macro command language 
that allows users to write therr own commands and manipulate 
different sets of graphically defined data. The macro language 
is an interpretive language It is extensive enough to allow a data 
base administrator to define menus, read from or write to files 
and modify entry field data 

Customizability 

The data base schema can be modified by the design team 
as desired The system allows customers to define new groups 
and fields within the entries. The new groups defined m the 
schema can be manipulated in the full screen editor using macros 
the design team writes The new groups are also carried along 
with The component into a Design Module design file This new 
group information can then be accessed programmaticaJfy 
through the Design Module design data access routines (DDAR) 

The group and field descriptions are also stored in the schema 
and can be modified The Library Module uses these descriptions 
for user help Field and entry validation rules can also be modified 
or added to the schema to ensure compliance with design team 
guidelines and specifications when building a component 

John M, Agosta 

Development Engineer 

Electronic Design Division 



design, the name of the current design 
project design. tile, the location of the current version of a 
piece of DSM- maintained data. By using DSM to manage 
the data and requesting the location from DSM, the ap- 
plication is assured of using the most up-to-date version. 
DSM will hIbo initialize any required network links, 
home, the current users working directory. In HP-UX 
each user has a home directory. DSM extends this con- 
vention by adding a home node in the network. Resolving 
the home parameter returns the path to the standard loca- 
tion for working files on the network and initializes any 
required network connections. 

^prompt. string?. The prompt string is displayed and the 
user must enter a response which then becomes the value 
of the parameter, 

IrteraLstring. The literal string is interpreted by the HP-UX 
Bourne shell and then passed to the application. The 



experienced HP-UX user can define literal strings thai 
include wild -card characters and variable references that 
provide access to the rich set of capabilities supported 
for HP-UX shell programming. 

To understand the purpose of each parameter type it is 
important to remember that DSM maintains all data in a 
simple hierarchy of projects and designs within projects. 
Versions of data files are kept within each design. DSM 
also provides for the maintenance of user logins and envi- 
ronments on an HP-UX system. If an application wants to 
make use of DSM-maintained data, it must be able to query 
the project/design hierarchy, where each user wishes to 
keep work in progress, and the locations of files in DSM's 
control 
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Software Quality Assurance on the HP 
Printed Circuit Design System Project 



by David E. Martin 



EFFORTS TO ENSURE SOFTWARE QUALITY must 
be planned for and kept visible throughout the entire 
project life cycle. Such efforts were particularly 
important during the development of Hewlett-Packard's 
Prinled Circuit Design System [HP PCDS). Focusing on 
quality alone has the inherent danger of never releasing 
the product because it is not perfect. Developing methods 
that result in a product that meets high quality standards 
without sacrificing aggressive goals for a product release 
date is a monumental challenge for HP as well as the rest 
of the industry. Two key ingredients in addressing this chal- 
lenge are quality assurance and engineering productivity, 

QA Plan 

Often a quality assurance plan is viewed as a necessary 
nuisance at best and busy work a I worst. For a QA plan to 
contribute to bettering the quality of the software, engineers 
and management should view it as a contract among them- 
selves detailing their quality efforts. 

The QA plan includes the release criteria for the project, 
which are the basis for the rest of the document. Although 
release criteria are usually custom tailored for each project, 
there are some items that are fairly common, such as a 
clear downward trend of the defect rate, execution of all 
of the individual test plans, no known critical defects re- 
maining, etc. The rest of the plan describes how it is an- 
ticipated that the release criteria will be met, 

An optimal QA plan requires extensive effort from 
everyone. The management team provides the framework 
for specifying what areas need coverage and ensuring that 
the coverage is adequate. The details about how to perform 
the testing are left to the engineering team. It is vital that 
everyone knows the plan, believes it, and is committed to 
fulfilling it. To that end, the QA plan is not a static docu- 
ment, hut a dynamic one, It is impossible to foresee all 
events that might cause certain sections of the document 
to become in feasible, inadequate, or even unnecessary. 
Thus the plan becomes much more valuable to a project 
team if it is kept current, reflecting the real intentions of 
the team. As the testing progresses, results are entered. 
Performance measurement results are especially important 
for comparing later revisions of the product. The results 
give the management team invaluable information for de- 
ciding when the formal QA phase should end, A side ben- 
efit of keeping the QA plan current is that it automatically 
becomes a final document for the product archives. 

Defect Tracking 

Software defects come in many forms. Many are very 
innocuous, such as the misspelling of a word or unclear 
error messages, Others are of such a critical nature that the 
application software aborts unexpectedly and data is lost. 



Throughout the life cycle of any software project a large 
number of defects are encountered and fixed. Attempting 
to keep track of thousands of defects in a large software 
project using a manual method is untenable and especially 
abhorrent, given the fact that HP is in the computer busi- 
ness. Having an automated defect tracking system is viewed 
as a necessity for helping the management team balance 
resources and provide the engineers with data on locating 
and fixing defects. The two major defects tracking systems 
used in HP are STARS and DTS. 1 STARS (Software Track- 
ing And Reporting System) runs on HP 3000 Computers 
under the MPE operating system and is used by marketing 
and field sales organizations. DTS (Defect Tracking System) 
runs on HP 9000 Computers under the HP-UX operating 
system. 

HP PCDS Development 

Since HP's Printed Circuit Design System was developed 
in the HP-UX environment, it was felt that the engineers 
would be more productive using DTS. With other systems 
for tracking defects, it is not uncommon for the R&D lab 
to be unaware of defects because the procedure for report- 
ing them is too cumbersome. However, with DTS the ease 
of entering defect reports facilitated the logging of the vast 
majority of defects encountered. Furthermore, because DTS 
was installed on every engineer's workstation, engineers 
found it very convenient to use DTS as a lab notebook. 
Notes about what caused a defect and ideas on how to fix 
it were stored directly with the defect data packet. Remind^ 
ers to enter copyright notices, say, were entered as "de- 
fects." Ideas for new features were entered as enhancement 
requests. 

Throughout the HP PCDS project, the management team 
was kept up to date with accurate statistics that were used 
to measure the quality of the software. For example, one 
measurement that was closely monitored was the number 
of defects reported versus time. A clear downward trend 
of this curve is evidence that QA efforts axe improving the 
quality of the software. 

Although there were many advantages for the lab in using 
DTS. the needs of the field, sales, and marketing organiza- 
tions could not be ignored. Before manufacturing release, 
the outstanding defects from DTS were copied into the 
STARS data base. Defects from the field and sales organi- 
zations are entered in STARS and then copied over to DTS 
for the lab engineers. There is now softw T are that automat- 
ically provides a link between DTS and STARS which 
keeps the two data bases synchronized. Although support- 
ing two defect tracking systems simultaneously is certainly 
not easy, the advantages make the effort worthwhile. 
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Environmental Issues 

It is unreasonable to expect anyone to produce quality 
results in an atmosphere that is not conducive to the task 
being performed. In the ideal case, the physical environ- 
ment for a software project should be completely unobtru- 
sive, allowing the engineers to focus their efforts on soft- 
ware development, rather than on manipulating that en- 
vironment. With each engineer equipped with a worksta- 
tion, the environment immediately becor less 
than ideal because the numerous workstations create a need 
for some level of systems administration. 

The use of a local area network (LAN] and the addition 
of a full-time systems administrator can turn this potential 
liability into an asset. For example, the systems adminis- 
trator provides expertise in installing and updating sys- 
tems, troubleshooting hardware and operating system fail- 
ures, and maintaining the LAN hardware and software. 
The LAN provides many services that improve the produc- 
tivity of engineers. The use of electronic mail over the LAN 
promotes communication with little effort on the part of 
the engineers. The systems administrator facilitates this 
activity by establishing and maintaining electronic mail- 
boxes for all the LAN users. Fig, 1 illustrates a method that 
minimizes the overhead generated by maintenance. Using 
this method, changes can be handled easily by the systems 
administrator , since only I he files on the central system 
need to be modified. The addition and deletion of user 
mailboxes is very straightforward for the rest of the lab. 

The LAN also plays an important part in the engineer's 
development environment. Typically, a team of engineers 
works on the same software module, This requires that 
each engineer have access to all of the module's files and 
thai there be an easy way to prevent inadvertent simultane- 
ous updates to the same file by more than one person. The 
use of SCCS (source code control system}, a standard toolset 
provided by HP-UX, with the LAN provides a foundation 
on which to build a stable working environment. SCCS 
requires that files be checked out for the purpose of making 
modifications, and uses a semaphore to allow only one 
user to check out a file at a time. While a file is being edited 



System A 



User 8 mailbox: 
forward to 

central I userto 

Uaar C mailbox: 
forward to 
central !ui*rc 



System B 



User A mailbox: 
forward to 
central tusera 

User C mailbox: 
forward to 
central fuserc 



System C 



User A mailbox: 
forward to 
central f users 

User 3 mailbox: 
forward to 

central'userb 



Central System 



User A mailbox: 
forward to systems Tueera 

User B mailbox; 

forward to systembiuserb 

User C mailbox: 

forward to systemcluserc 



Fig. 1, Method of establishing mailboxes that reduces the 
overhead required for LAN maintenance by the systems 
administrator. 



by one user; other users can still get a read-only version 
of the file. SCCS also keeps version information so that, if 
need be. an earlier revision of a file can be restored. 

In a distributed environment, there may be a tendency 
to have each engineer responsible for a defined set of files, 
with the SCCS files resident on the engineer's local work- 
station. This approach unfortunately creates extra mainte- 
nance for everyone when files shift responsibility or if there 
is joint ownership of files. Keeping the SCCS files on one 
workstation designated as a team master system avoids this 
confusion* yet the LAN still allows the necessary flexibility. 
Although the SCCS files reside on a remote machine over 
the LAN, an engineer still has access to them by remote 
file access (RFA). Makefiles can be set up to perform all 
commands necessary to build the software module, ref- 
erencing the location of the SCCS files relative to the local 
machine* By doing this* each engineer has a local copy of 
the module which is built from the latest versions of the 
SCCS files. While an engineer has a file checked out for 
editing, the other members of the team still have copies of 
the file before the checkout. Only after the engineer has 
made appropriate tests is the revised file checked back in 
and made available to all. In this way. the entire team has 
access to the latest software, but is protected from the ex- 
perimentation of individuals. 

Additional benefits are derived from the physical envi- 
ronment chosen, Since HP PCDS was developed on the 
product's target hardware, testing was mure convenient for 
the engineers. The LAN was extensively used when defects 
were encountered. The engineer could view data files on 
a remote system or copy them to a local workstation using 
the LAN. Then debugging activities could take place at the 
engineer's desk, hi other esses, <i sgi6cic.il version ol He- 
code that could he used with the debugger was copied to 
the test system and the debugging activities took place on 
the test system. The LAN reduced the overall need lor 
physicsJ media such as magnetic tape for the transferring 
of files. 

System Integration 

At some point, all modules must be integrated and the 
product as a whole must be built on s single workstation. 
The process must be highly reliable, because at the end of 
the project cycle, time cannot be wasted trying to figure 
out how to build the system, or chasing down the reason 
that some file won't compile, To have continuing confi- 
dence in the process, it was decided to rebuild the HP 
PCDS product every night. A workstation serving as a prod- 
uct master system was dedicated to this task of system 
integration. This system provided a central repository for 
files shared by the team masters. Every night each team 
would build files required by other teams. These would be 
i opied to the master system before a prescribed time. Teams 
would then copy the files required from other teams from 
the master system and proceed to build their respective 
modules. This distributed method of building the product 
ensured that interteam dependencies were checked con- 
tinually. This method was incremental in nature because 
only the files that had changed were recompiled. 

On a periodic basis, it was necessary to verify that the 
whole product could be built entirely from scratch on a 
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single workstation, This had the advantage of uncovering 

h ii v ■ implicit assumptions that might not he valid. This was 
done by copying all of the SCGS files from the team masters 
to the master system. The product was then built, and an 
Installation tape was produced for verification and testing. 
By establishing this build -arid-system-integration process 
early in the HP PCUS project, valuable time was not con- 
sumed at the end of the project, the most critical phase, 
attempting to get the process under control 

Formal QA Activities 

Before entering the QA phase, some QA activities have 
already been accomplished, Design and code reviews cer- 
tainly contribute to the quality of the software, yet must 
be done during the design and implementation phases of 
the project. During the QA phase of the project, the QA 
plan becomes the guiding force. To complete the project 
and ensure that the product has high quality, the plan must 
be executed, The confidence In the product's quality is jjl 
direct proportion to the amount of testing that has been 
performed on the product, However, testing hours alone 
do not tell the whole story. There must be a variety of 
testing, with emphasis placed on testing the right things. 
Engineers are very good at deriving "white box" tests. That 
is, since they have developed the software, they know how 
it Junctions, and are best able to develop tests that stress 
boundary conditions, limits, and other structural tests. 

A group of engineers from a different section of the lab 
formed a small test team. This test team had the charter to 
test the HP PCDS product against its manuals- Nothing is 
more frustrating to a customer than having the behavior of 
the software be completely different from what is described 
in the documentation. The test team members were able 
to tiring their engineering skills to bear on the problem 
without being biased by intimate knowledge of the internal 
workings of the software. 

Another opportunity for testing came in the form of sup- 
port engineer and field engineer training classes. Getting 
prerelease software .stable enough to support training 
classes during the early phase of the project helped estab- 
lish installation and system integration processes and illumi- 
nate deficiencies and weaknesses in the product, The train- 
ing classroom had the serendipitious advantage of provid- 
ing ideal resources for hardware configuration testing dur- 
ing idle times. 

Another whole category of testing is more important to 
customers. This is fitness for use, that is, can the customer 
use the product in its intended application? Software en- 
gineers rarely have strong backgrounds in the use environ- 
merits for the applications they are developing. The addi- 
tion of an application resource (AR) team composed of 
typical end users fills this gap, In the case of HP PCDS, 
several experienced printed circuit board designers were 
assembled as the AR team. Their job was to use HP PCDS 
to design actual printed circuit boards, It was extremely 
advantageous that the AR team was in the same physical 
location as the software lab. During the process of designing 
a board, the AR team would give instant feedback to the 
lab engineers concerning problems, suggestions, etc. 



The AK team was particularly qua! i lied to evaluate the 
results produced by HP PCDS. With an experienced eye, 
they could quickly spot a problem that a software engineer 
would never notice. It is typical for prospective buyers of 
a printed circuit board design system to request that a 
printed circuit board board representative of their require- 
ments be designed on the system before purchase. This 
benchmarking activity was very professionally accom- 
plished by the AR team. 

The AR team also coordinated and gave support to the 
iil|jlia test sites within Hewlett-Packard. Alpha sites were 
chosen such thai HP PCDS would have a wide exposure 
to different printed circuit board technologies. There was 
a strong partner relationship between the lab and the alpha 
sites. The alpha sites benefited from their participation by 
receiving the software much earlier than the rest of HP and 
by being able to provide input regarding desired product 
refinements. Naturally, the design team benefited from the 
extra end -user testing. The AR team and the alpha sites 
had the experience to evaluate the quality of HP PCDS 
properly from the customer's perspective. They were the 
"voice of reality ." 
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Silicon-on-lnsulator MOS Devices for 
Integrated Circuit Applications 

Several techniques for fabricating regions of crystalline 
silicon on insulating substrates are available. These 
methods are described briefly and device design 
considerations introduced by the use of SOI are discussed. 

by Jean-Pierre Colinge 



SrLICON-ON-INSULATOR (SOI) technologies are 
a growing class of techniques for fabricating inte- 
grated circuits. Unlike conventional devices fabri- 
cated in bulk silicon, SOI devices are made in a thin silicon 
layer deposited on an insulator, which can be either 
amorphous or crystalline. When a crystalline insulator is 
used the silicon layer can be grown epitaxially, provided 
the lattice parameters of the crystalline insulator are not 
too different from those of silicon, 

Nilk.uri-un-s.vjiphire iSONj Is tin- best-known in.Juiuii^v 

making use of silicon epitaxy on an insulator. SOS is a 
technically successful technology (many satellites contain 
SOS circuits), but the high cost of the single-crystal sap- 
phire wafers renders this technology impractical for most 
commercial applications. Other crystalline materials, such 
as calcium fluoride, are being investigated as a replacement 
fcir sapphire. 

Another alternative is the use of an amorphous insulator. 
Silicon dioxide (SiOJ is the most widely used insulator 
since it is fully compatible with existing integrated circuit 
fabrication techniques. The most mature methods For form- 
ing a silicon-on-oxide structure involve either implanting 
oxygen into a silicon wafer or recrystallizing polysilicon 
deposited on an SiQ 2 layer. Both approaches are bein^ 
investigated at Hewlett-Packard. 1 * 

The oxygen implantation method is called SIMOX [sep- 
aration by implantation of oxygen). During this process, a 
very high dose of oxygen (2xio 1B atoms/cm 2 ) is implanted 
into a silicon wafer to form a buried layer of stoichiometric 
SiO;,. Implantation energy and temperature are carefully 
chosen to leave a thin layer of single-crystal silicon on top 
of the silicon dioxide layer. 

The other method, recrystallization of polycrystalline 
silicon deposited on an oxide layer, can be achieved by 
various techniques. All of these are miniature versions of 
the zone-melting recrystallization (ZMR) technique used 
to produce bulk silicon single crystals. In micro-ZMR tech- 
niques, a thin polysilicon film is melted using either an 
electron beam, a focused laser beam, or a focused incoher- 
ent light source. The thermal profile of the silicon film is 
controlled in such a way that upon cooling* large single- 
crystal areas are obtained in which devices and circuits 
£.*m be formed. Micro-ZMR also opens the door to three-di- 
mensional (3D) integration where two or more active layers 
are formed on a silicon wafer. Using a laser, for instance. 



it is possible to recrystallize a silicon layer deposited on 
an existing integrated circuit to realize another active layer. 
The Japanese Ministry of Trade and Industry (MITIJ is fos- 
tering research in 3D integration, and 3D prototype circuits 
such as camera photosensors and memory chips have been 
produced. 3 

In the US. A., most SOI research is oriented towards 
producing radiation-hardened circuits and providing a 
cheaper alternative to SOS technology- Good radiation 
hardness is not the only advantage presented by SOI struc- 
tures. The inherent dielectric insulation of SOI devices and 
the relative thinness of the silicon film in which devices 
are made make SOI an ideal choice for high-speed, very- 
large-scale integrated circuit fabrication. 







V. 



Oxide 

Fig. 1, Cross -sections of CMOS inverters made using bulk- 
silicon (top) and SOI (bottom) technologies Resistors and 
bipolar transistors in the bulk device symbolize thenpnp latch- 
up path. 
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General Properties of 501 Devices 

Although different types of transistors (bipolar, JFET T 
DMOS, elo.) can be fabricated in SOI films, MOS and more 
particularly CMOS devices seem to take best advantage of 
SOI technology. These advantages are absence of latch~up, 
process simplicity, radiation resistance, and reduction of 
parasitic capacitance. 

Absence of Latch-Up. The latch- up phenomenon is the 
unwanted triggering of the parasitic npnp (thyristor) struc- 
ture present in a standard CMOS circuit. The th}Tistor can 
be schematically represented by two bipolar transistors 
(Fig. 1, top). Triggering can be induced by light, alpha 
particles, and even thermal noise, In an SOI CMOS struc- 
ture (Fig. 1. bottom], there is no such npnp structure since 
the transistors are dielectrically insulated from one another 
by silicon dioxide. 

Process Simplicity. Fabrication of CMOS structures is 
much simpler in SOI than in bulk silicon. Acceptor or 
donor impurity doping of the silicon islands can be 
achieved during the implantation step used to control 
threshold voltage. Therefore, there is no need for creating 
diffused wells, an operation that consumes both process 
time and silicon real estate in a bulk-silicon CMOS process. 
Bulk-silicon technologies use techniques such as LOCOS 
[local oxidation of silicon) or etched trenches backfilled 
with an insulator to isolate devices from one another, In 
SOI, a patterned silicon etch can be used readily to form 
islands. Relatively thin LOCOS oxides can also be used to 
isolate the silicon islands. In this case, the resulting oxide 
thickness is approximately twice that of the silicon film. 
SOI LOCOS field oxides, therefore, have thicknesses in the 
200-to-4t)0-nm range, compared to a typical thickness of 
800 nra for bulk-silicon devices. The use of such modest 
oxide thicknesses limits the undesirable LOCOS "bird's 
beak/ 1 the lateral growth of the oxide into the adjacent 
device areas. This allows increased packing density. 
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Fig . 2, tttus tration of metal sp ikes punching through a shatto w 
junction in a bulk transistor (top), in the case of an SOI device 
(bottom) where the source and drain regions extend through- 
out the entire film thickness, no junction punchthrough is 
possible 




Parasitic Capacitances 



Fig. 3. Drain-to-buik and drain-to-field-tmplant capacitances 
sn a bulk transistor (top). In an SOI device (bottom), the drain- 
to-substrate capacitance ts reduced because of the insulating 
oxide underneath the device. 

Packing density can be increased further because SOI 
provides the ability to merge n and p diffusions. The bottom 
hall of Fig. 1 represents the cross-section of an SOI CMOS 
inverter. Unlike an inverter fabricated in bulk silicon, the 
drains of the p-channel and the n -channel transistors can 
touch one another. This feature allows SOI CMOS circuits 
to reach the density levels of NMOS circuits. 

Because the source and drain junctions cannot extend 
deeper than the silicon film thickness, realization of shal- 
low junctions is automatically achieved when thin [<200 
nm] SOI films are used. Similarly, it is impossible lor the 
contact metal system to spike down through a junction 
when the source and drain diffusions extend through the 
entire silicon film thickness (Fig. 2], This simplifies metal- 
lization processes and reduces leakage current problems. 
Radiation Resistance. Because they require a smaller vol- 
ume of silicon, SOI devices are more resistant to radiation 
damage than bulk devices, SOS has always been a technol- 
ogy of choice for space and military applications. SOI de- 
vices, which can be made in thinner films than SOS de- 
vices, are therefore good candidates for applications where 
radiation hardness is a key issue. 

Reduced Parasitic Capacitance. Source and drain junc- 
tions of MOS transistors have parasitic capacitance, the 
value of which is roughly inversely proportional to the 
thickness of the space charge region below the junctions. 
Modern VLSI MOS circuits are made in relatively heavily 
doped substrates. Higher substrate doping means thinner 
space charge regions, and hence increased parasitic capaci- 
tances, SOI devices are, by definition, sitting on top of an 
insulator, usually SiO z . The parasitic capacitance of a 
source or a drain now depends on the thickness of the 
insulating oxide. This thickness is typically 0.35 jum in the 
case of SIMOX material, and 1.0 jum in the case of beam-re- 
crystallized silicon. Taking into consideration that the 
dielectric constant of silicon dioxide is three times smaller 
than that of silicon, substantial reduction of parasitic 
capacitances can be obtained in SOI circuits. In addition. 
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Fig. 4, Scatter plot of delay per 
gate versos power dissipation per 
gate in CMOS SQi ring osc 
The straight fines represent differ- 
ent delay -power products. The 
effective channel lengths are 025 
and 47 pun for the n-channel and 
p-channel devices, respectively 



parasitic capacitances between junctions and field im- 
plants are essentially nonexistent in SOI devices (Fig, 3), 
Reduced parasitic capacitances, increased packing den- 
sity, and easier proces in at submicrometer dimen- 
sions, permit the realist ion of high-speed circuits in SOI 
films. Fig. 4 shows the performance of CMOS ring ciscil- 
lators realized in SIMOX materia]. The effective gate length 
is 0,25 ^.m for I he n-channel transistors and tJ.47 jmi for 
the p-channel devices. Gate delays down to 40 picoseconds 
(at V DO = 5V] have been obtained, which is the lowest 
value obtained in silicon-based CMOS circuits as of Feb- 
ruary 1987, More recent I v IU tobei 1087), CMOS frequency 
dividers have been made a I HP, using a flip-flop type of 
Iij^h These circuits, in which I fie mini mum gate length 
is- 1 j _ i > r> /ini. operate al dm k rates of 2 GHz. 

Physics of an SOI MOS Transistor 
The major difference between an SOI MOSFET and a bulk- 
silicnn M( JSKKT is th,U the SOI device is made in ;■ silii on 
film of finite thickness. The thickness is usually compara- 
ble in magnitude to the depth of the space charm* region 
led by the gate, A few years ago. SOI devices were 
fabrit ated in silit on layers haying a thickness «.i rj @ fxm. 
Recent years have seen film thicknesses reduced to 0,2 pm 
or less for high-speed applications, and 0,3 /im for radia- 
tion-hard devices. A diagram of energy band curvature 
helps demonstrate how such thick-film and thin-film SOI 
transistors differ from hulk devices For simplicity, only 
the n-channel device is described. 

In a bulk transistor that is being turned om the energy 
bands are horizontal deep in the bulk of I lie silicon material 
[the doping profile is assumed to be constant), The bands 
■ iii' bent in the spaee-dhargfl region (depletion region) until 
a surface potential of 2<f> v is reached and ail inversion layer 
is created [Fig* 5a). The width of t he depletion region has 
a maximum value VV 1M1A equal to s 4* Sl $ F /qN At where N A 
is t tut channel dopant concentration, c| is the electron 
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Fig. 5. Sand diagram for n-channel transistors under inver- 
sion, (a) Bulk device (b) Thick SOt device, (c) Thin SOt de- 
vice, W rn& , is the maximum depletion depth W f . W 6T . and 
ire the depletion depths related to the front gate, the 
back gate Iff a partially depleted ftim. and the back gate in 
a fully depleted film, respectively The following relationships 
apply IV.,,,,. -W r andW :!t :-W tJ ,. 
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rge, e Sj is the silicon dielectric constant, and <& F is the 
Fermi potential. 

Fn a thick-film SOI MOSFET, a similar band curvature 
is observed near the gate-oxide/silicon interlace. Since the 
device is silling on a silicon dioxide film on top of a silicon 
wafer, a second oxide/silicon interface is present at the 
bottom of the silicon film [Fig, 5b), The underlying oxide 
film can be viewed as a second gate oxide (back gate oxide) 
with the silicon wafer acting as a backside gate. Band cur- 
vature al the back interface depends on the bias of the 
substrate and on the interface states present at the back 
Si/SiO^ interface. In general , the back interface can be under 
accumulation, depletion, or inversion (in which case leak- 
age current flows from source to drain.) 

In a thin-film SOI MOS device, the silicon film thickness 
is Irss than Iwice the maximum depletion width. Thus, 
the silicon film can be fully depleted. In this case, no neu- 
tral silicon is left between the front and backside depletion 
zones 4 [Fig. 5c), MOS transistors made in such films have 
remarkable properties. For instance, a thin-film SOI MOS- 
FET can be switched from a fully depleted state to a par- 
tially depleted state by applying a bias to the back gate, 
which act :mnu] Htr:s holes at the bottom silicon interface. 
Threshold Voltage. Under similar channel doping condi- 
tions, bulk-silicon and thick-film transistors have the same 
threshold voltages. Since the front-gate and back-gate de- 
pletion zones do not merge, the front and backside 
threshold voltages are decoupled. Hence, both front and 
back threshold voltages are given by the classical expres- 



V, = 4^ + 2<h - q(N s ,/C rjx ] - (Qb/Co*) 



m 



where <i\ t $ is the difference in work function between the 
gate material (i.e,, front gate or back gate] and the silicon 
f j I m, NT„ is the surface state density at the Si/SiO^ interface, 
and C tiX is the capacitance of either the gate or insulating 
oxide layer. Q^ is the depletion charge, equal to qW max N A , 
where N A is the dopant concentration. 
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Fig. 6. Threshold voHage as a function of film thickness in 
n-channet SOI MOSFETs The boron doping level i$ constant 
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Fig. 7. Subthreshold slope as a function of film thickness tn 
n-channet SO! MOSFETs. Same parameters as for Fig 6 

Things are quite different in a thin-film device. Where 
the silicon film is folly depleted, there is no neutral silicon. 
The front-gate depletion zone extends from the gate oxide 
interface to the point of minimum potential. At that point. 
the electric field changes orientation, since the bottom pari 
of the depletion zone is related to the backside gate. If the 
backside surface potential is increased, the back-gate deple- 
tion zone extends to a larger portion of the Film at the 
expense of the front-gate space-charge region, thereby mod- 
ifying the front -gate threshold voltage, Similarly, a change 
in front surface potential affects backside threshold voltage. 

Threshold voltage modulation by a back-gate potential 
Is not acceptable in a commercial circuit where substrate 
potential is usually kept grounded, but it provides a unique 
way of investigating the device physics and deriving the 
properties of very thin devices where the film thickness 
t SJ is smaller than f^ Equation 1 can be used to derive 
the threshold voltage of thin devices, provided that Q b is 
replaced by an appropriate depletion charge value located 
between qN A t Si and qN A t Si /2 and depending on the surface 
state density at the back interface and the back-gate voltage. 

Fig. 6 shows the threshold voltage of m SOI iw :hannel 
transistor as a function of silicon film thickness. If we start 
with a thick film (500 nm) and the film thickness t. Si is 
gradually decreased, C^ and V, remain constant until the 
film becomes fully depleted. At that point the back deple- 
tion zone encroaches on the front space-charge territory. 
This gives rise to a reduction of the front depletion depth 
from W ma% to VV f [Figs. 5b and 5c). As a consequence, Q b 
and V T are linearlv decreased as film thickness is decreased 
(Fig- 6). 

Subthreshold Slope. The subthreshold slope (sometimes 
called inverse subthreshold slope or subthreshold swing) 
of an MOS device is the slope of the drain current Ijj versus 
gate voltage V G below the threshold. The steeper the slope, 
the smaller the gate voltage swing required to turn the 
device on and off In modern CMOS circuits, high-speed 
operation requires the lowest admissible threshold voltage. 
Since the off current of the device must be very low to 
minimize standby power consumption, the lower bound 
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of threshold voltage is set by the subthreshold slope. Typ- 
ical subthreshold slopes are 90 mV per decade. This means 
that a 90-mV increase in gate voltage is needed to increase 
drain current by a factor of 10 in the subthreshold region. 
The subthreshold slope S h en by:* 1 



S-ttkT'qllnllOlHl-HQ + C,,.- 






where k is Boltzmano's constant. T is temperature* and Qj 
and Qi are the depletion and interface trap capacitances, 
respectively. The interface trap capacitance is equal to qD i|t 
where D lt is the interface trap ii .nation 2 basically 

expresses that the gate charge is distributed in a capacitive 
divider. The smaller the depletion capacitance, the steeper 
the subthreshold slope. In a thick-film SOI transistor, the 
depletion capacitance, and hence the subthreshold slope, 
is a function of the doping level N A just as it is for bulk 
devices. In a thin-film transistor, on the other hand t the 
silicon film thickness can be smaller than W max . Once the 
film is fully depleted, any further increase in gate voltage 
does not bring about an increase of depletion charge 
= dQt/dV G = 0), but instead increases the electron concen- 
tration in the forming inversion layer, Therefore, the value 
of S is predicted to be smaller in thin-film transistors find 
should eventually reach the theoretical limit of (kT'uJ 
In(10) = 60 mV'decade in the case of a very thin film with 
no traps at the Si/Si0 2 interlaces at room temperature. 

Fig. 7 presents experimental values of S for n-channel 
MOS devices made in two different SOI film thicknesses 
compared with the theoretical dependent e of S on film 
thickness obtained by numerical simulation. The doping 
profile in the channel is constant and equal to 8xi0 1fi 
boron atoms per cnv*. A sharp transition occurs when the 



film thickness is equal to W^. This transition thickness 
depends on dopant concentration and marks the limit be- 
tween thin-film and thick-film behavior. 
Effects Related to the Floating Substrate, In bulk MOS 
transistors, the channel region below the gate is part of an 
initely thick" substrate that is grounded in most appli- 
cations. In an SOI trn h the 
made has a finite thickness (the th E the 
silicon film). Furthermore, this substrate is electrically 
mg and can have a potential ranging from 0Y to a few 
hundred mil ii volts for an n-channel device. 

When an MOS device operates in the saturation 
impact ionization can occur near the drain. This cr 
electron-hole pairs in the channel region. The electron 
attracted by the gate potential and merge into the channel 
current flowing from source to drain, Holes flow towards 
the region of minimum potential, which is the floating 
substrate (neutral zone) in the case of a partially depleted 
SOI film (Fig, rib I. When no holes are injected in the floating 
substrate, its potential is 0V (this occurs at tow drain cur- 
rents and low drain voltages). At higher drain poterr 
hole injection into the floating substrate occurs. As holes 
act umulate in the floating substrate its potential becomes 
positive and current flows through the forward -hi 
source-substrate diode. The substrate potential is set by an 
equilibrium condition between the hole current generated 
by ionization and the current in the forward-biased source- 
su bst rate diode, 

Any Increase of the floating potential brings about a Jr- 
crease of the device threshold voltage, which shows up in 
the form of a kink in the output characteristics til i\w. tran- 
sistor (Fig- fij. For a thin, fully depleted film, the [mini of 
minimum potential is located near the middle of tin* film 
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Fig. 6, Output characteristics of 
an n-channei MOSFET made tn a 
lOO-nm-thick SOI film. The bacH^ 
side gate bias ts set to -20V to 
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con film and create a floating sub- 
strate in the device channel re- 
gion Gate voltage ranges from 
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[Fig. 5c;]. This potential is positive, even in the absence of 
impact ionization. Since there is no neutral silicon in the 
film, holes cannot accumulate in a floating substrate. Holes 
generated by impact ionization migrate In I he point where 
ihe potential is lowest, mil this potential is high enough 
in prevent them from accumulating. Therefore, Ihe holes 
flow to the source through the forward-biased source-sub- 
strate diode, the potential distribution in I ho film is hardly 
modified by bole injection, and no kink effect is observed. 

The dependence of I he kink effecl on the level of deple- 
tion in the silicon film can be easily demonstrated. Fig. 9 
presents the output characteristics of an SOI transistor 
made in a lOOnm-thick silicon film. The channel doping 
concentration N A is 1.3 >in 17 crn^, corresponding to a W raax 
of 91 urn. When a potential of OV is applied to the back 
gate [silicon mechanical substrate), the channel region is 
fully depleted (t Si <2W lllHX ), and no kink can be seen in the 
output characteristics. When a potential of -2QV is applied 
to the back gate (the back gate oxide is rtUO nm thick], holes 
accumulate at the bottom of the device and a floating sub- 
strate is created. Then, a kink in the output characteristics 
can readily be observed (Fig, 8). It is also worth noting that 
the threshold voltage increases about Oi$V when accumu- 
lation is created at the back interface. This is because the 
frnnl-gate-related depletion depth is increased from ap- 
proximately t Sj /2 to W raflX when negative back bias is 
applied, It can also be observed that transconductarn a 
[t'iliyt't\\ ■) is larger in the fully depleted device, Indeed, the 
vertical electric field E s near the silicon/gate-oxide interface 
is smaller. In the case of a fully depleted device, E^ is 
proportional to the front-gate depletion depth. A smaller 
surface electric field means higher channel electron mobil- 
ity and hence, larger transconductance, 



Threshold Voltage Dependence on Gate Length. Tin rshold 
voltage variation with gate length is observed in all types 
of MOS devices and is often called the short -channel effect. 
The threshold voltage of a long-channel n-channel MOS- 
FET is traditionally given by equation 1. When the gate 
length is decreased to sub micrometer values, electric field 
lines rear the source and drain terminate nn the soun e 
and drain instead of the gate. This reduces the effective 
depletion charge Q b controlled by the gate and, therefore, 
leases V T . The situation is similar in devices made in 
thick, fully depleted SOI films, In thin SOI films, the close 
proximity of the backside depletion region reduces the in- 
fluence of the source and drain field lines on the front 
depletion zone. As a result, long-channel behavior is pre- 
served at shorter gate lengths than in bulk devices, 7 Fig. 
10 presents the calculated threshold voltage in a bulk de- 
vice and a thin-film SOI device as a function of gate length. 
The SOI device has a lower threshold voltage since the 
silicon film is fully depleted. The short-channel effect is 
observed in the bulk transistor for gate lengths shorter than 
0-5 ^m, while threshold voltage remains stable down to 
gate lengths as short as 0.25 tan in the SOI device. When 
a thicker SOI film is used, short-channel effect improve- 
ment is less dramatic, but still clearly observable. 

Fig. 11 presents the short-channel behavior of bulk and 
SOI devices made in the same lot. Although the SOI liliu 
is 2U0 nm thick and not fully depleted, it can be observed 
that the SOI devices are less affected by short-channel ef- 
fects than bulk devices. Almost as important as the value 
of threshold voltage at a given gate length is its variation 
across a device lot. Indeed, gate length can only be con- 
trolled within a given accuracy across a wafer. In short- 
channel bulk devices, any variations of gate length caused 
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F i g . 1 0. Calculated threshold voltage in n-channef transistors 
as a function of channel length. The top curve represents a 

bulk device, while the bottom curve represents an SOI device. 
Both transistors have the same constant channel boron dop- 
ing profile (8x lQ 16 ?cm 3 ), The SOI transistor is made in a 
100-nm-thick silicon him 

by process control variations give rise to a large range of 
threshold voltages. In SOJ devices where threshold voltage 
IS less sensitive to gate length* similar differences En gate 
lengths only give rise to a moderate range of V T values. 
This can he observed in Pig, It, where V T varies over 400 
mV in the bulk transistors, and only over 250 mV in the 
SOI devices (at a gate length of 0.25 /ttmj, 

Conclusions and Perspectives 

Silicon-on-insulator technologies provide the ability to 
realize high-speed submicrometer CMOS circuits much 
more easily than conventional bulk-siliinn technologies 
do* Unlike SOS technology, which has been successful 
i aily in some niche markets, it is expected that SOI lechnol- 




. will gain more and more interest in all domains of 
CMOS circuit applications. The reasons are quite simple, 
SOS circuits must be processed in special process lines, 
mainly because the sapphire material contaminates diffu- 
sion furnaces. SOI wafers, on the other hand, contain 
silicon and SiQ z and can be processed in conventional 
process lines together with bulk-silicon products. SOS ma- 
terial requires sophisticated amorphization and regrowth 
processes to render its quality suitable for submicrometer 
applications but SOI films of suitable quality can he ob- 
tained readily by merely performing implantation and ther- 
mal annealing steps. 

As bulk-silicon CMOS technologies progress towards the 
submicrometer level, process complexity increases dramat- 
ically, and costly techniques must be developed to create 
dense field isolation and shallow junctions. In SOI circuits* 
these problems can be solved in a more straightforward 
manner. 

Finally* the high cost of oxygen-implanted wafers is start- 
ing to drop because of the advent of commercially available 
high-current oxygen implanters that have adequate through- 
puts for high-volume production. 
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